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Foreword 



Large-scale metrology, a remarkable addition to the field of dimensional mea- 
surement, was prompted in the last decades mainly by the pressing needs of 
several strategic industrial sectors, leading to a dynamic expansion of both types 
and capabilities of methods exploited. The challenge of rapid, accurate measure- 
ment of coordinates pertaining to objects whose size may well exceed that of a 
football field is indeed a formidable one, even more considering the severe 
ambient conditions prevailing, for example, in shipyards. 

Distributed systems, catering for rapid data acquisition at a number of locations 
via mobile spatial coordinate measurement devices, address requirements hard to 
meet with traditional, time consuming methods, exploiting e.g., surveying and 
topographic techniques. How critical is accurate, timely geometric description of 
large ship subassemblies was shown by catastrophic failures at sea, traced back to 
abusive jacking resorted to as last resort at assembly to compensate mismatch 
detected too late. Some embarrassing delays in aircraft production did also occur, 
owing to late appreciation of fatal glitches and misunderstandings regarding spatial 
measurement of components. 

Development of rugged, portable devices providing fast coordinate acquisition 
under control of a dedicated instrument systems goes a long way toward meeting 
industrial requirements. Several solutions proposed recently are described in this 
book, and their main features discussed, as well as a comprehensive survey of what 
has been achieved in this area by leading research laboratories, together with 
results obtained by a dedicated research group, whose successful development we 
had the privilege of witnessing right from the beginning. 

A detailed description of operating principles, and performance characteristics, 
is presented, along with a thorough treatment of such key aspects as system 
calibration, self-diagnostics and evaluation of measurement uncertainty. Besides 
state of art description, practical guidance to users is provided, a most welcome 
feature for operators involved in actual operation. We wish to congratulate the 
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authors for sharing with all those concerned their outstanding experience, and 
packing so much valuable information in this book. 

Raffaello Levi 
Professor Emeritus at the Fourth School of Engineering of 

Politecnico di Torino, Italy 

Sergio Rossetto 

Dean of the Fourth School of Engineering of 

Politecnico di Torino, Italy 



Preface 



The last decades have shown great improvements in the field of engineering 
dimensional metrology. The introduction of modern computational systems, ever 
more compact microelectronic devices and innovative materials have given a 
significant impulse to the accuracy and application of traditional devices. Recent 
developments have included applications both for extremely small-sized and for 
extremely large-sized objects. Following this, two new branches of dimensional 
metrology have demonstrated their maximal potentiality: "nano-metrology", 
related to the measurement of extremely small objects, and "large-scale dimen- 
sional metrology" (LSM), which refers to the measurement of large engineering 
structures. 

To begin with nano-metrology, the current widespread success can be ascribed 
to the new generations of scanning electron microscopes (SEMs) and, even more, 
to atomic force microscopes (AFMs), which allow us to obtain precise and 
accurate measurements of very small elements and structures. On the other hand, 
large-scale dimensional metrology has reached its historic turning point with the 
introduction of modern very accurate and flexible optical systems. 

The aim of the present book is to trace and discuss the most recent develop- 
ments in the field of LSM, with particular attention to so-called distributed sys- 
tems. Special emphasis is given to topics concerning sensor positioning, system 
calibration and self-diagnostics, which represent the key elements for the correct 
functioning of these systems. 

This book is directed at academics, practitioners and consultants who are 
responsible for designing the best solutions and tools to manage LSM processes. 
The text materials can be used in programs for professional practitioners, including 
quality engineers, manufacturing engineers and procurement specialists. Profes- 
sionals may also use the material for self study. 

This book is organized in eight chapters. Chapter 1 introduces large-scale 
metrology, discussing its goal and giving a short summary of classical instruments. 
Some of the most recent instruments are then introduced providing a structured 
classification. 
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Chapter 2 describes the indoor-GPS (iGPS™), which currently represents a 
turning point for LSM distributed systems. 

Chapter 3 is dedicated to the technical description of Mobile Spatial coordinate 
Measuring System (MScMS), a prototypal system developed from the research 
activity carried out at the Industrial Metrology and Quality Engineering Labora- 
tory of Department of Production Systems and Business Economics (DISPEA) at 
the Politecnico di Torino. The UltraSound (US) version (MScMS-I) and the 
InfraRed (IR) version (MScMS-II) are described in detail. A general comparison 
between these two versions and other existing systems is also presented. 

Chapter 4 deals with network device positioning and coverage of the measuring 
area, while Chaps. 5, 6 and 7, respectively approach the topics of system cali- 
bration, system on-line self-diagnostics and improvement of system metrological 
performance. Uncertainty budget evaluation is treated in Chap. 8. 

All these chapters face the respective topics from a general point of view, 
enriching the explanation by introducing some practical examples. 

Turin, October 2010 Fiorenzo Franceschini 

Maurizio Galetto 

Domenico Maisano 

Luca Mastrogiacomo 

Barbara Pralio 
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Chapter 1 

Large-Scale Dimensional Metrology: 

The New Paradigm of Distributed Systems 



1.1 Goal and History 

The first definition of "Large-Scale Dimensional Metrology" dates back to the 
early 1960s, when Berry (1961) — in his report about the techniques for precise 
measuring involved in the construction of "Nimrod", the 7 GeV Proton 
Synchrotron at the Rutherford High Energy Laboratory in Harwell (England) — 
referred to it as "... a field of development in which the hitherto separate skills of 
the surveyor and the engineering metrologist have been brought together in what is 
becoming known as 'Large-Scale Metrology'. Large-Scale Metrology means 
the measurement of dimensions usually undertaken by surveyors to limits 
normally associated with the workshop". Perhaps this definition was not yet 
completely exhaustive and fully comprehensive yet, but it contained in a nutshell 
a realistic description of what Large-Scale Dimensional Metrology was to become 
in a few years. 

A more rigorous definition was then proposed by Puttock (1978) 17 years later 
in his famous paper titled "Large-Scale Metrology". According to Puttock, 
"The field of Large-Scale Engineering Metrology can be defined as the metrology 
of large machines and structures. The boundaries of this field are laboratory 
measurements at one end and surveying at the other. Neither boundary is well 
defined and . . . will be generally confined to the metrology of objects in which the 
linear dimensions range from tens to hundreds of metres". 

Puttock did not restrict his definition to the mere field of application, he also 
included the environmental conditions and the pursued goals of the measurement 
as basic elements of Large-Scale Dimensional Metrology applications. 
He observed that Large-Scale measurements can very rarely be done in a rea- 
sonably well controlled environment. Usually, the metrologist is forced to adapt 
and modify equipment and techniques to suit each differing set of circumstances 
and to achieve the required accuracy. 
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2 1 Large-Scale Dimensional Metrology 

Traditionally, Large-Scale Dimensional Metrology concerns measurements of 
length and angle, however methods and techniques have undergone radical 
improvements over the years. For example, for length measurements, the so-called 
"classical approach" was based on the use of surveyors' tapes and wires. 
Best results required considerable skill and attention to detail in both equipment 
and techniques. A great advance was made with the introduction of optical 
methods. First, the advent of laser interferometry, and then the use of "range 
finders", devices involving the time-of- flight of an optical or microwave pulse, 
marked a fundamental turning point in the way towards the modern conception of 
Large-Scale Dimensional Metrology (Froome and Bradsell 1966). 

In angle measurement, given that the angular relationship of features of large 
engineering structures depends very much on the detail of the particular structure, 
in general the most utilized methods have always been optical. Metrologists have 
advised particular attention towards the limitations imposed by the propagation 
of light through the atmosphere right from the first applications (Puttock 1978; 
Estler et al. 2002). As a matter of fact, the propagation of light rays may be 
affected by errors induced by refraction effects or variation of speed of light during 
their propagation in the atmosphere. 

Recent years have shown significant advances across a broad range of tech- 
nologies, including laser interferometry, absolute distance metrology, the devel- 
opment of powerful diode lasers and very high density CCD cameras, and the 
continuing evolution of very powerful general purpose computers and associated 
software. The last ones have greatly improved the speed of data acquisition and 
elaboration towards levels which, only 20 years ago, were unimaginable, as well 
as giving elevated accuracy and system flexibility. Nowadays the development and 
refinement of optical systems has led to a widespread use of instruments, ranging 
from theodolites, laser-trackers, laser-radars, iGPS™ to target-less scanning sys- 
tems using absolute distance ranging and powerful digital photogrammetric 
methods. 

Historically, typical examples of application of Large-Scale Dimensional 
Metrology refer to the measurement of large structures such as modern radio 
telescopes in astronomical observatories (Puttock 1978; Estler et al. 2002), 
trusses in spatial stations, liquefied natural gas tanks; alignments or deformations 
such as in the case of deformation monitoring of ore crushers, straightness 
errors in large machine tools, or alignment of large particle accelerators; 
large manufacture assembly such as ships or aircraft fuselage and wings 
(Estler et al. 2002). 

Recently, a new generation of Large-Scale Dimensional Metrology systems has 
established itself, the so-called "distributed systems". These generally consist of a 
set of remotely distributed sensing devices coordinated by one or more central 
processing units, which is in charge of data acquisition and post-processing 
elaboration to provide measurement results. The distributed approach can be 
limited to the spatial location of the devices, which are simply remote sensing 
units, providing reference points in three-dimensional space, or it can be enlarged 
by attributing the role of intelligent agents to remote sensing devices, 
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i.e., autonomous entities, which cooperate and coordinate their activities to 
achieve the common objective of performing the measurement. Many actual 
systems and research prototypes are moving in that direction. 

The paradigm of Large-Scale Dimensional Metrology, which consists in 
transferring the measuring system to the measured object place rather than vice 
versa, actually finds its effective full application in distributed systems. The goal is 
to reconstruct the "measuring machine" all around the measured object, and to 
organize the positioning of the sensing devices in order to optimally cover the 
measuring volume. If the system is based on "intelligent" devices, they should 
also be able to reorganize themselves with the aim of improving or preserving a 
required level of quality of measurement. 

Many topics about this specific approach to Large-Scale Dimensional Metrol- 
ogy are still the subject of discussion within the scientific community. Some issues 
still need to be studied further. 

Much current research focuses on accuracy improvement and the evaluation of 
measurement uncertainty. A family of international standards for a uni vocal 
approach to performance evaluation of measuring systems and uncertainty eval- 
uation is still lacking. Some approaches in this direction are based on existing 
standards for Coordinate Measuring Machines (CMMs) and optical systems. 
At present, some efforts towards the establishment of specific standards for those 
systems which have reached a consolidated technological level and significant 
commercial diffusion are in the course of development. For example, Part 10 of 
ISO 10360 will be devoted to the performance evaluation of laser trackers 
(Peggs et al. 2009). 

Economic impact is a crucial topic for the application of Large-Scale Dimen- 
sional Metrology systems. From a technical point of view, thanks to optical 
approaches, ambitious levels of accuracy can be reached (see, for example, laser- 
radars and iGPS™), nevertheless costs still remain a problem (Galetto et al. 201 1). 
On the other hand, in many applications, acceptable metrological performance can 
be obtained with economically affordable systems. Today's challenge is to design 
and produce low-cost, portable and user-friendly systems, with adequate level of 
accuracy for Large-Scale applications. 

Considering that for most techniques used in Large-Scale Dimensional 
Metrology, the set-up is very flexible in comparison to CMMs or similar 
machines, the relative position of the various components of the measuring 
system have a fundamental effect on system performance and the estimation of 
uncertainty. Great strides have been made in trying to provide the same infra- 
structure of standards for these flexible measuring systems, unfortunately these 
advances have produced a number of regional standards, but an international 
reference is yet to come. 

The scope of the present book is to give a picture of the state-of-the-art of 
distributed systems for Large-Scale Dimensional Metrology applications, focusing 
attention on the most recent research. Topics concerning sensor positioning, sys- 
tem calibration and self-diagnostics, which represent the key elements for the 
correct functioning of these systems, are also discussed in detail. 
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Fig. 1.1 Relationship between object size and accuracy for different measurement methods 
(Luhmann et al. 2006). (with permission) 



1.2 Challenges of Large-Scale Dimensional Metrology 



The primary purpose of Large-Scale Dimensional Metrology is the three-dimensional 
measurement of large-sized objects. Traditionally, there are strong links between 
Large-Scale Dimensional Metrology and the techniques of surveying, particularly in 
the areas of adjustment methods and engineering surveying. With the increasing 
application of Large-Scale Dimensional Metrology approaches to industrial manu- 
facturing and quality control, links have been created in many directions. 

Figure 1.1 gives a view of the relationship between size of measured object, 
guaranteed measurement accuracy and relevant technology. Although there is no 
hard and fast definition, it may be said that Large-Scale Dimensional Metrology 
accuracy refers to objects ranging from 10 to 1,000 m in size, with accuracies 
around 0.1 mm at the smaller end and 10 cm at the larger end (for large structures 
in space and construction industries). 

Before optical methods were introduced, lengths and angles were measured by 
opportunely shaped tapes, levels, sights and graduated staffs. These techniques 
were employed mostly for surveying, but also for engineering dimensional mea- 
surements for large structures and objects. Referring, for example, to tapes, mil- 
limetre accuracy could be achieved by applying proper corrections for standard, 
catenary, tension, temperature and slope to the measured distance. The introduc- 
tion of optical methods, firstly for the measurement of angles and then for large 
distances, has determined wide enhancement in terms of accuracy and ease of use. 

Optical methods, which use light as information carrier, lie at the heart of 
non-contact 3D measurement techniques. They can be classified as follows 
(Luhmann et al. 2006): 
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Fig. 1.2 Taxonomy of non-contact measuring methods (Luhmann et al. 2006). (with permission) 

• Triangulation techniques: photogrammetry (single, stereo, and multiple 
imaging), angle measuring systems (theodolites), iGPS™, structured light (light 
section procedures, fringe projection, phase measurement, moire topography), 
focusing methods, shadow methods, etc. 

• Interferometry: optical coherent time-of-flight measurement, holography, laser 
interferometry, speckle interferometry, coherent radar. 

• Time-of-flight based techniques: distance measurement by optical modulation 
methods, pulse modulation, etc. 

A taxonomy of these methods is reported in Fig. 1.2. 



1.2.1 The Pressing Need for LSM Solutions 



Up until the last decades of the past century, engineering metrology was princi- 
pally restricted to objects of medium to small dimension. Until that time, the term 
"precision engineering" mainly referred to objects ranging from a few microm- 
eters up to, at the most, some meters. Recent developments in the different fields of 
engineering have meant a redefinition of this concept. This is mostly due to the 
necessity for measuring very large structures with high levels of accuracy. 

Traditionally, shipbuilding was the field most involved in the measurement of 
large elements, both in assembly and control of components. In the past, the 
problem was solved by using "traditional instruments", such as tapes and the- 
odolites. This approach was quite laborious and time-consuming, but it assured a 
level of accuracy fit for the purpose. 

The use of traditional equipment started to become inadequate with the evo- 
lution of the aviation industry, which was requiring more and more accurate 
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Large-Scale dimensional measurements for the assembly and construction of large 
and reliable aircrafts. Currently, aerospace applications best represent the need for 
accuracy and, under certain conditions, sometimes require CMM-proof accuracies. 
Take, for example, capsule construction, or space stations assembly and compo- 
nents alignment. All these large-sized objects involve the same level of accuracy 
which a few years before were reserved for smaller elements. 

The same problem holds for the measurement of large structures, such as big 
bridges, metallic trusses for special buildings, radio antennas, or radio 
telescopes. 



1.2.2 The Complexity of Large-Scale Dimensional 
Measurements 

When dealing with Large-Scale dimensional measurements the problem arises of 
how to interface the measured object with the measurement system. It is some- 
times impossible to transport a large-sized object to the measuring device. Hence, 
the traditional CMMs can hardly be employed. It becomes more practical to move 
the measuring instrument to the measured object. This is the reason why many 
measuring systems for Large-Scale Dimensional Metrology applications consist in 
portable or distributed systems, so system itself can be moved and installed all 
around the measured object. 

Furthermore, above a certain size, the structural behaviour of a traditional 
measuring machine would be so instable as to have a significant influence on the 
measurement results. Some examples of these conditioning factors are the bending 
stresses exerted by the weight of the machine itself on its elements, or the inertial 
effects due to the high mass of machine components. 

On the other hand, large-size measurements are heavily influenced by boundary 
conditions. In many cases, the extension of the measured object is so large that the 
external influencing factors (humidity, temperature, air pressure and density, 
atmosphere components, etc.) present significant variations all along the measured 
shape. These aspects must be under close control during the measurement pro- 
cedure. Besides, the measured object may warp under its weight and present 
geometrical deformations and/or structural variations along its shape. 

The optical and acoustic approaches for Large-Scale Dimensional Metrology 
applications, which have completely supplanted the traditional ones, are extremely 
sensitive to the variations of uniformity in the propagation medium. Hence, when 
using this systems, appropriate corrections can be made in order to eliminate the 
induced systematic errors. Many interesting contributions of this kind have been 
presented in literature (Estler et al. 2002; Maisano et al. 2009). 

Another crucial task is to make measurements in the so-called "shadowed 
zones", i.e. those parts of the measured object where the employment of the 
measuring system is not easy and immediate. This is the typical case of complex 
surfaces, characterized by many geometrical singularities and undercuts. 
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The problem is usually solved by using distributed systems with an opportune 
positioning of sensors or by the employment of special probes, opportunely shaped 
in order to be introduced into very narrow holes or crevices. In many cases the 
whole measuring system must be designed or adapted in order to satisfy shape and 
dimension constraints. 

In most cases the measurement is performed under static conditions: only 
stationary objects are measured. This means a large frequency of acquisition is 
not required and the operator can perform the measurement with no need to 
change the sensor position and/or orientation during operations. Furthermore, 
data processing software does not need to be equipped with algorithms for 
cinematic analysis. 

The situation is different when Large-Scale measuring systems have to be 
employed for tracking moving objects. In this case the whole measuring system 
must be able to acquire large quantities of position data with a very high 
frequency (at least consistent with the speed of the measured object). Further- 
more, this is not the only problem connected to the tracking of moving object. 
Other topics include coverage of the measuring volume, distinguishing between 
different moving objects, identification of the moving direction and object 
attitudes. 

A particular kind of cinematic measurement is where the measured object is 
stationary, but the probe(s) or the measuring device(s) is (are) rapidly moved all 
around the measuring space in order to obtain the greatest number of acquisitions 
as possible in a short time. 

The topic of cinematic measurements presents a set of specific characteristics, 
that require a separate description. This subject is not treated in this book. 



1.3 Overview and Taxonomy of LSM Systems 

Maisano et al. proposed a classification of the major Large-Scale Dimensional 
Metrology instruments according to the following definitions (Maisano et al. 
2009): 

• Centralized systems a centralized system is essentially a stand-alone unit which 
can work independently to provide the measurement of a spatial coordinate on 
the object surface, e.g. a laser tracker. In some cases, a number of centralized 
systems can be used simultaneously with the aim of improving measurement 
accuracy. 

• Distributed systems a distributed system consists in a series of measuring sta- 
tions that work cooperatively to collect information for determining coordinates 
of a point on the object's geometry. In general, the individual stations associated 
with a distributed system cannot measure coordinates separately. 

• Contact systems a contact measuring system is a metrological system which can 
provide the coordinate of the object to be measured simply by touching it with a 
probe. The probe of the metrological system can be moved either manually or by 
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Table 1.1 Classification of major large-scale measuring instruments (Maisano et al. 2009) With 
permission 



Centralised 



Distributed 



Contact CMM, laser tracker, total station iGPS™, HiBall™, Contact systems 

with multilateration technique 
Non Theodolite, laser radar, tacheometer, optical Photogrammetry, non-contact 

contact probe CMM, camera based triangulation systems with multilateration 

technique 



Fig. 1.3 Working principle 
of laser trackers, laser radars 
and total stations. The 
position of a point is defined 
by a range distance (p) and 
two angular measurements 
(elevation angle 9 and 
azimuth angle cp) (adapted 
from Cuypers et al. 2009). 
(with permission) 




mechanical arms or can be attached to the object as a target to be followed by 
the system. 

• Non contact systems: these systems can evaluate dimensional features of the 
object to be measured without the need for a probe to touch the object. They are 
mainly based on optical technologies. 

Table 1.1 presents the major Large-Scale Dimensional Metrology instruments 
classified according to the proposed taxonomy. 

Large-Scale measuring systems presented in Table 1 . 1 can be further classified 
depending on their working principle (Cuypers et al. 2009): 

• Measuring systems using two angles and one length: Most of the Large-Scale 
measuring systems rely on the determination of one length and two angles 
(see Fig. 1.3). In these systems the initial coordinates of a point are evaluated in 
a spherical coordinate system (p, 9, cp). 

These systems are also called Spherical Coordinate Measurement Systems. 
For each system, the angles are measured by means of angular encoders, whilst 
the range measurement can be performed using either an interferometer like 
laser trackers or an ADM (Absolute Distance Measure) like laser radars and 
total stations, or a combination of both technologies like ADM enabled laser 
trackers. The spherical coordinates are easily transformed in Cartesian coordi- 
nates by a central processing unit that is able to derive the object features from 
the measured points in the 3D space. 
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Fig. 1.4 The working principle of camera-based triangulation with 3 linear CCD cameras, 
resulting in 1 horizontal and 2 vertical angle measurements. The position of the target is 
determined by planes intersection (adapted from Cuypers et al. 2009). (with permission) 

• Measuring systems using multiple angles (triangulation): Instead of using two 
angles and a distance measurement, it is possible to evaluate the position of a 
point in a three dimensional space using only angular information from two or 
more reference points. This working principle relies on the very well known 
triangulation algorithms. Triangulation uses the known locations of two or more 
reference points, and the relative angles between the point to be localized and 
each reference point. In this case the unknown position of the point can be found 
by solving a linear system (Dogancay 2005). 

A camera-based triangulation system applies this principle. Three linear CCD 
(Charge Coupled Device) cameras look at targets in space and each camera 
determines one angle and thereby one plane that contains the target. By using 
three cameras, the resulting position of the target can be calculated based on the 
three measured angles. This can be visualized as an intersection of three planes 
(see Fig. 1.4). 

The working principle of the iGPS™ by Metris is also based on multiple angle 
measurements. If the horizontal and vertical angles from two or more trans- 
mitters are known, the system univocally determines the position of a posi- 
tioning target. In order to obtain accurate angle measurements the iGPS™ uses 
rotating laser beams (ARC Second 2010). This system will be described in more 
detail in Chap. 2. 

Photogrammetry is a Large-Scale measurement technique based on angle 
measurements. The principle is similar to that of camera-based triangulation 
(Mikhail et al. 2001) (see Fig. 1.5). 

• Measuring systems using multiple lengths (trilateration): Trilateration uses the 
known locations of three or more reference points, and the measured distance 
between the point to be localized and each reference point (see Fig. 1.6). The 
unknown coordinates can be found by solving a non linear optimization problem. 
This approach is very similar to GPS (Global Positioning System) localisation 
principle (Hofmann- Wellenhof et al. 2001). Multilateration principles are used by 
the measurement systems based on laser interferometers as well as by those based 
on TOF (Time-of-flight) or TDoA (Time Difference of Arrival) (Cuypers et al. 
2009). 
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Fig. 1.5 Working principle of camera-based photogrammetry. With knowledge of the 3D spatial 
position of each camera C, (with i > 2), its orientation and technical characteristics (e.g., focal 
length, lens distortion), the 3D position of a generic point M can be reconstructed according to its 
2D positions P, in the camera view planes (nf) (adapted from Mikhail et al. 2001). (with 
permission) 



Fig. 1.6 The working 
principle of trilateration in 
two dimensions. Knowing the 
distances from three different 
reference points (Vi, V2, V3) 
with known coordinates, it is 
possible to localize the 
position of an unknown point 
on the intersection of three 
circumferences 




1.4 Distributed System Philosophy 



As discussed in the previous sections, Large-Scale Dimensional Metrology could 
be said to apply to any dimensional measurement where the metrology instrument 
has to be brought to the object rather than vice versa. 

As well as classical centralized metrology systems, in which a stand-alone unit 
can provide geometrical features of an object to be measured, the latest advances 
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in Large-Scale Dimensional Metrology offer distributed solutions in which a 
network of metrological stations is implemented to share the measurement task: a 
portable positioning target is localized relying on all the measurements obtained 
by the metrological stations. The new metrology approach is the result of a con- 
tinuous effort toward scalable technologies able to cover flexible working spaces. 
Classical centralized approaches to Large-Scale Dimensional Metrology, such as 
laser trackers, theodolites or gantry CMMs can often be impractical when dealing 
with complex working volumes or dimensions of hundreds of meters. Distributed 
metrology systems, on the contrary, can easily shape the working volume by 
opportunely adding one or more metrological station. Although flexibility and 
scalability are probably the major advantages of distributed metrology systems, 
their metrological performances are still hardly comparable to those of centralized 
systems. 

Distributed systems for Large-Scale Dimensional Metrology applications 
present a set of peculiarities in comparison to other systems that is worth dis- 
cussing in detail. 

From the strictly metrological point of view, each distributed system can be 
seen as a single measurement instrument. Hence, it must be calibrated, its me- 
trological performance (e.g. stability, repeatability, reproducibility, and accuracy) 
must be tested, and its reliability must be verified. 

On the other hand, the overall behaviour of distributed systems is strictly 
connected to the specific performance of each single component, which must be 
tested both individually and globally, that is when it interacts and/or cooperates 
with the other elements of the whole system. 

Other topics, such as the measuring volume coverage and the components 
cooperation, are typical aspects of these systems, and must be specifically inves- 
tigated either during the design or during their implementation. 



1.4.1 Coverage of Measuring Volume 

One of the most attractive properties of distributed systems is the possibility of 
allocating the distributed sensor devices in order to cover the whole measuring 
volume. This is a great advantage especially in comparison to other non-distrib- 
uted systems (see, for example, laser trackers or theodolites), which require to 
move the measuring device from its actual position when the object features to be 
measured are positioned in a shadowed zone or are not directly accessible. In this 
case, the main problem is to keep the same coordinate reference system for 
measures acquired in different positions of the measuring device. On the contrary, 
with distributed systems, once the sensors are placed and the system is calibrated, 
in principle, no change of network configuration is needed. This guarantees the 
same common reference to all the measured points. In some special situations, if 
some network sensors need to be added, removed or reallocated, the realignment to 
the original reference system is simple and easily automatable. 
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That said, the challenging aspect of sensor allocation is how to find an optimal 
configuration, which assures the total coverage of the measuring regions, with the 
required level of accuracy, and the appropriate number of sensors. 

Different studies presented in literature have produced some semi-automatic 
procedures and algorithms for optimal sensors positioning (Galetto and Pralio 
2010). In Chap. 4 an analysis of the state-of-the-art of the research indifferent 
application fields and a case study applied to a distributed metrological system are 
presented. 

The main consideration regarding all the approaches reported in literature is 
that the proposed algorithms may represent an effective support for the operator in 
network device arrangement, but their use cannot ignore an empirical validation of 
the suggested configuration. 



1.4.2 On-Line Self-Diagnostics 

The concept of "on-line self-diagnostics" is closely related to the notion of on-line 
metrological performance verification in traditional automated systems. This 
approach is complementary to that of uncertainty evaluation. The on-line verifi- 
cation acts as a guarantee for the preservation of the measurement system char- 
acteristics (including accuracy, reproducibility and uncertainty). 

Techniques for "on-line metrological performance verification" individuate 
anomalous behaviour in measuring systems, and automatically reconfigure the 
control system to assure the preservation of metrological characteristics. 

System degradation produces non-reliable measurements. The indication of 
possible faults can be followed by more accurate tests or by a complete calibration 
(Franceschini et al. 2009a). 

The problem of "self-diagnostics" in automated systems is not a recent matter, 
and traditionally many strategies have been proposed. In many important areas, 
such as for example the aeronautical and nuclear sectors, the most widely used 
techniques are based on redundancy, i.e. the replication of instruments and control 
equipments. This approach is usually very expensive. In general, two main types 
of redundancy are found (Franceschini and Galetto 2007): 

• "Physical" redundancy, which consists of replicating instruments and control 
equipment (for example, by integrating the touching probe with an optical 
device or by making the probe redundant). 

• "Analytical" or "model-based" redundancy, which substitutes the replication of 
a physical instruments by the use of appropriate mathematical models, which 
may derive from physical laws applied to experimental data or from self- 
learning methods (for example, neural networks). 

Sometimes the two approaches are implemented together. In this case the 
analytical redundancy method is enhanced with the use of an external "witness- 
part" (Franceschini et al. 2002). 
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The topic of on-line diagnostics for Large-Scale distributed systems is treated in 
Chap. 6, and some application cases are described and analyzed in depth. 



1.4.3 Metrological Performance Indicators 

The metrological performance of a measuring system is usually tested through the 
use of specific parameters, generally prescribed by international standards. 

Since distributed systems for Large-Scale Dimensional Metrology applications 
have been introduced in relatively recent years, a consolidated reference set of 
standards has still to be defined. For this reason, usually, researchers and manu- 
facturers refer to general metrology standards, or current standards for CMM or 
optical systems (Peggs et al. 2009). 

In general, according to the International Vocabulary of Metrology (VIM) 
(JCGM 200:2008 2008) and the Guide to the Expression of Uncertainty in Mea- 
surement (GUM) (JCGM 100:2008 2008), the basic performance indicators for a 
measuring system are: 

• Accuracy: closeness of agreement between a measured quantity value and a true 
quantity value of a measurand. 

• Uncertainty: non-negative parameter characterizing the dispersion of the 
quantity values being attributed to a measurand, based on the information used. 

• Repeatability: closeness of agreement between indications or measured quantity 
values obtained by replicate measurements on the same or similar objects over a 
short period of time under specified conditions of measurement, out of a set that 
includes the same measurement procedure, operators, measuring system, 
operating conditions and location. 

• Reproducibility: closeness of agreement between indications or measured 
quantity values obtained by replicate measurements on the same or similar 
objects under specific conditions of measurement, out of a set that includes 
different locations, operators and measuring systems. 

• Precision: closeness of agreement between indications or measured quantity 
values obtained by replicate measurements on the same or similar objects under 
specified conditions (the term precision is also used to indicate repeatability and 
reproducibility) . 

• Stability: property of a measuring instrument, whereby its metrological 
properties remain constant over time. 

• Resolution: smallest change in a quantity being measured that causes a 
perceptible change in the corresponding indication. 

Every measuring system must be characterized by evaluating these parameters. 
If, after the test, the results are in agreement with the required values, the system is 
utilized as it is, otherwise some adjustments or corrections have to be made. 

Traditional approaches for CMMs and optical instruments prescribe perfor- 
mance evaluation and uncertainty estimation. 
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In general, performance evaluation refers to the assessment of accuracy, 
repeatability and reproducibility of the measurement performed in a well-defined 
point (or portion of volume) in the whole measurement domain of the system. To 
this end, current standards prescribe the use of specific calibrated artefacts and 
operational procedures, implemented in order to identify all the possible sources of 
error emerging during the measurement (Peggs et al. 2009). 

On the contrary, uncertainty estimation refers to the evaluation of the uncer- 
tainty associated with measured data and related measuring procedure. In Large- 
Scale Dimensional Metrology, uncertainty evaluation involves developing a model 
of the random and systematic effects associated with the measuring instrument(s) 
and analyzing how they affect the uncertainties associated with the estimated point 
coordinates. The Guide to the Expression of Uncertainty in Measurement (GUM) 
(JCGM 100:2008 2008) prescribes an approach based on the multivariate law of 
propagation of uncertainty. 

A specific discussion and application of the multivariate law of propagation of 
uncertainty is presented in Chap. 8, while several applications of performance 
evaluation and systematic error correction are reported in Chap. 3 and Chap. 7, 
respectively. 



1.4.4 Wireless Sensor Networks (WSNs) 
and Distributed Systems 

WSNs are typically composed by small and lightweight devices that can be easily 
deployed and arranged in a working environment. Furthermore, each device is 
generally provided with both communication and computation capabilities given 
by the embedded electronic components. These features certainly increase the 
appeal of WSNs and make them suitable for the design of a fully distributed 
system for dimensional measurements. 

A distributed network-based layout provides a system with profitable scalability 
features, peculiar to measurement systems based on spatially distributed sensing 
units (Nikon Metrology 2010; 3rdTech 2010). As a matter of fact, modular 
architecture makes such systems suitable for Large-Scale Dimensional Metrology 
applications, overcoming limitations of existing digital photogrammetry-based 
systems (Axios 3D 2010; Metronor Corporate 2010; Northern Digital 2010). Real- 
time coordinate acquisition of different targets, possibly located in different 
regions of the working volume, is then possible by spreading the sensor devices 
around, provided that the acquisition task is synchronized and a common reference 
system is given. These capabilities make distributed systems feasible solutions for 
tracking mobile objects, even if they are characterized by fast dynamics. This 
property is particularly interesting in an attempt to automate the contact mea- 
surement procedure. Most commercially available instruments provide a hand-held 
probe for touching the reference measurement points (Automated Precision 2010; 
Leica Geodetic Service 2010; Axios 3D 2010; Nikon Metrology 2010), thus 
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involving direct interaction between the sensor equipment and the human operator 
as well as a strong dependence on his/her skills. An alternative approach relies on 
autonomous unmanned platforms for carrying the sensor equipment and moving 
the contact probe around the working volume (Franceschini et al. 2010a). This new 
perspective, scaling down the human role to a mission management task, clearly 
shows the need for a system able to perform measurements for control as well as 
for metrological issues. 

As described in Sect. 1.2, currently available dimensional metrology systems 
rely either on distance or angle measurements. Thus the possible use of a WSN- 
based system for dimensional metrology applications is certainly bound by its 
capabilities of performing such kinds of measurements. Nowadays there are 
many approaches to this field, relying on different technologies and sensors. 
Angular measurements can be achieved, for example, using accelerometers, 
magnetometers, gyroscopes, CCD sensors, photodiodes or simply measuring the 
difference in the received phase of a Radio Frequency (RF) signal at each 
element of an antenna array (Kwakkernaat et al. 2008). On the other hand, 
distance measurements can be obtained, for instance, by evaluating the time-of- 
flight of particular signals (such as US signals), the time difference of arrival of 
different signals or the received strength of a RF communication signal (Fran- 
ceschini et al. 2009c). 

Whatever the system components and the localisation algorithms are, a WSN- 
based metrology system represents a further step towards hardware and software 
automation in dimensional measurement applications. Due to its capabilities of 
sharing the metrology task, each network device works cooperatively with the 
aim of determining the geometrical features of an object. In this way, the 
measurement results as the synthesis of the information gathered locally and 
shared by each network node. Communication links among network nodes also 
provide the possibility of reconfiguring their orientation during the task 
according to measurement conditions and procedures, aiming at optimizing the 
overall system performance. 



1.4.5 Localisation Algorithms and System Calibration 

When dealing with distributed measuring systems, the choice of an appropriate 
method for localizing network devices and a technique for system calibration is 
crucial. As mentioned in Sect. 1 .4.4, it could be helpful to think of a distributed 
system as a wireless network of sensors (Franceschini et al. 2009a). In general, a 
wireless network typically consists of a large number of nodes (equipped with 
sensing devices and transceivers) with a dense distribution, equipped with trans- 
ceivers. Each device can communicate with other devices within its communi- 
cation range. A wireless network is typically modelled as a graph, where each node 
represents a physical device. Two nodes are connected by an edge, if and only if 
they can directly communicate. 
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Dramatic advances in integrated circuits and RF technologies have made 
possible the use of large WSNs for many applications. In particular, the utilization 
of WSNs in metrology is attracting more and more attention. Since sensor devices 
do not need cables and may be easily deployed or moved, they can be utilized for a 
variety of industrial metrology applications. 

In order to perform metrological measurements, fixed network nodes should 
be aware of their respective locations. To achieve this, especially for Large-Scale 
sensor networks, many self-localisation methods have been studied and imple- 
mented recently. Generally, nodes automatically cooperate, estimating local 
distances from their neighbours, converging in a consistent coordinate assign- 
ment. Nodes work together in a peer-to-peer way to build a map of the sensor 
network. 

Received-Signal-Strength (RSS) and Time-of-Arrival (ToA) are two common 
approaches for estimating the distance between nodes within their mutual trans- 
mission range (Wu et al. 2008). RSS measures the power of the signal at the 
receiver and calculates the distance according to the propagation loss model. ToA 
measures the propagation time (Af) of the received signal (typically a RF signal for 
large distances or US for small distances) and determines the distance by multi- 
plying it by its own speed. In general, RSS is easier to implement, while ToA may 
achieve higher accuracy (Patwari et al. 2005). 

Angle of Arrival (AoA) is another approach for WSNs localisation. Usually, 
sensor nodes receive the signals from at least three neighbours — in particular, 
collecting the angle information — and determine their coordinates by triangulation 
according to the angle bearings of incoming signals (Nasipuri and Li 2002; Ni- 
culescu and Nath 2001). 

Generally, localisation algorithms are designed to be applied to a typical sensor 
network, consisting of a large number of nodes with a dense distribution. As a 
consequence, many of them do not fit for small networks, with few distributed 
nodes. In such cases, nodes can be manually located. 

Localisation algorithms can be classified according to four different classifi- 
cation criteria: 

1 . The first classification is based on the presence (or absence) of nodes with pre- 
configured coordinates. 

• Anchor-based algorithms The localisation system is implemented starting 
from a set of reference nodes ("landmarks", "anchor-nodes") with known 
coordinates. 

• Anchor-free algorithms These use local distance measurements among nodes 
to determine their respective coordinates. They do not assume the availability 
of nodes with pre-configured coordinates. 

2. The second classification is based on the way node localisations "propagate" in 
the network. 

• Incremental algorithms These algorithms usually start with a set of three or 
more reference nodes with known coordinates. Other nodes in the network 
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can contact the reference nodes and determine their own coordinates. When a 
node at an unknown position obtains an acceptable position estimate, it can 
serve as a new reference point. This process can be applied incrementally 
until all nodes in the network have obtained their coordinates. 

• Concurrent algorithms In this approach, many pairs of sensors communicate 
and share measurements, in order to achieve localisation for all sensors. 
Rather than solving each sensor position one at time, all sensor positions are 
simultaneously estimated ("cooperative systems"). 

3. The third classification subdivides localisation approaches into two broad 
classes, based on the "granularity" of information acquired by the sensors 
during communication. 

• Fine-grained algorithms Algorithms that use accurate information — such as 
the distance from a reference point based on RSS or ToA measurements — 
fall into the category of fine-grained localisation methods. Typically, they use 
technologies, such as IR, US, or RF signals. 

• Coarse-grained algorithms Algorithms that utilize less accurate information, 
such as proximity to a given reference point, are categorized as coarse- 
grained localisation methods. 

Coarse-grained algorithms estimate inter-node distances using rough tech- 
niques like hop-count. In a wireless network, the number of hops is the 
number of edges traversed by a signal, along the shortest path between the 
source node and the destination node. Hop-count may be used to determine a 
rough evaluation of inter-node distances (Priyantha et al. 2005). 
As expected, fine-grained algorithms are more accurate than coarse-grained. 
In the absence of measurement errors, fine-grained algorithms provide an 
exact positioning of network nodes. 

4. The fourth classification is based on computational distribution. 

• Centralized algorithms Computational load is performed by a single cen- 
tralized node or network device. All nodes broadcast information to a single 
computer to solve the localisation problem. 

• Distributed algorithms Computational load is equally distributed among 
network nodes. Each node receives localisation information from neigh- 
bouring nodes, performs computation, and transmits the obtained results back 
to them. 

According to the principles of Received-Signal-Strength (RSS), Time-of- 
Arrival (ToA), or Angle of Arrival (AoA), many specific algorithms for sensor 
network calibration and measured point coordinates evaluation may be imple- 
mented. A description of some specific algorithms for point coordinates 
assessment is reported in Chap. 2 for iGPS™, and in Chap. 3 for MScMS-I 
and MScMS-II. System calibration procedures are reported and discussed in 
Chap. 5. 
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1.5 Advantages and Weaknesses of Distributed Systems 

The appeal of distributed systems derives from many features that make them 
different from conventional centralized systems: 

• Flexibility As they consist of multiple remote sensors, distributed systems can 
easily be arranged in the working volume according to user needs, the geometry 
of the environment, and the measurement task. System flexibility can be further 
enhanced by implementing pre-processing software tools to find possible con- 
figuration layouts, in order to optimize the metrological performance and/or the 
measurement volume (Galetto and Pralio 2010). The possibility of adding or 
removing sensing units according to user needs makes these systems extremely 
flexible as to their implementation for industrial applications. 

• Redundancy In typical working conditions, distributed systems are often able to 
refer to more distributed components than strictly necessary. Depending on the 
localisation technique adopted, information redundancy enhances system accuracy 
and gives the system the possibility to implement real time verification strategies. 

• Reliability Reliability is the ability of a system to perform and maintain its 
functions in routine circumstances, as well as in hostile or unexpected cir- 
cumstances. If one or more remote devices is not working properly, distributed 
metrology systems, generally characterized by hardware redundancy, can 
actually use the "healthy" nodes to compensate for the malfunctioning of a part 
of the network. 

• Scalability The main strong point of a distributed system is the capability to 
adapt easily to large dimensions and unusual shapes. The real working volume 
of a distributed metrology system is related to the network layout. Changing 
density and/or position of the remote sensing units, the user can size and shape 
the working volume, within the network design phase as well as during the 
experimental campaign. 

• Concurrent measurement capability Distributed metrology systems generally 
allow the use of different measurement tools (multiple targets and/or portable 
probes) at the same time. Once the system infrastructure has been set up, an 
unlimited number of tools can actually operate within the work space, without 
any additional cost per user. 

• Sensor fusion The metrological system can be integrated with other spatially 
distributed sensors (in order to monitor temperature, humidity, vibrations, light 
intensity, etc.). Sensor data fusion makes it possible to perform an environ- 
mental mapping of the working volume and to monitor the operating conditions 
of the dimensional measuring devices. 

On the other hand, unlike centralized systems, the distributed nature of these 
systems requires the coordination and management of multiple stations. At the 
moment, the main disadvantages of these systems are: 

• Set-up In order to work properly, every distributed system needs to know several 
parameters of the local hardware. Some of these parameters may change because 
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of environmental factors such as vibrations, thermal change or other accidental 
reasons. In order to achieve optimum accuracy, each distributed system generally 
needs a careful set-up phase. During this phase, which can be automated to some 
extent, the system calculates information like sensor positions and orientations, 
local temperatures, humidity, pressure and so on. This information is useful 
during the measurement. Errors during the set-up phase adversely affect the 
accuracy of the measurements (Maisano and Mastrogiacomo 2010). 

• Expertise Distributed metrology systems are typically less user friendly than 
centralized systems. They generally need a more experienced and careful user, 
especially during the set-up process. Since they consist of multiple stations, 
particular attention has to be paid to coordinating the data acquisition from 
different sensing devices (e.g., sensor device synchronization). 

• Standards While these new systems are attractive to potential end-users, stan- 
dards, best practice methods and independent performance verification tech- 
niques are at present very limited (Peggs et al. 2009). 

• Accuracy The performance of distributed metrology systems is strongly related 
to several factors that can affect the accuracy of the system adversely, such as 
the number of network devices, the set-up parameters, and the relative position 
in the working volume of the points to be measured. 



1.6 Some Examples of Distributed Systems 

As introduced in the previous sections, distributed systems consist of a series of 
measuring stations that work cooperatively with the aim of determining object 
geometrical features. In general, the individual stations associated with a distrib- 
uted system cannot measure coordinates as stand-alone units. 

Among all the Large-Scale Dimensional Metrology instruments classified 
above, the distributed instruments are the most recent and for this reason they are 
the ones which show the greatest potential and are still subject of research. 
Although photogrammetry is a mature and well known distributed technique, its 
real potential is still to be discovered due to the recent advances in computer 
performance within the last decade (Mikhail et al. 2001). 

All distributed systems have a similar common architecture (see Fig. 1.7): 

• A network of multiple sensors distributed around the working volume. 

• A wireless portable probe equipped with sensors able to detect the signals 
received from the distributed sensors or a set of target sensors to be localized. 
The portable probe can be moved either manually by a human operator or 
automatically by a robot. 

• A processing unit able to process the data streaming sent by the portable probe 
or the network elements. 

Depending on the measurement capability of the measurement stations, dis- 
tributed systems can measure using multiple angles or lengths. In the following, by 
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Fig. 1.7 Classical layout of a 
distributed metrology system 
(adapted from Galetto et al. 
2011). (with permission) 




way of example, two of the more relevant distributed metrology solutions are 
briefly described: the Hiball™ and a Photogrammetric System. They represent 
two typical instances of implementation of optical technology in order to obtain 
dimensional measurement with the triangulation technique. 

Among the other distributed systems, iGPS™ will be described in detail in 
Chap. 2, while the two innovative systems MScMS-I and MScMS-II will be 
presented in Chap. 3. 



1.6.1 HiBall 



TM 



The HiBall Tracker is a new approach to wide-volume tracking and measuring, 
delivering accuracy with low latency, high update rate, and scalability to cover a 
large region. It is composed of two key integrated components; the HiBall™ 
Optical Sensor mounted on a portable probe and the HiBall™ Ceiling Beacon 
Arrays (the network components). The HiBall™ Optical Sensor is composed of 6 
lenses and photodiodes arranged so that each photodiode can 'view' IR LEDs 
(Light Emitting Diodes) of the Beacon Arrays mounted on the ceiling, through 
several of the six lenses (see Fig. 1.8), (Welch et al. 2001). 

The portable probe estimates the angles from the HiBall™ Beacon Arrays seen 
by the photodiodes. The position of the probe is found by triangulation given that 
the localisations of the Beacon Arrays are known. Although the system needs the 
localisation of the HiBall™ Beacon Arrays, no special adjustments are required 
for the ceiling structure — the system precision is unaffected by typical variations in 
ceiling height or in strip placement. The self-calibration feature of HiBall™ 
system then rapidly determines the localisation of the individual ceiling strips 
creating a "ceiling map" that can be saved and/or continuously updated while 
tracking (Welch et al. 2001). 

This system works at a frequency of about 2,000 Hz, suitable also for accurate 
tracking even with rapid movements. The localisation resolution is higher than 
0.2 mm (Welch et al. 2001) with an angular accuracy of more than 0.01°. 
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Fig. 1.8 The HiBall™ 
system. The network 
components are embedded in 
a series of ceiling mounted 
strips while the probe is 
equipped with photodiode 
sensors (adapted from 
3rtTech 2010). (with 
permission) 




Fig. 1.9 Single and multiple 
point triangulation using 
photogrammetry 
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1.6.2 Photogrammetry 



Photogrammetry, as its name implies, is a 3 -dimensional coordinate measuring 
technique that uses photographs as the fundamental medium for metrology (or 
measurement) (Cuypers et al. 2009). 

The fundamental principle used by photogrammetry is triangulation. By taking 
photographs or video images from at least two different locations, so-called "lines 
of sight" can be developed from each camera to points on the object. These lines 
of sight (sometimes called rays owing to their optical nature) are mathematically 
intersected to produce the 3-dimensional coordinates of the points of interest (see 
Fig. 1.9). 

In order to triangulate a set of points the camera position and aiming angles 
must be known for all the pictures in the set. Some commercial photogrammetry 
systems do this operation automatically together with the localisation of the targets 
on the object to be measured. 
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The accuracy of a photogrammetric measurement can vary significantly. It 
depends on several interrelated factors such as the resolution (and quality) of the 
camera, the size and the shape of the object, the number of images taken and the 
geometric layout of the cameras relative to the object and to each other. Never- 
theless, some photogrammetry systems claim accuracies of the order of some tens 
of micrometers on medium size objects (about 3 m of length) (Mikhail et al. 
2001). 



Chapter 2 

Indoor GPS (iGPS™) 



2.1 System Architecture 

Indoor GPS (iGPS™) is a modular, large-volume tracking system enabling 
factory-wide localisation of multiple objects with metrological accuracy, 
applicable in manufacturing and assembly. The system components of iGPS™ are 
a network of transmitters, a control centre and a number of wireless sensors 
(Kang and Tesar 2004). The distributed nature of the system makes handling easier 
and provides scalability for the coverage of the measuring area. For this reason, 
iGPS™ is more suitable for particular types of measurement, which cannot be 
carried out by conventional instruments, like Coordinate Measuring Machines 
(CMMs). For instance, some large-size objects can not be transferred to 
the measurement systems due to their dimensions or other logistic constraints. 
For the system operator, iGPS™ can potentially be considered as a faster and 
easier solution compared to conventional CMMs, theodolites or laser trackers. 

Transmitters (see Fig. 2.1) use laser and infrared light to determine the relative 
angles from the transmitters to the sensors. Sensors, used for measuring the 
workpiece, have photodiodes inside their modules that can sense the transmitted 
laser and infrared light signals. Based on the known location of the transmitters, 
which is normally obtained in an initial network calibration phase, the position of 
the sensors can be subsequently calculated. The signal is transferred through a 
wireless network connection providing mobility to the operator. Similar to a 
classical satellite-based GPS, a one-way signal path is created from transmitters to 
each sensor. This approach allows an unlimited number of sensors to continuously 
and independently calculate positional data. A short comparison between satellite- 
based GPS and iGPS™ is presented in Table 2.1. For a detailed description of the 
satellite-based GPS, we refer the reader to the literature (Hofmann-Wellenhof 
et al. 2001). 

Going back to the description of iGPS™, measurements are taken by touching 
the required points on the object's surface with a probe that is equipped with a pair 
of sensors. Points are defined on a Cartesian coordinate system; the coordinates are 
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Fig. 2.1 a iGPS™ transmitter (Nikon Metrology 2010). b Representation scheme of an iGPS™ 
network of transmitters and its portable probe (Maisano et al. 2008). (with permission) 



Table 2.1 Short comparison between the classical satellite-based GPS and the indoor GPS 



Satellite-based GPS 



Indoor GPS 



Network 



Over 30 satellites in orbit above the Transmitters installed around the 



infrastructure Earth's surface 

Signals sent out from Radio-frequency signals 

transmitters to 

sensor(s) 

Data used to localize Instant position of satellites and 

sensor(s) corresponding distances from 

satellites to sensor(s) 

Localisation Trilateration 

technique 



object to be measured 
Infrared laser-pulses 



Position of transmitters and 
relative angles from 
transmitters to sensor(s) 

Tri angulation 



then processed by specific algorithms in order to determine geometric features. 
These measured features are then used to extract the desired dimensional 
information such as feature positions and angles between two features (ARC 
Second 2010). 



2.2 Working Principles 



Typically, the system components of iGPS are two or more transmitters, a 
control centre and a number of wireless sensors. 

Transmitters operate as reference points (with known position) continually 
generating three signals: two infrared laser fanned beams rotating in the head of 
the transmitter and an infrared LED strobe (ARC Second 2010; Maisano et al. 
2007, 2008, 2009). Sensors are wireless elements, which can be mounted on a 
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Fig. 2.2 Azimuth {ip) and 
elevation (9) angles from a 
transmitter to a sensor 
(Maisano et al. 2008). (with 
permission) 



transmitter 
(rotating head) 




<P 
(azimuth) 



portable hand-held probe or placed on the surface of the object to be measured, 
in order to receive the transmitters' signals. 

iGPS™ is a scalable (or modular) system since the number of transmitters and 
sensors can be increased according to the measurement environment. Such char- 
acteristic, however, does not compromise the network communication or slow 
down network calibration activities and measurements (ARC Second 2010). 

The location of transmitters has to be determined before starting measure- 
ments. This phase should be fast and as automated as possible to prevent any 
conflict with the system's adaptability to different working environments. 

During measurements, for each sensor the position (x, y, z) is calculated. Each 
transmitter presents two measurement values to each sensor: the horizontal 
(azimuth, q>) and the vertical (elevation, 0) angles (see Fig. 2.2). Sensors can 
calculate their position whenever they are localised in the line of sight of two or 
more transmitters. The principle used is triangulation (Niculescu and Nath 2003). 

Sensors measure angles from the transmitters as follows. Each transmitter 
generates two rotating infrared laser beams and an infrared LED strobe. These 
optical signals are converted into timing pulses through the use of a photo detector. 
The rotation speed of the spinning head in each transmitter is deliberately set to a 
different speed in order to differentiate the transmitters. Additionally, the trans- 
mitter speed is continuously tracked and used to convert the timing intervals into 
angles. As shown in Fig. 2.3, the two fanned beams radiated from the rotating 
head of each transmitter are tilted with respect to the rotation axis (the vertical axis 
of the transmitter), nominally at </)/ ss 30° and <f> 2 ~ —30°. This angular method 
is used to calculate the elevation angle (0) by using the following data: 

• the angles (</>/ and <f> 2 ) of the fanned beams with respect to vertical, as shown in 
Fig. 2.3; 

• the difference in timing (At) between the arrival of laser 1 and laser 2 to the 
sensor; 

• the speed of rotation of the transmitter (co), which is continually tracked. 

The measurement of the azimuth angle requires a local reference direction, 
which is created by firing an omnidirectional LED strobe at a fixed direction in the 
rotation of the transmitter's head. Referring to the timing diagram at the bottom of 
Fig. 2.3, the azimuth angle is determined by: 
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Fig. 2.3 Representation 
scheme of the transmitter' s 
fanned beams. The 
transmitter generates two 
rotating infrared laser beams 
and an infrared LED strobe. 
These optical signals are 
converted by the iGPS™ 
sensors into timing pulses 
through the use of a photo 
detector. In the timing 
diagram at the bottom of 
Figure, the azimuth angle (0) 
is determined (Maisano et al. 
2008; Nikon Metrology 
2010). (with permission) 
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• knowing At; 

• making a timing measurement between the strobe and the laser pulses; 

• knowing the speed of rotation of the transmitter. 

In addition to the azimuth and elevation angles from the transmitter to the 
sensor, more information is needed to perform a sensor position calculation, which 
gives the relative position and orientation of the transmitters. 

Transmitters make a network of reference points localized through a calibration 
process. The relative position and orientation of the transmitters are determined 
using an advanced algorithm, which is known as bundle adjustment (Hedges et al. 
2003; Chen et al. 2003; Triggs et al. 2000). An additional component of network 
calibration is the "system scale", which is the absolute distance between two 
known points such as the length of a reference bar. iGPS™ provides a relatively 
rapid and semiautomated localisation procedure, requiring relatively few manual 
measurements (Akcan et al. 2006). For more information about the bundle 
adjustment and the system scaling procedures, see Chap. 5. 

Once the network calibration has been completed, the measurements can be 
performed using a portable handheld measurement probe , known as a V-bar. 
This probe, equipped with two sensors (Figs. 2.1, 2.4), is held by an operator in 
order to measure the coordinates of the points touched by the probe tip. To ensure 
that it is stable and insensitive to thermal expansion, the portable probe is mainly 
made of composite material. 
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Fig. 2.4 iGPS portable hand-held measurement probe (V-bar) (Maisano et al. 2008; Nikon 
Metrology 2010). (with permission) 

In summary, the measurement procedure is made up of three main steps: 

• Spatial localization of each sensor (A and B) is achieved using a triangulation 
technique. To uniquely determine the relative localization of a point in a 3D 
space, at least two transmitters are needed (Chen et al. 2003; Akcan et al. 2006). 
All information needed for the localization is sent to a PC. 

• As shown in Fig. 2.4, the probe tip (V) lies on the line that connects sensors 
A and B. Therefore the localization of the point touched by the probe tip can be 
calculated using the coordinates of points A = (x A , y A , za) and B = (x B , y B , zb) 
and the geometrical features of the probe (distances d A _ v and cIa-b)- 
The algorithm in use is described in Sect. 3.1. 

• Similar to CMMs and laser trackers, it is possible to reconstruct shapes and 
geometries of objects using suitable software applications. Geometries include 
cylinders, planes, circumferences, cones, spheres, and any other standard fea- 
tures. This is achieved using a set of measured points from the part surface. Such 
points are collected using the portable probe, and processed using classical 
optimization algorithms (Overmars 1997). 



2.3 Factors Affecting Measurements 

Many factors can affect the quality of a measurement. The most significant include: 

• number of transmitters; 

• sensor movement during measurement; 

• network calibration; 

• environmental factors. 



2.3.1 Number of Transmitters 

The number of transmitters is strictly related to their communication range and the 
measurement volume. Since the communication range of each transmitter is 
around 30 m, transmitter density within the measuring volume does not have to be 
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Fig. 2.5 Influence of the number of transmitters on the position error, analysed using exploratory 
tests combined with simulation. Thirty points — with a priori known positions — are measured 
(averaging 150 repeated measurements per point) while the number of transmitters for the desired 
points is deliberately changed from two to eight. Coordinates position errors are determined 
considering the difference between the a priori known coordinates' position, and the coordinates' 
position of the points, calculated by triangulation. Standard deviations (a x , tr y , a z ) related to the 
coordinates position errors are plotted against the number of transmitters 



high. To verify the potential of iGPS , some practical experiments were carried 
out. In the first one, four transmitters were used to cover a relatively large working 
area (about 300 m , considering a plant layout) (Maisano et al. 2008). 

The influence of the number of transmitters "seen" by a sensor on its position 
error was analysed, using exploratory tests combined with simulation. Thirty 
points — with a priori known positions — were measured (averaging 150 repeated 
measurements per point) while the number of transmitters for the desired points 
was deliberately changed from two to four transmitters. Coordinates position 
errors (residuals) were determined considering the difference between the a priori 
known position coordinates, and the position coordinates of the points, calculated 
by triangulation. Position errors relating to all 30 points were put together, 
showing a normally distributed pattern. 

In the simulation experiment the effect of the number of transmitters was 
studied, varying the transmitters number from two to eight. The results showed a 
very large difference in performance between two and three transmitters. Passing 
from three to four transmitters, the improvement in the accuracy is still large. For 
five or more transmitters, improvement showed to be negligible. This behaviour is 
shown in Fig. 2.5; the standard deviations (a x , a y , a z ) relating to the coordinates 
position errors are plotted based on the number of transmitters. We notice that the 
position error standard deviations with two and three transmitters are much larger 
than when there are four or more transmitters. 

According to the results presented before, the quality of measurement is sig- 
nificantly influenced by the number of transmitters. For instance, during the mea- 
surement by four transmitters, if the path between a transmitter and a desired sensor 
is accidentally blocked and the sensor can only see three of the transmitters, the 
measurement quality will drop. This can happen when the line of sight between a 
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sensor and one or more transmitters is obstructed by the operator or the workpiece. 
Consequently, the transmitters should be arranged around the measuring area in 
suitable positions to gain maximum coverage (e.g., near the ceiling, to reduce 
the risk of obstructions). Chapter 4 reports some indications on how to arrange 
transmitters depending on the measured object shape and the measuring area. 



2.3.2 Sensor Movement During Measurement 

iGPS™ can be used to perform either static or dynamic measurements. 
For example, during aircraft assembly operations, it can be useful to perform 
measurements of moving parts to be aligned and assembled. However, the system 
performs best in static measurements. This is due to the localisation method used. 
The position of each sensor can be calculated by triangulation using the two angles 
(cp and 0) from each transmitter. Transmitter sampling rate depends on the angular 
speed of its rotating head. As explained above, spinning speed is unique for each 
transmitter to be differentiated. Assuming the rotation speed around 3,000 rpm, 
each transmitter is able to communicate with sensors about 50 times per second. 
Even though the differences in the transmitter sampling rate are small, it is 
impossible to receive concurrent data from all transmitters. The inevitable 
difference in data streaming is in the range of a few hundredths of a second. 
This effect does not create any problem for static measurements but it can affect 
dynamic measurements. Figure 2.6 shows such a scenario, in which sensors are 
moving in time (?). For any sensor, the position is calculated by triangulating data 
collected in very close, but different instants (t\, ..., t 4 ) (Moore et al. 2004). 

It can be assumed, for the purpose of discussion, that data collection occurs by 
sensing information received firstly by transmitter 1, secondly by transmitter 2, 
thirdly by transmitter 3 and finally by transmitter 4. At time t u angles of the 
moving sensor with respect to transmitter 1 are read when sensor is localized in 
position pi, at time t 2 , angles of the moving sensor with respect to transmitter 2 are 
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read when sensor is in position p 2 and so on. Even if the difference consists of a 
few tenths of a second, it produces a localization error. Therefore, the faster the 
sensor moves, the larger the error becomes. Section 2.4.2 will give further 
information on dynamic measurement. 



2.3.3 Network Calibration 



With iGPS™ it is possible to arrange transmitters in different ways, depending on 
the desired measuring area and the workpiece geometry. Every time the position of 
the transmitters is changed, a network calibration should be performed. 
Obviously, this step needs to be completed before performing measurements and 
its accuracy has strong effects on the accuracy of the measurements results 
(Patwari et al. 2005). For this reason, iGPS™ software provides a semi-automated 
network calibration procedure that requires a few initial measurements, which can 
be done manually or automatically, for example by a robot. During the calibration 
procedure, the system scale is determined by placing two sensors at known dis- 
tances within the measuring area, in at least eight different positions and orien- 
tations. To that purpose, a reference bar of a priori known length can be used. 

Many reference bars with different lengths but similar uncertainties are used. 
Longer reference bars normally generate better results in the above-mentioned 
network calibration process (Zakrzewski 2003). However, the use of reference bars 
which are too long is not practical and may produce other errors (e.g., flexing or 
thermal expansion of the bar, error related to the angles uncertainty), which may 
inversely influence the accuracy in the localization of transmitters. 



2.3.4 Environmental Factors 



iGPS™, like most measuring instruments, is sensitive to several environmental 
factors, in particular temperature, light and vibration. It is well known that laser 
signals are sensitive to changes in air conditions, especially in terms of temperature, 
since this can undergo both temporal and spatial variations within large working 
volumes. Light typically has a "go, no-go" effect, that is to say if sensors are 
exposed to light, the laser beams can be "obscured" and consequently measure- 
ments cannot be performed at all. Vibrations are another source of error that can 
produce small movements in the measured workpiece or the measuring equipment. 
This effect can be large, and should be considered when analysing the results. 

To filter errors from the measurement due to external factors such as light, 
temperature or vibrations, the iGPS™ software provides several diagnostic con- 
trols. The reliability of measurements increases significantly by using auxiliary 
sensors, which are placed in fixed positions at a priori known distances. With these 
sensors, the system can correct the initial network calibration in real-time, 
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Table 2.2 Results of the iGPS™ exploratory tests, performed in the specific testing conditions 

described in Sect. 2.4.1 

Test Repeatability Reproducibility Accuracy 

Mean std (7*0.06 (7,0.06 a .0.04 (7,0.16 d T 0.16 (7 Z 0.08 (7*0.17 (7,0.17 (7,0.10 <r D7S7 0.21 

deviation 

(mm) 



by compensating the changes in the environmental conditions of the measuring 
field, and determining whether the system is conforming to the desired tolerance 
(Kang and Tesar 2004). 



2.4 Metrological Performance Characterization 
2.4.1 Static Measurements 

To evaluate the iGPS™ metrological performance in static conditions, explorative 
tests were performed in the Industrial Metrology Laboratory of the University of 
Bath. Here is a short description of the experimental setup: 

• use of 4 transmitters; 



• 



measuring area of about 60 m (6 x 10 m, considering a plant layout); 



• the network calibration was performed using the mobile probe as a reference bar. 
Globally, iGPS™ performance was estimated through three tests: 

1 . Repeatability test In this test, a point within the working volume was measured 
repeatedly about 150 times to benefit from the high sampling rate of the 
instrument. During these measurements, the probe was left in a fixed position. 
The test was repeated for 30 different points in different areas of the working 
volume. For each point coordinate, the residuals between the individual 
measurements and their average value were calculated. Then, for each 
Cartesian coordinate (x, y, z) the residuals from all 30 points were put together. 
Residuals showed a normally distributed pattern. The repeatability indicator 
was given by the standard deviations (<r x , a y , o z ) related to each Cartesian 
coordinate residual (see Table 2.2). 

2. Reproducibility test This test was similar to the previous one, the only differ- 
ence being that the probe was replaced before each single point measurement. 
Hence, each point was approached from a different direction, using different 
orientations of the probe. In general, reproducibility gives a preliminary indi- 
cation of the actual system's accuracy, whereas repeatability gives a pre- 
liminary indication of the potential system's accuracy, obtainable by 
compensating the most important causes of systematic errors. Table 2.2 shows 
the standard deviations related to each Cartesian coordinate. As expected, the 
standard deviations are higher than those of repeatability tests. 
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Fig. 2.7 National Physics 
Laboratory artefact, used for 
iGPS™ experiments (Cross 
et al. 1998; Maisano et al. 
2008). (with permission) 




3. Accuracy test This test was performed using a calibrated reference artefact with 
known dimensions (Cross et al. 1998). The reference artefact consisted of two 
bars of 1 m, assembled to create a 2-m long reference bar. The reference bar 
was made of composite materials with different isostatic supports on which the 
mobile probe can be placed during measurement (see Fig. 2.7). 

The nominal dimensions of the artefact (the nominal position of reference 
points and the nominal distances between points) were calibrated using a laser 
interferometer and a CMM, which are more accurate by at least two orders of 
magnitude than iGPS™. These distance measurements were repeated by placing 
the artefact in 30 different positions and orientations within the measuring area. 
To reproduce a common measuring strategy, each position was calculated by 
averaging 150 single point measurements. The standard deviation related to the 
distance residuals {a DIST in Table 2.2), i.e., the differences between nominal 
distances and distances measured with iGPS™, was also calculated. Moreover, 
for each point coordinate, the residuals between the measured and the nominal 
position Cartesian coordinates were calculated. The standard deviations related to 
the coordinates (er,., a y , o z ) are then calculated. The residuals are verified to be 
normally distributed. Based on these results, the iGPS™ uncertainty (referring to 
a ± 2<r interval) can be roughly estimated to be less than 1 mm. 

The results of these exploratory tests are reported in Table 2.2. Taking into 
consideration different testing conditions, these results are reasonably consistent 
with the results of some tests carried out by iGPS™ constructors (ARC Second 
2010). In general, the o z value is lower than a x and a y , for repeatability, 
reproducibility and accuracy tests. This is due to the geometric configuration of the 
network devices as transmitters are mounted on tripods, which are set more or 
less at the same height. Therefore, they can be considered to be approximately 
placed on a horizontal plane (XY) perpendicular to the vertical (Z) axis 
(Patwari et al. 2005). 
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2.4.2 Dynamic Measurements 

Indoor GPS is a distributed metrology system that offers a relatively low cost 
alternative for measuring and tracking an unlimited number of moving objects in a 
large volume. While the static coordinate measurement performance of the iGPS™ 
was analysed in a fair amount of detail (Maisano et al. 2008; Muelaner et al. 2008a, 
b; ARC Second 2010), little existing literature gives detail on its dynamic perfor- 
mance (Wang et al. 2009). For this reason, it is worthwhile offering some ideas 
about the dynamic tracking performance of this system. The experiments described 
in this section attempt to analyze the dynamic repeatability of iGPS™, comparing 
it with the performances of a laser tracker under the same experimental conditions. 
Of course, consistently with what is reported in Sect. 2.3, the iGPS™ metrological 
performance is expected to deteriorate in dynamic conditions. 

The equipment used for these exploratory experiments consisted of: 

• an iGPS™ system with four transmitters and a portable probe; 

• a FARO™ laser tracker with a single point angular accuracy (2a) of 
18 + 3 um/m, and a distance accuracy (2a) of 20 + 1.1 urn/m in ADM mode 
(Estler et al. 2002; ANSI/ASME B89.4. 19-2006 2006; FARO Europe 2004); 

• an industrial articulated robot — KUKA™ KR240-2 — with a static point 
repeatability of ±0.12 mm, and a maximum movement speed of 2 m/s. 
This robot was used to move the iGPS™ and the laser tracker probes controlling 
the trajectory and the speed of the movement. 

Measurement instruments were arranged as shown in Fig. 2.8. The laser tracker 
is placed approximately 4 m from the robot base. The iGPS™ transmitters were 
arranged in a 'C' shaped network approximately 6-7 m from the robot base. 
The robot was programmed to run through three orthogonal linear trajectories 
(X, Y and Z). The lengths of these trajectories were approximately 1 m, 1.7 m and 
0.75 m for X, Y and Z respectively. These lengths correspond to the full stroke 
values of the robot through the three axes. 

The iGPS™ portable probe and the laser tracker (cat 's eye) retroreflector were in 
turn attached to the robot arm, in the same position (a 38 mm steel nest). 
This position was defined as the Tool Centre Point (TCP) of the robot. The nominal 
trajectory of the TCP is known a priori and compared with the positional mea- 
surements by the iGPS™ and the laser tracker. Specifically, the robot arm was 
moved at six different speeds (10, 100, 300, 500, 750 and 1,000 mm/s) along the 
three axes (X, T and Z). Data related to the Z trajectory were not available for 750 and 
1,000 mm/s speeds, due to robot speed limitations for movements in that direction. 

Position error of the robot in dynamic conditions is a one to two order of 
magnitude smaller than the expected error of measurement of iGPS™ and the 
laser tracker, thus it can be neglected (Kuka Roboter 2002). 

Measurement errors can be quantified by the mean distance between the points 
measured by the two instruments (iGPS™ or laser tracker) and the corresponding 
(robot) nominal positions (see Fig. 2.9). 
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2 Indoor GPS (iGPS' M ) 




Fig. 2.8 Schematic illustration of the experiment layout and picture of the robot carrying the 
iGPS portable probe (Wang et al. 2009). (with permission) 



(a) 



Speed effect on iGPS 



- Trajectory 1 

- Trajectory 2 

- Trajectory 3 




400 600 

Speed [mm/s] 



(b) 



Speed effect on Laser Tracker 



- Trajectory 1 

- Trajectory 2 

- Trajectory 3 




400 600 

Speed [mm/s] 



Fig. 2.9 Mean distance between the points measured by the two instruments ■ 
b laser tracker — and the corresponding (robot) nominal positions. Results obtained using six 
different speeds (10, 100, 300, 500, 750 and 1,000 mm/s) and three trajectories. Data related to 
trajectory 3 are not available for speeds of 750 and 1,000 mm/s, due to robot speed limitations for 
vertical movement. The grey area highlights the typical speed values for assembly processes 
(smaller than 100 mm/s) 
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It can be observed that, as speed increases, the repeatability of iGPS T and 
laser tracker tends to decrease. At low speed (say smaller than 100 mm/s) the 
difference between the two instruments in terms of position error is not very 
significant. On the other hand, when the speed of the robot arm is 1,000 mm/s, 
position error of iGPS™ is about four times as much as that of the laser tracker. 

However, this research indicates that the dynamic context in which these 
instruments are used is to track moving objects during assembly processes, with 
speeds typically lower than 100 mm/s (Rooks 2001; Alici and Shirinzadeh 2003; 
Eastwood et al. 2003; Webb and Eastwood 2004; Kayani and Jamshidi 2007). 
Therefore, in this case, both instruments' performance is similar. One advantage of 
iGPS™ compared with laser tracker is its ability to track more than one point 
(usually three or more points for each of the parts to be assembled) by using just 
one iGPS™ network. 



Chapter 3 

The Mobile Spatial Coordinate Measuring 

System 



3.1 System Architecture 

The Mobile Spatial coordinate Measuring System (MScMS) is a portable 
distributed system, designed to perform indoor dimensional measurements of 
large-sized objects (Franceschini et al. 2009d). The MScMS architecture consists 
of three basic elements (see the schematic representation in Fig. 3.1): 

• a network (or "constellation") of sensing devices, distributed within the 
working volume; 

• a portable probe to "touch" the points of interest on the surface of the measured 
object, so as to obtain their spatial coordinates; 

• a data processing unit, running ad hoc application software, to acquire, store and 
elaborate measurement data. 

Within the MScMS framework, two systems, based on acoustic and optical 
technology respectively, have been developed at the Industrial Metrology and 
Quality Laboratory of Politecnico di Torino — DISPEA. The first is MScMS-I, 
which is based on UltraSonic (US) devices evaluating relative distances by the 
Time-of-Flight of US signals. The second is MScMS-11, which implements a 
network of InfraRed (IR) cameras, tracking light emitting or light reflecting 
markers. 

The different technology of the two systems influences (1) the procedure for 
calibrating the network and (2) the techniques for locating the portable probe 
during measurements. 

A detailed description of the two systems, as to working principles, localization 
techniques, prototype development and metrological performance, is provided in 
Sects. 3.2 and 3.3. 
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Fig. 3.1 MScMS architecture. The spatial coordinates of network devices C, (( = 1,...,6), 
positioning targets (A and B) and probe tip (V) are given in a room-aligned world coordinate 
reference frame with axes X, Y, and Z. Dashed and dotted lines represent line-of-sight of network 
devices (adapted from Franceschini et al. 2009d). (with permission) 



3.1.1 Sensor Network 



The network of distributed sensors is aimed at providing reference points for 
locating the portable probe, which is equipped with a set of positioning targets. 
Each sensing device, being able to establish a communication link with at least one 
positioning target within its "field-of-sensing", contributes to the localization of 
the probe. The basic operations for the network setup are: 

1. configuration design: this entails network sizing, i.e., determining the number 
of network devices, and layout definition, i.e., rough positioning and orientation 
of network devices; 

2. sensor deployment: this consists in placing the devices within the working 
volume according to the layout design; 

3. network calibration: this provides actual sensor position and orientation 
according to self-calibration techniques (see Chap. 5 for a detailed description 
of calibration techniques). 

It is noteworthy that the network design has to take into account technology- 
related issues (e.g., field-of-sensing, communication links), localization tech- 
niques, physical and environmental constraints. The aim of this phase is to 
determine a network layout that guarantees the coverage of a measurement region/ 
set, i.e., able to localise each point within this region/set. A detailed analysis of 
sensor positioning issues is presented in Chap. 4. 
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According to its network architecture, the MScMS can fit working volumes of 
different size and shape, by varying the number of network devices. In this sense, 
the MScMS is scalable and modular. 



3.1.2 Portable Probe 

The portable probe is equipped with two positioning targets (A and B). These targets 
are aligned with the tip (V), which is brought into contact with the points of the 
measured object surface. The position of the probe's targets can be obtained using 
either distance or angle information from the network devices, as detailed in Sects. 
3.2.2 and 3.3.3. Next, the position of V can be calculated. Since V lies on the same 
line of targets A and B (see Figs. 3.1, 3.2), this line can be univocally determined 
when the coordinates of points A = (x A , y A , z A ) and B = (x B , y B , z B ), and dis- 
tances d(A — B) and d(A — V) are known. The parametric equation of this line is: 

x — x A + (xb - x A ) ■ t 

y = yA + Cvb - ja) • t (3.1) 

z = z A + (zb - za) • t 

The distance d(A — V) can be expressed as: 

d{A - V) - ^/(x A - x v ) 2 +(3'a - yv) 2 +(z A - zv) 2 (3.2) 

Coordinates of point V = (x v , y v , Zv) are univocally determined by solving a 
system of four equations in four unknown variables (x v , yv, Z\, and ty): 

x v = x A + (x B - x A ) • ty 

yv = yA + (y B - v A ) • ty 
zv = za + (zb - za) • tv 

^ d(A - V) = y (x A - x v ) 2 +(y A - v v ) 2 +(za - zvf 
Replacing terms x v , yv, Zv m the fourth equation: 



(3.3) 



d(A - V) - y/[(xB - x A ) • t Y } 2 +[(y B - y A ) ■ f v ] 2 +[(z B - z A ) ■ fv] 2 (3.4) 



Then: 

fy = d{A - V) = djA-V) 

{x A -x B ) 2 +(y A -y B f+(z A - Zb) 2 ^ ' 

The denominator of Eq. 3.5 is the distance d(A — B) between the two targets 
installed on the portable probe. 
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Fig. 3.2 Schematic representation of the portable probe a Orthogonal view b Perspective view 
(adapted from Franceschini et al. 2009d). (with permission) 

In conclusion, the coordinates of the point V can be calculated as: 

d(A - V) 



x v =x A + (xb -x a ) 

v v = v A + {yn - ;y A ) 

Zv = za + (zb — Za) 



d(A - B) 

d(A - V) 
d(A - B) 
d(A - V) 
d(A-B) 



(3.6) 



Equation 3.6 univocally locates the point V using spatial coordinates of targets 
A and B. Distances d(A — B) and d(A — V) are known a priori as they depend on 
the probe geometry. 

The previous model is based on the assumption that A, B and V are punctiform 
geometric elements and the position of A and B is known. In practice, the model is 
inevitably approximated because elements A, B and V have non punctiform 
dimensions. To minimize position uncertainty for point P, the following condition 
should be approached: d(B - V) < d(A - V) (Zakrzewski 2003). 



3.1.3 Data Processing Unit 

The data processing unit (DPU) is in charge of communicating with the sensing 
devices, gathering the measured data, and processing the data to provide dimen- 
sional measurement results. Depending on the network layout and the measuring 
hardware, different levels of interaction between sensors and processing unit could 
be established by using different network structures (see Fig. 3.3). Considering a 
flat structure (Fig. 3.3a), each sensing device (S) is linked to the DPU and 
transmits the measured data. On the other hand, to follow a hierarchical approach 
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Fig. 3.3 Network layout: a flat structure; b hierarchical structure. DPU denotes a data processing 
unit, CH indicates a clusterhead, and S denotes a sensing device 



(Fig. 3.3b), a more complex structure with clusters of nodes, in charge of a 
clusterhead (CH), could be designed. The clusterhead is responsible for gathering 
data from a subset of nodes and for routing them to a centralized unit, probably 
after some data processing (Cassandras and Li 2005). 

The DPU, therefore, consists of one or more processing platform(s), connected 
to the network devices and/or to the portable probe through wireless communi- 
cation links. Whenever multi-platform-based solutions need to be implemented, 
data exchange is managed through standard communication protocols (e.g., TCP/ 
IP, UDP). 

The software architecture is modular (see Fig. 3.4). Each module is associated 
with a specific activity (system startup, dimensional measurements, measurement 
results visualization). 

Modules are linked together by different operational paths. Each path represents 
a sequence of screenshots. The great advantage of a modular structure is that it can 
be progressively extended on the basis of the system evolution. 

The selection between MScMS-I and MScMS-II is made in the introductory 
page. The following modular structure is common to the two systems. The system 
startup consists in opening the communication port between the DPU and the 
sensor nodes in charge of transmitting measurement data. An error notification is 
provided in case of connection failure. The MScMS operation task management 
includes the following functions (see Fig. 3.4): 

• Probe qualification this consists in identifying the portable probe according to 
the number of positioning targets and geometry; 

• Network calibration this launches the calibration software application and 
returns the network localization data (sensor positions, orientations and other 
internal parameters); 
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Fig. 3.4 Schematic representation of the MScMS software architecture. Bold lines indicate the 
basic path for running a measurement session with a previously calibrated network and a qualified 
probe. Dotted lines identify paths entailing the graphical user interface exiting. Grey boxes 
represent system presetting operations, generally carried out before the measurement session. 
Dashed lines indicate possible additional paths related to further system capabilities 
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• System diagnostics this consists in checking the validity of available network 
localization data by measuring a reference calibrated artefact (calibration 
setup) and/or in checking the network communications links (network 
connection); 

• Network visualization this launches an application for visualizing the network 
layout and the actual working volume, according to sensor positioning and field- 
of-sensing; 

• Measurement this represents the main interface, used to perform dimensional 
measurements. It links to functions similar to those typically implemented by 
CMM software packages. MScMS, likewise CMMs, makes it possible to 
determine the shape/geometry of objects (circumferences, cylinders, plans, 
cones, spheres etc.), on the basis of a set of measured surface points gathered 
from the portable-probe, using classical optimization algorithms (Overmars 
1997). 



3.2 The MScMS-I: A System Based on Ultrasound Technology 

The MScMS-I portable probe is equipped with two wireless devices, identical to 
those making up the network. These devices, known as Crickets , were developed 
by Massachusetts Institute of Technology and manufactured by Crossbow Tech- 
nology (2010). Cricket devices are equipped with RadioFrequency (RF) and 
UltraSonic transceivers. Working frequencies are 433 MHz (on RF) and 40 kHz 
(on US). Each device uses an Atmega 128L microcontroller operating at 7.4 MHz, 
with 8 kB of RAM, 128 kB of FLASH ROM (program memory), and 4 kB of 
EEPROM (as mostly read-only memory). Power is provided by two "AA" 
batteries of 1.5 V (Balakrishnan et al. 2003). 

Cricket devices are characterized by small dimensions (see Fig. 3.5), easy to 
move, and cheap (a mass-produced unit cost of €10-€20). These characteristics 
make them optimal for ad hoc wireless sensor network applications (Priyantha 
et al. 2000). 

While the communication of RF sensors is almost omnidirectional and may be 
up to 25 m, the communication range of US sensors is limited by a "field-of- 
sensing" schematically represented by a cone with opening angle of about 80° and 
range of no more than 6 m (see Fig. 3.6). 

Signal strength outside the cone drops to 1% of the maximum value (Priyantha 
et al. 2000). Therefore, it is important to provide full coverage to the area served 
by network devices by positioning the US transmitters within the measurement 
volume. In general, the most practical solution is to mount them on the ceiling or at 
the top of the measuring volume, as shown in Fig. 3.6. To increase the working 
volume coverage it is necessary to increase the number of network devices. 
This problem is discussed in depth in Chap. 4. An exhaustive description of the 
Cricket US transceivers is presented in the first part of Chap. 7. 
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Fig. 3.5 A Cricket device manufactured by Crossbow Technology (Crossbow Technology 
2010). (with permission) 



Fig. 3.6 Representation of 
the "field-of-sensing" 
associated with US network 
devices (adapted from 
Franceschini et al. 2009d). 
(with permission) 
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The system makes it possible to calculate the position — in terms of spatial 
coordinates — of the object points that are "touched" by the probe. US transceivers 
are used to evaluate mutual distances among different Cricket devices, while RF 
transceivers are used to send and receive this distance information to and from 
neighbouring devices. More precisely, when a trigger mounted on the portable 
probe is pulled, data is sent to the DPU via Bluetooth. Then it is used to calculate 
the current coordinates of the probe tip and, in turn, for different types of 
processing (reconstruction of curves, or surfaces of the measured objects). 

Network devices (Crickets) operate as reference points, or beacons, for the 
portable probe. The spatial localisation of the network devices follows a 
semi-automatic procedure, which will be the object of Chap. 5. 
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Fig. 3.7 Communication scheme implemented by Cricket devices (Priyantha et al. 2000). (with 
permission) 

3.2.1 Working Principles 



The technique, implemented by each pair of Crickets to estimate mutual distance, 
is known as Time Difference of Arrival (TDoA). It is based on the comparison 
between the propagation time of two signals with different speeds (RF and US in 
this case) (Savvides et al. 2001). TDoA technique is described as follows: 

• at random time intervals, included between 150 and 350 ms, each device 
transmits an RF query-packet to other devices within its communication range, 
checking if neighbouring Crickets are ready to receive an US signal (Fig. 3.7a) 
(Priyantha et al. 2000); 

• ready devices reply sending an RF acknowledgement authorizing the next signal 
transmissions (Fig. 3.7b); 

• the querying Cricket is now authorized to concurrently send an RF and a US 
signal (Fig. 3.7c); 

• the receiving devices measure the time lapse between the reception of the RF 
and the US signals (see Fig. 3.8). 

The distance between the two devices is calculated by the following formula: 

d = J ^ 1 (3.7) 
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Fig. 3.8 Time evolution of RF and US signals: a qualitative scheme (Franceschini et al. 2009d). 
(with permission) 



where c is the speed of electromagnetic radiations, s the speed of sound, and At is 
TDoA (Gustafsson and Gunnarsson 2003). Due to the large difference between 
c (about 300,000 km/s) and s (about 340 m/s in air, with temperature T = 20°C 
and relative humidity RH = 50%): 



At 



(3.8) 



Firmware is essential to organize RF and US communication among Cricket 
devices. It is written in NesC language, and works under the operating system 
TinyOS (2010). NesC is derived from C and is currently utilized to program 
MICA Mote devices (produced by Crossbow Technology), from which Crickets 
are derived. NesC is an object-oriented and event-based programming language 
(Gay et al. 2003). Programs are organized in independent modules, interrelated by 
means of reciprocal queries and replies (MIT C.S.A.I.L. 2004; Moore et al. 2004). 

Figure 3.9 shows a schematic flow-chart of the Cricket firmware. 

Each Cricket device performs two types of operations: 

• Time-of-Flight measurement of the US signals transmitted or received from 
other devices. At random time intervals, included between 150 and 350 ms, 
each device tries to synchronize itself with neighbours, in order to exchange US 
signals. Synchronization information is transmitted through RF packets; 

• when a Cricket receives a new distance, from a neighbour or directly measured, 
it stores and sends it to its neighbours by an RF packet containing a new list of 
inter-node distances. 

Firmware coordinates communications among Cricket devices, making them 
able to cooperate and share information about inter-node distances. When the user 
pulls the portable probe trigger, all information is sent (via Bluetooth) to the DPU 
for processing. 

Cricket devices build a wireless network of cooperating sensor nodes. 
To preserve network scalability, that is to make sure that the amount of infor- 
mation stored by each node is independent of the network size (in terms of number 
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Fig. 3.9 A schematic flow-chart of the Cricket real-time firmware (adapted from Franceschini 
et al. 2009d). (with permission) 



of nodes), each node stores the distances from the direct neighbours, i.e., those 
contained in its communication range (see Fig. 3.10). 



3.2.2 Localisation Algorithms 



The two-step localisation procedure is implemented to localise Crickets mounted 
on the portable probe and, subsequently, to locate the probe tip 

Step 1: Localisation of Crickets Mounted on the Portable Probe 

Spatial localisation of the Crickets mounted on the probe is performed by 
trilateration. Trilateration uses the known locations of reference devices. At least 
three reference points are generally needed to determine the relative location of a 
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Fig. 3.10 Distance information handled by a single device (Cg). The generic term da,cj 
represents the measured distance between device C, and device C ; (with i = 1,...,8;_/ = 1,...,8; 
i t^ f). The grey region highlights the communication range of the device C 8 (adapted from 
Franceschini et al. 2009d). (with permission) 

point in a 3D space (Chen et al. 2003; Sandwith and Predmore 2001; Akcan 
et al. 2006). 

In general, a trilateration problem can be formulated as follows. Given a set of 
n nodes (network devices) with known coordinates (x h y h z„ being i — \,...,ri) and 
a set of measured distances d,, a system of equations can be solved to calculate the 
unknown position of a generic point P = (x P , y P , zp) (see Fig. 3.11). 



{x\ - xp) 2 + (v! - y P ) 2 + (Zi - zp) 2 
(x2 - xp) + (y 2 - y P ) + (z 2 - zp) 



(x„ - xp) + (y„ - y P ) + (z„ - zp) d„ 



T d\ 

d\ 



(3.9) 



If the trilateration problem is over defined (i.e., at least 4 reference points are 
within the communication range of device P), it can be solved using a least- 
squares method (Savvides et al. 2001; Martin et al. 2002). Each unknown node 
(generically denoted with P) estimates its position by performing the iterative 
minimization of an Error Function (EF), defined as follows: 



EF 



Eft 



(3.10) 



3.2 The MScMS-I: A System Based on Ultrasound Technology 



49 



C„ 
(*8, Ye, Zs) 




di de distances used for the localisation of device P 



Ci Ce devices within communication range of device P 



Fig. 3.11 Localisation of a generic Cricket device P = (x P , y P , z P ) by a network of devices 
C, = (x h y h zd (i = 1,...,6). Dashed lines indicate the line-of-sight between device P and each 
network device within its communication range (grey region). The measured distance between 
the device P to locate and the generic network device C,- is indicated by dj (j = 1,..,,6). The 
spatial point coordinates are given in a world coordinate reference frame with axes X, Y and Z 
(adapted from Franceschini et al. 2009d). (with permission) 

where dj is the measured distance between the /th node and the unknown device P, 
Gj is the calculated Euclidean distance between the estimated position of 
P = (xp, Vp, z P ) and the known position of the /th device C, = (x h y h zd, and n is 
the number of network devices C, (i — 1,.. .,«) within the communication range of 
the node P. 

Step 2: Localisation of Points Touched by the Probe Tip 

As anticipated in Sect. 3.1, the position of the point (V) touched by the probe tip is 
calculated by means of Eq. 3.6, using the coordinates of Crickets A and B and the 
a priori known distances d(A — B) and d(A — V) (see Fig. 3.12). 

It should be noted that, according to network architectures shown in Fig. 3.3, 
the distributed network devices are sensing nodes whereas the probe device A acts 
as a clusterhead. As a matter of fact, it is in charge of gathering the distance 
information from the network and routing them to the DPU. 

3.2.3 Data Processing and Elaboration 



MScMS-I data processing includes several activities: 

• communication and data sharing among Cricket devices; 

• data processing to determine the location of the Crickets mounted on the 
portable probe; 

• data processing to determine the location of points touched by the probe tip; 
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Fig. 3.12 Diagram of the procedure for localising the point touched by the probe tip. The dashed 
and dotted lines represent communication links between the US sensing devices of the network 
(Ci,...,C 5 ) and the reference devices A and B, respectively. The solid line represents the 
Bluetooth connection that is established between the reference device A equipping the probe and 
the data processing unit. Through this wireless link the device A sends to the processing unit the 
measured distances of reference devices with respect to the network devices. Firstly the Crickets 
A and B, equipping the portable probe, are localised with respect to a world coordinate reference 
system with axes X, Y and Z (Step 1). The spatial coordinates of the probe tip V are then 
calculated (Step 2) (adapted from Franceschini et al. 2009d). (with permission) 

• data processing to determine the shape/geometry of measured objects, on the 
basis of a set of points gathered from the portable probe; 

• data processing related to the semi-automatic location of network devices (see 
Chap. 5). 

The first operation is distributed, that is to say performed by Cricket devices. 
The four remaining operations are implemented by the centralised ad hoc software 
running on a PC, on the basis of the information received by the network's and 
probe's Crickets. 



3.2.4 MScMS-I Prototype Description 



Hereafter follows a brief description of the first prototype of MScMS-I. 



3.2.4.1 Cricket Network 



Some Cricket devices have been freely distributed around a relative large 
measuring area (volume of several tens of cubic meters). To make their positioning 
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Fig. 3.13 Practical application of MScMS-I (Franceschini et al. 2009d). (with permission) 
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Fig. 3.14 Portable probe prototype of the MScMS-1 (Franceschini et al. 2009d). (with permission) 



easy, different supports are used, such as booms, articulated arms and tripods (see 
Fig. 3.13). 



3.2.4.2 Portable Probe 



This is a rigid structure which contains the following elements: 

• two Cricket devices (A and B); 

• a tip to "touch" the points of measured objects. Tip (V) and Cricket devices are 
aligned and spaced as indicated: d(A — B) — 450 mm and d(A — V) — 540 mm 
(see Fig. 3.14); 

• a Bluetooth transceiver connected with one of the two Cricket devices, by a 
RS232 serial port; 

• A trigger, mounted on device A, to send measurement information to a PC for 
centralised data processing. 
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3.2.4.3 Application Software 

An ad hoc application software runs on a 2.5 GHz computer platform. To receive 
data sent by the probe, the PC is equipped with a Bluetooth transceiver. 
The purpose of this software is to drive the user through measurements and to 
make results display efficient. In more detail, the software is organized into three 
application modules to assist the user in the following operations: 

• Initialization This is a guided procedure to switch on wireless devices (Crickets 
and Bluetooth adapter) and open the PC connection for data reception from the 
portable probe. 

• Semi-automatic localization of the network This procedure will be described in 
Chap. 5. 

• Measurements These include different kinds of measurement: single point 
measurements, distance measurements, curves and surfaces evaluation. 

When the probe trigger is pulled, the application software calculates the 
Cartesian coordinates of the point touched by the probe tip. If measurements are 
taken correctly — that is to say if some of the real-time diagnostic checks described 
in Chap. 6 are passed — an acoustic signal is emitted. Measurement results are 
displayed using both numeric and graphical representations. 



3.2.5 Metrological Performance Characterization 

The preliminary prototype of MScMS-I was setup and tested, with the purpose of 
verifying system feasibility and evaluating its performance. The prototype actual 
performance was estimated carrying out two practical tests: 

Repeatability test According to the definition of repeatability given by the Inter- 
national Vocabulary of Metrology (JCGM 200:2008 2008) and reported in Chap. 1, a 
single point within the working volume was measured and the measurement was 
repeated about 50 times, leaving the portable probe in a fixed position (see Fig. 3.15a). 
The test was repeated measuring at least 20 different points in different areas of the 
working volume. For each point, the standard deviations (er x , o y , er-) related to the 
corresponding Cartesian coordinates (x, y, z) were calculated. 

Reproducibility test This test was carried out according to the definition of 
reproducibility given by the International Vocabulary of Metrology (JCGM 
200:2008 2008) and reported in Chap. 1. The test procedure was similar to the 
previous one; the only difference is that the orientation of the portable probe was 
changed before each measurement, with the aim of approaching each (single) point 
from a different direction (see Fig. 3. 15b). Precisely 20 points in different areas of the 
working volume were measured, changing the orientation about 50 times per point. 

The reproducibility range is an index of instrument actual accuracy, whereas 
the repeatability variation range is an index of target instrument accuracy and aims 
to compensate for the most important causes of systematic errors. 



3.2 The MScMS-I: A System Based on Ultrasound Technology 

(a) (b) 
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Fig. 3.15 Diagram of the practical tests carried out to evaluate MScMS-I performance. 
a Repeatability test: the position of the portable probe is fixed during measurements. 
b Reproducibility test: the direction of the portable probe is changed before every measurement 
(Franceschini et al. 2009d). (with permission) 



Table 3.1 Results of the exploratory tests carried out on a prototype of the MScMS-I 




Test Repeatability Reproducibility 


Mean standard deviation a x a y a z a x a y 
(mm) 4.8 5.1 3.5 7.3 7.8 


4.1 



The statistical results of these exploratory tests are reported in Table 3.1. It is of 
interest that the a z value was basically lower than a x and er y , both in repeatability 
and reproducibility tests. This behaviour is due to the geometric configuration of 
the network of Crickets in the prototype implementation. Since network devices 
were mounted on the ceiling or at the top of the measuring area, they could be 
considered as approximately placed on a plane (XY) perpendicular to the vertical 
(Z) axis (see Figs. 3.6, 3.13). It was verified experimentally that the distribution of 
the point coordinates is approximately normal, both for repeatability and repro- 
ducibility data. 

Within the context of a performance comparison with other, industrially 
available, metrological solutions, these results should be evaluated taking into 
account that they refer to a prototype implementation of the system. It is worthy to 
observed that system performance are, in fact, strongly affected by the sensing 
hardware, the layout geometry and the network sizing. The most critical aspects of 
the whole measuring system are a result of US sensors. In particular: 

• dimensions of US transceivers; 

• different types of noise affecting US signals; 

• speed of sound dependence on environmental conditions; 

• working volume discontinuities; 

• use of amplitude threshold detection at receivers. 

These aspects will be discussed individually in Chap. 7. 
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Fig. 3.16 MScMS-II architecture. The dashed and dotted lines represent visual links between 
the optical sensing devices (Ci,...,C 4 ) and the reference targets (indicated as A and B) equipping 
the portable probe. The solid lines represent the Bluetooth connection that is established between 
each node and the data processing unit. Through this wireless link each camera sends the 2D 
coordinates of visible markers (uy, Vy) (( = 1,...,4 andy = A, B) to the processing unit. Markers 
A and B, equipping the portable probe, are localised with respect to a world coordinate reference 
system with axes X, Y and Z. The spatial coordinates of the probe tip V are then calculated 
(adapted from Galetto et al. 2011). (with permission) 



3.3 The MScMS-II: An IR-based Distributed 
Metrological System 

The MScMS-II is an indoor coordinate measuring system which exploits 
distributed IR optical technology. As MScMS-I the system consists of three basic 
units (Fig. 3.16): a network of wireless IR cameras (suitably distributed within the 
measurement volume to estimate 3D coordinates of reference positioning targets), 
a portable wireless and armless probe (equipped with two targets, to "touch" the 
measurement points), a data processing system (using Bluetooth connection to 
acquire and elaborate data sent by each network node). 



3.3.1 Working Principles 



The distributed network consists of wireless optical sensor devices, each one able 
to establish a visual link with the optical markers that are visible in its "field-of- 
sensing" . Several types of optical sensors are available for performing both active 
and passive tracking. This camera-based system, working in the IR spectrum, can 
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Fig. 3.17 Basic units of 
active and passive markers 
equipping the portable probe 
in the camera-based system: 
a a retro-reflective passive 
sphere; b an IR LED 




be used to track light emitting sources (active tracking) as well as retro-reflective 
markers (passive tracking) (Fig. 3.17). 

The active tracking is based on a mobile light source, consisting of a set of IR 
Light Emitting Diodes (LEDs), which have their own energy supply system and 
are encapsulated within a sphere made of light scattering material. On the contrary, 
passive tracking entails a remote fixed light source (e.g., a LED array), coupled 
with the camera device (see Fig. 3.25), to properly floodlight the working volume 
and hence the mobile spherical reflective markers. 

A generic camera device is characterized by its focal length If and the angular 
Field Of View (FOV). The angular FOV is generally denoted as (2oc H x 2oc v ), 
where a H and oc v represent the half-angles of view in the horizontal and vertical 
plane respectively (see Fig. 3.18). On the other hand, the linear FOV is defined as 
that part of the scene that is visible through the camera at fixed position and 
orientation in the 3D space. Whereas the linear FOV, which is measured in linear 
dimensions (e.g., pixel units, millimetres), increases with distance, the angular 
FOV is constant and it is usually used as a specification parameter. 

The camera position is identified by the spatial coordinates of the camera 
projection centre C = (x c , yc, Zc) m a world coordinate reference frame 
Fwcs(XwcsYwcsZwcs)- Each spherical light source/marker M, whose centre is 
located at coordinates (x M , y M , z M ) in F wcs , appears as a bright spot in the image 
captured at a generic time instant by a given camera device. This corresponds to a 
2D point P = (u P , v P ) in the camera projection plane n, located at distance /^ from 
the camera projection centre along the optical axis. The 2D pixel coordinates are 
given in an image coordinate reference frame F ICS (UV), having origin in the 
principal point PP and axis lines U and V. 

According to the available technology, a network of sensing devices provided 
with onboard computational capabilities has been implemented. Hence, each 
device can analyse the image and calculate the position coordinates of the bright 
spot(s) in its projection plane (NaturalPoint 2010; Vicon 2010). This information is 
then sent to the DPU, which uses it to reconstruct the three-dimensional position of 
any light source/marker by applying triangulation algorithms. Depending on the 
probe geometry and the marker disposition, known a priori, the 3D coordinates of 
the point(s) touched by the probe tip can be calculated (see Sect. 3.3.3). 
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Fig. 3.18 Geometry and working principles of a camera device. The half-angles of view a. H and 
dy identify the angular FOV in the horizontal and vertical planes respectively. The linear FOV in 
the horizontal and vertical direction is indicated with FOV H and FOV v , respectively. The light 
grey region represents the camera viewing volume or "field-of-sensing", i.e., the physical 
volume within which a retro-reflective marker is visible and traceable by the camera device. This 
volume, whose dimensions depend on the sensing hardware and the size of markers, is defined 
according to a minimum distance d m \ n , related to tracking capabilities, and a maximum distance 
rf m „, related to visibility capabilities. It should be noted that the 3D marker position M and the 
camera projection centre C are defined according to a room-aligned world coordinate reference 
system F wcs (X W csYwcsZwcs)> whereas the 2D marker projection P refers to a local image 
coordinate system F ICS , which originates in PP and has axis lines U and V. The origin PP is the 
principal point, i.e., the intersection between the optical axis and the projection plane n 



3.3.2 Data Processing and Elaboration 



Data processing hardware is done by a 2.5 GHz computer platform, connected to a 
set of IR cameras via a radio link. Providing that each camera determines the 2D 
coordinates of the IR spot(s) in its view plane, the embedded real-time tracking 
capabilities save computational effort for performing the image analysis and spot 
coordinates identification by the computer platform. Depending on the hardware- 
software configuration, a maximum number of IR sensors can be managed by a 
single PC unit. A modular approach, based on multiple processing units sharing 
the information of different camera sets, was implemented to enlarge the working 
volumes. 

As mentioned in the discussion on software architecture in Sect. 3.1, 
the processing unit manages layout evaluation, system calibration, 3D point 
localization and data processing procedures. According to a given network con- 
figuration, the calibration block implements a camera self-calibration algorithm 
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(Svoboda et al. 2005). Taking as input from the camera tracking engine the 2D 
position estimates of a single reflective marker (calibration marker), randomly 
moved in k unknown positions within the working volume, it provides camera 
positions and orientations as well as camera internal parameters (such as focal 
length, coordinates of image centre, and parameters for the lens distortion model). 
Locating a calibrated artefact (calibration square) positioned at unknown coordi- 
nates as long as they are within the working volume, the calibration tool performs 
camera alignment and scaling to a user-defined coordinate reference system 
(see Fig. 3.19). This information is then used by the localization algorithm to per- 
form 3D reconstruction of measurement points, according to digital photogram- 
metry principles. The data processing software tool, which has been designed as to 
accomplish system flexibility, provides capabilities to perform single point coor- 
dinate measurements, distance measurements as well as geometry reconstruction. 



3.3.3 Localisation Algorithms 

The 3D coordinates of the generic marker M ; can be related, through the collin- 
earity equation, to the 2D coordinates of the corresponding image point P, , onto 
the r'th camera projection plane as functions of camera technical parameters, 
position and orientation. The collinearity equations represent the geometric con- 
dition under which the 3D point M,, its projection P, 7 onto the camera image plane, 
and the camera projection centre Q lie on the same straight line (see Fig. 3.20). 
These equations can be written in the following form (Mikhail et al. 2001; 
Luhmann et al. 2006): 




ri,i,i(xMj - x c ) + n,2,i(yMj - yd) + n,3,i(zuj - zc,) 

i~3,\,i(xMj - x Cl ) + r 3 ,2,i(yM J - yc t ) + ^/(zm, - Zc,) 

r2,i,i(xuj - x Ct ) + r 2 ,2,i(yMj - yd) + ^2,3,; (zm,- - zc,) 
r3,i,i(xMj - x c ,) + r3,2,/(vM, - yq) + r 3]3ii - (z Mj - z c ,) 



duij 



dvtj j 

(3.11) 



where (see Fig. 3.20): 



• (x M j, y M j, zmj) are the 3D coordinates of the marker 1VL in the world coordinate 
reference frame Fwcs with axes X wcs , Y WC s, and Z wcs ; 

• ( x a, ych Zc;) are the 3D coordinates of the projection centre of camera C, in the 
world coordinate reference frame F W cs; 

• (w „ Vrjj) are the coordinates of the image centre, i.e., the projection of point C, 
on the camera image plane, in the image coordinate reference frame F ICS with 
axes U and V; 

• c ui and c vi are camera-related coefficients, needed to convert the focal length If,, 
from metric units to pixels, in the horizontal and vertical direction, respectively. 
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Fig. 3.19 MScMS-II network calibration procedure, a Calibration data acquisition: the 
calibration marker M is randomly moved k times within the working volume, b Reference 
system alignment and scaling: a calibrated artefact consisting of 3 markers (Mi, M 2t and M 3 ) is 
used as reference target. («y, Vy) are the 2D coordinates of the projection of the _/th marker 
(j = 1,...,3) on the fth camera (;' = 1,...,4). c Calibration output: camera positions C, (indicated 
by squares) and orientations (indicated by bold dashed lines) are provided 
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Fig. 3.20 Setup of a generic, camera-based, localization problem in the 3D space. The camera 
projection centre C,- = (x c „ y c „ zed and the 3D marker M^ = (x M j, y Mj , zmj) are defined with 
respect to a world coordinate reference system, having axis lines X wcs , Y wcs , and Z wcs . The 
plus (+) and the square (■) on the camera image plane (grey area) identify the principal point PP, 
and the image point P;j, respectively. Their coordinates (u Qh v 0i ) and (iiu, Vy), are defined in an 
image coordinate reference system Fi CS , having the origin in the upper left corner of the image 
plane. The terms oj„ <f> h and k, represent the three sequential rotations that align the world 
coordinate reference system to the local (camera-fixed) coordinate reference system, having 
origin in the camera projection centre C„ axis Z ccs oriented along the positive direction of the 
optical axis, and axes X ccs and Y ccs to define a plane parallel to the image plane 



The ratio c vi lc uh denoted as aspect ratio, allows to handle non-square pixels 

(if c vi lcui # i); 

Suij and <5v,y are the total lens distortions, which allow to correct measured 
image coordinates to take into account deviations from the ideal perspective 
camera model due to imaging errors. Correction models are generally applied to 
the measured image coordinates, taking into account lens distortion effects. 
They generally consider both radial and tangential distortion effects through 
polynomial series, defined by a vector of distortion coefficients k C t (Brown 
1971; Heikkila and Silven 1997); 

r k,i,i (with k, I — 1,...,3) are the elements of the rotation matrix /?, e IR 3 ' 3 , which 
relates the world coordinate reference frame F W cs an d a local coordinate ref- 
erence frame F ccs , having origin in the camera projection centre and axes X C cs> 
Y C cs> an d Z ccs . This matrix can be obtained by sequentially applying three 
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elementary rotations, commonly given by angles m, around the X wcs axis, <^>, 
around the Y wcs axis, and k, around the Z wcs axis. The set of angular rotations 



Q, = [co h ( 
3D space. 



K ( ] thus defines the orientation of the camera optical axis in the 



It is worthy to observe that, as a result of the network calibration procedure, 
each camera is characterized through a set of internal parameters (wo,-, Vo,-, h, c ui , 
c vi , kcd, which represents its technical features, and a set of external parameters 
(x C j, ych Zcu m ii <t>u K i)i which represents its position and orientation with respect 
to the world coordinate reference frame. We refer the reader to Chap. 5 for further 
details about the calibration procedure of the sensor network. 

The collinearity equations (Eq. 3.11) can be re-written in a compact form, 
neglecting the corrections for distortion effects (Siijj — Svjj = 0) and referring to 
homogeneous coordinates, as follows: 



1 



= H^iWi 
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where: 

• fij is a non-zero scale factor; 



. K t e 



is the matrix of internal parameters, defined as: 



(3.12) 
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(3.13) 



• Wj e IR 4 ' 4 is the matrix of external parameters, defined as: 



Wi 



Ri 







■*Ci 

1 



(3.14) 



being (x' a , y' a , z' Q ) the coordinates of the projection centre C, in the local 
camera reference frame F C cs. 



• Pie 



is the so-called camera projection matrix. 



The localization problem consists in determining the 3D coordinates of a 
marker M 7 according to the image views of different cameras. According to 
Eq. 3.11, if one only camera view is available, only the direction to the point M, 
can be determined. Therefore, a localization algorithm entails observing the same 
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Fig. 3.21 Graphical representation of the localization problem when a setup of four cameras 
(n c = 4) is used to reconstruct the 3D position of two markers (m = 2). Q (with i = 1,. . .,4) and 
M,- (with j = 1,2) refer to the 3D coordinates of the ith camera projection centre and the y'th 
marker, respectively. Point P,- 1 represents the 2D projection of M, on the projection plane 7t; of the 
ith camera. It corresponds to the intersection of the camera plane 7i, with the projection line of M,- 
(i.e., the line passing through the 3D point and the camera projection centre) (adapted from 
Galetto et al. 2011). (with permission) 



point from at least two different camera positions. Marker coordinates can thus be 
computed as the intersection of the two spatial directions. 

More generally, given a calibrated camera layout (i.e., n c cameras, with known 
internal and external parameters) focused on m markers, for each m-uple of 2D 
pixel coordinates P, 7 = {uq, v,y), with i — l,...,n c and j — \,,..,m, the localiza- 
tion algorithm has to provide the 3D coordinates of the corresponding m retro- 
reflective markers (Fig. 3.21). The localization procedure, which follows from the 
fundamentals of digital photogrammetry (Mikhail et al. 2001), is articulated in 
three main steps: 

1. find the correspondences among pixels in different image views; 

2. match the 2D information of different camera views for recovering the spatial 
coordinates of probe targets; 

3. reconstruct the 3D position of the probe tip. 

Step 1: Finding Point Correspondences 

The first step consists in reconstructing the matrix H of 2D pixel coordinates 
corresponding to the projection of the same 3D point onto the image planes of 
different cameras. Since the generic marker M, positioned at unknown 3D 
coordinates, might not be visible from all cameras (e.g., because out of the 
field-of- sensing or shadowed), H e W' 2 where 2 < p < n c . 

Epipolar geometry, i.e., the intrinsic projective geometry between two 
views, has been used to correlate information from multiple camera images 
(Longuet-Higgins 1981; Hartley and Zisserman 2004). Referring to Fig. 3.22, the 
correlation between two 2D pixels, P ; = (w ; , v ; ) and P 2 = {u 2 , V2), detected by 
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Fig. 3.22 Epipolar geometry principles. Ci and C 2 (white circles) are the camera projection 
centres, M (black circle) is the 3D point. Pi and P 2 (grey circles) represent the 2D projections of 
M on the projection planes (hj and n 2 ) of camera C r and C 2 , respectively. The line joining each 
camera centre is named base vector b. Points Ej and E 2 (black triangles) are the epipoles of the 
two cameras, i.e., the intersection of the base vector with the camera projection plane. The plane 
passing through the camera centres, the 3D point, and the 2D image points is denoted as the 
epipolar plane (IT e ). The intersection of II e with the projection plane of a camera is the epipolar 
line. For example, the dashed line l\ is the epipolar line related to point Pi on the projection plane 
of camera C 2 and represents the set of possible locations of the corresponding point P 2 (adapted 
from Hartley and Zisserman 2004). (with permission) 



two different cameras (denoted as Ci and C2), states to what extent they can be 
considered as the projections of the same 3D point M onto the camera planes. 

According to epipolar geometry principles, the camera centres Ci and C 2 , the 
3D point M and the corresponding 2D pixels Pj and P 2 in the camera projection 
planes n\ and 7i 2 , are coplanar. The coplanarity condition can be expressed 
through an equation that forces these points to lie on a common plane (the epipolar 
plane Tl e ). Being a l = [(x M - x cl ) (y M - y cl ) (z M - z C i)] T and a 2 = [(x M - 
Xd) (yM — yd) (zm — Zc2)] r th e vectors connecting the centres of camera Ci and 
C 2 to the 3D marker M, and b = [(x C2 - x cl ) (y C2 - y C i) (zc2 - z C i)] T the 
vector connecting the two camera centres (base vector), the coplanarity condition 
can be formulated as a triple scalar product: 



a\ ■ (b x az) = a[Tci2 = 



(3.15) 



where the term T represents the skew-symmetric matrix referring to the base 
vector b: 



(3.16) 



According to Eq. 3.12, the distance vector a, between the marker M and the 
projection centre of the generic camera C, can be written as: 
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Applying Eq. 3.17 to explicit the terms in Eq. 3.15, the coplanarity condition 
can then be formulated as a matrix product: 
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(3.18) 



where the fundamental matrix F is a function of the internal parameters (K\ , Ki) 
and the external parameters (R u R 2 , T) of the given pair of cameras, Ci and C2. 
It is noteworthy that, due to sensor and environmental noise sources and image 
discretisation, perfect coplanarity might not be verified. Therefore, the algorithm 
that searches for corresponding points evaluates the non-zero left-hand term d e of 
Eq. 3.18: 



d e = [u\ 



v\ 
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(3.19) 



Defining as epipolar line the intersection of the epipolar plane with the image 
plane of each camera (see for instance l^ in Fig. 3.22), the coplanarity condition 
implies that the point P 2 in the image plane of camera C 2 , corresponding to point 
Pi on the projection plane of camera Ci, will lie on the epipolar line l x . 
According to this principle, the term d e represents the distance of point P2 from 
the epipolar line of point Pj. Since large distances lead to pixel correlation 
mismatches and large reprojection errors, a threshold method based on this 
distance has been implemented to find correspondences between different image 
views. According to this, the point correspondence between the 2D pixels P, and 
P2 is verified if the distance d e is less than a user-defined dimensionless threshold 
s (see Fig. 3.23). 

Furthermore, possible concurrent presence of more than one retro-reflective 
marker within the working volume could give rise to some ambiguities in 
measurement point recovery. In some practical cases, probe positioning with 
respect to the IR sensor and its orientation could correspond to a very small 
distance between the two pixels in an image view. In order to reduce the errors in 
pixel correlation, a minimum search approach has been implemented. 

Following this approach, when two pixels P 2 and P' 2 in the projection plane n 2 
of camera C 2 verify the threshold constraint, the point Pj in the projection plane n x 
of camera Ci will be correlated to the one which minimizes the distance d e (see 
Fig. 3.23). 
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Fig. 3.23 Point 
correspondence issues in 
epipolar geometry. 
a Graphical representation of 
the threshold constraint. The 
point P 2 on the projection 
plane Ti2 of camera C2 
corresponds to a point P[ on 
the projection plane Ttj of a 
camera C [ if its distance from 
the epipolar line l[ related to 
point Pi is less than a 
threshold e. b Graphical 
representation of the 
minimum search approach. 
Among all the image points 
on the projection plane 71? 
which satisfy the threshold 
constraint (here denoted with 
P 2 and P' 2 ), the point P, on 
the projection plane n\ of the 
camera Cj is correlated to the 
one which has the minimum 
distance from its epipolar 
line 1 1 
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For example, let us consider two cameras, Q and C2, positioned at (—1, —2, 2) 
and (1, —1, 1.5) (dimensions are in meters), and having angular orientations of 
(-30°, 45°, 0°) and (-30°, -60°, 0°), respectively. For the sake of simplicity it is 
considered K x — K 2 — I, hence assuming that cameras are characterized by the 
same technical features (Ifi = lp, k i = "02; v oi = V02), square pixels 
(c ul = c„ 2 = c v \ — c v2 — 0) and negligible distortions. According to the plots 
shown in Fig. 3.24, one point P ; = (—0.544, —0.077) and two points 
P 2 = (0.645, -0.116) and P' 2 = (0.859, -0.248) are visible on the image 
planes of camera Ci and camera C 2 , respectively. In order to search for corre- 
sponding points, the distance d e is evaluated according to Eq. 3.19 for each pair of 
2D points (Pi - P 2 and P x - P' 2 ). 

According to its formulation (see Eq. 3.18), the fundamental matrix F relating 
the two cameras is: 
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(3.20) 



The evaluation of distance d e according to Eq. 3.19 provides the following 
results: 

d e {P\ - Pi) = -3.45 • 10~ 5 <d e {P\ - P' 2 ) = -0.371 (3.21) 

Points Pi and P2 can thus be selected as corresponding points in the two image 
planes as they show the minimum residual value with respect to the coplanarity 
condition. As a consequence they can be used to implement triangulation-based 
localization algorithms for reconstructing the 3D position of markers. 

Step 2: Reconstructing 3D Position of Probe Targets 

The second step of the localization algorithm deals with the triangulation problem 
(Hartley and Sturm 1997). Given its 2D positions in n different image planes (with 
2 < n < n c ), the 3D coordinates of a point M can be obtained by intersecting 
the camera projection lines (triangulation). Hence the set of 2 x n equations with 
unknown variables jc m — [x M Jm Zm\ T can be written as: 

Ax M -B = (3.22) 

where A e R 2 "' 3 and B e U 2 "' 1 are known matrices, whose elements are obtained as 
functions of camera parameters and the 2D pixel coordinates P ;/ = (uq, Vjj) 
(with i — 1,...,«) of the projection of they'th marker on the projection planes of 
different cameras. 

In practical applications, due to measurement noise and sensor hardware limits, 
the projection lines do not generally meet in a unique point and a least-squares 
minimization is needed using two or more cameras. An approximated vector of 
position coordinates Xm* is thus obtained by solving Eq. 3.22. 

A preliminary diagnostic function, based on the vector of residuals 
V = Ajcm* — B, has been implemented in order to evaluate the correctness of 3D 
positioning. Whenever they show diagnostic function values higher than a user- 
defined threshold, the estimated coordinates x M * , y M , , z M « of the measured point 
M are automatically discarded by the processing software (see Chap. 6 for further 
details on diagnostic tests). 

Step 3: Reconstructing 3D Position of Probe Tip 

The spatial coordinates of the probe tip V (see Figs. 3.2, 3.27) are calculated by 
means of Eq. 3.6, according to the geometry of the portable probe, known a priori, 
and the 3D reconstructed position of targets A and B. 

It should be noted that, as they are based on 2D image views of different cameras, 
the triangulation results are affected by camera synchronization issues. The 3D point 
reconstruction algorithm should use the 2D position coordinates of the same point as 
seen by the different camera sensors at the same instant (synchronized camera 
sampling). However, by using the communication links connecting the IR sensors to 
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Image plane of camera C, 



6 -0.5 -0.4 -0.3 -0.2 -0.1 



P, 



-0.25 



0.1 0.2 0.3 



Image plane of camera C 2 




Fig. 3.24 2D representation of the image planes of camera Cj and C 2 . The triangles identify the 
epipoles. The dark circles represent the positions of the 2D pixels corresponding to the marker 
projections in the camera images. It should be noted that two pixels (P 2 and P' 2 ) are visible in the 
image plane of camera C 2 , whereas camera Cj is able to see just one marker, corresponding to 
point Pi in its view plane 



the data processing unit, a sequential sampling procedure could be implemented. 
Asynchronous sampling could represent a critical issue for 3D reconstruction. 
The higher the number of sensors the higher the total acquisition delay and thus 
higher possible discrepancies among different image views. Although it could 
represent a problem for tracking dynamic objects, sequential sampling has reduced 
effects on dimensional measurement performance in static conditions. 
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3.3.4 Prototype Development and Performance Evaluation 

3.3.4.1 Prototype Description 

A prototype of the MScMS-II was set up and tested at the Industrial Metrol- 
ogy and Quality Engineering Laboratory of Politecnico di Torino-DISPEA 
(Galetto et al. 2011). Low-cost IR cameras, characterized by an interpolated res- 
olution of 1,024 x 768 pixels (native resolution is 128 x 96 pixels), a maximum 
sample rate of 100 Hz, and an angular FOV of approximately 45° x 30°, were 
chosen as sensor network devices. They are provided with an embedded tracking 
engine, able to perform image processing and to calculate the 2D coordinates of up 
to four markers. 

In order to work with passive markers, each camera was coupled with a near-IR 
light source (Fig. 3.25), consisting of a 160-chip LED array with a peak wavelength 
of 940 nm and a viewing half-angle of approximately 80°. The overall sensor set 
(camera and LED array) weighs about 500 g and is 13 x 13 x 15 cm in size. 

The IR sensors configuration can be set according to the shape and size of the 
measured object as well as that of the working environment (Galetto and Pralio 
2010), as detailed in Chap. 4. Since marker dimensions, camera resolution, IR light 
source power and working volume are strictly related parameters, the sensitivity of 
the IR sensor set was experimentally evaluated by testing the visibility distance of 
differently sized retro-reflective spheres (see Fig. 3.18). Referring to the IR 
technology used, the system prototype demonstrated that it could track a 16 mm 
diameter marker in a range between d min — 50 mm and d max — 3,500 mm. On the 
other hand, by using a 40 mm diameter marker the traceability ranges were from 
300 to 6,000 mm. Whereas the upper bound (d max ) of this range represents a 
limitation in terms of marker visibility in the camera projection plane, the lower 
bound (d min ) represents the distance under which the tracking engine was unable to 
correctly find the centre of the point projection in its view plane. 

Given a fixed number of cameras, where all operating conditions are unchan- 
ged, the actual working volume, meaning the region within which the spatial 
position of a single marker can be reconstructed, depends on the technical spec- 
ifications of IR cameras (e.g., resolution and focal length) and IR light sources 
(e.g., LED power and wavelength) as well as on the size of the markers. It should 
be noted that, according to triangulation principles, this volume consists of the 
volume of intersection of the "field-of-sensing" of at least two cameras. A network 
layout consisting of six low-cost IR sensors, arranged in a 5.0 x 6.0 x 3.0 m 
working environment according to a grid-based configuration, resulted in an actual 
working volume of about 2.0 x 2.0 x 2.0 m by using 40 mm diameter markers. 
Figure 3.26 provides a virtual reconstruction of the working layout, set up to 
perform dimensional measurements of a 1.5 x 0.8 x 0.5 m reference object. 

The portable probe (Fig. 3.27) consisted of a rod, equipped with two reflective 
markers at the extremes and a stick at one end to physically "touch" the 
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Fig. 3.25 Main components 
of the IR-based sensor 
network: an IR camera is 
coupled with an IR LED 
array to locate passive 
retro-reflective targets 
(Galetto et al. 2011). 
(with permission) 





Fig. 3.26 Virtual reconstruction of the working layout. A sensor network, consisting of six IR 
cameras (C [,..., C 6 ), was arranged according to a grid-based configuration. The black wireframe 
represents the camera "field-of-sensing", whereas the light grey wireframe represents the 
working volume (interpreted as the volume of intersection of at least two fields-of-sensing). 
A 1.5 x 0.8 x 0.5 m box, representing a reference object to be measured, has been placed within 
the working environment (Galetto et al. 2011). (with permission) 



Fig. 3.27 Portable 
measuring probe 
(Galetto et al. 2011). 
(with permission) 
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a x (mm) a y (mm) g z (mm) 



Table 3.2 Standard 

deviation related to stability 

tests, with and without human Without human operator 0.31 0.16 0.20 

operator With human operator 0.30 0.30 0.32 



measurement points. Passive markers were made by wrapping a retro-reflective 
silver transfer film around polystyrene spheres. 

Referring to Fig. 3.27, as the probe tip (V) lies on the same line of the centres of 
markers A and B, the spatial coordinates of point V = (xy, Vy, Zv) can be 
univocally determined by Eq. 3.6. 



3.3.4.2 Performance Evaluation 

A set of experimental tests was carried out to investigate the performance of the 
overall system, including the distributed sensor network, the portable measuring 
probe and the DPU. As they refer to a prototype implementation of the system, the 
results hereafter discussed could not represent a valid mean of comparison with 
other, industrially available, metrological solutions. In fact, they are strongly 
affected by the sensing hardware, the layout geometry and the network sizing. 
The aim of these exploratory tests was to evaluate the system performance and its 
dependency on the network configuration, in terms of number of IR cameras, 
positioning and orientation. The data herein presented has been obtained by using 
a set of six IR cameras, arranged in a working environment similar to the one 
shown in Fig. 3.26. The resulting measurement volume was about 
2.0 x 2.0 x 2.0 m wide. The effects of asynchronous sampling were evaluated 
according to a conventional dimensional measurement procedure. Considering 
that, even if the probe is steadied during measurement, external disturbances can 
occur (e.g., movements of the human operator), experimental tests were carried out 
to evaluate the effects of asynchronous sampling. Tests, carried out on a config- 
uration of six non-synchronized cameras sampled at 50 Hz, showed that the 
acquisition delay has a negligible influence on measurement results. 

As for MScMS-I the system was evaluated through stability, repeatability and 
reproducibility tests and characterized by a preliminary estimation of the mea- 
surement accuracy. The system stability was evaluated in five different positions, 
distributed all over the measurement volume, according to its definition given by 
the International Vocabulary of Metrology (JCGM 200:2008 2008) and reported in 
Chap. 1. For each position the measurement was replicated 30 times, keeping the 
operating conditions unchanged. The system architecture and the measurement 
procedure meant that human skills in handling the hand-held probe represented an 
external factor. In order to evaluate how it could affect system performance, 
stability tests were carried out with and without a human operator. Results, which 
are shown in Table 3.2, are reported in terms of standard deviation of the 
reconstructed 3D positions of the probe tip V. 
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Table 3.3 Standard 
deviation related to 
repeatability and 
reproducibility tests 



Repeatability 
Reproducibility 



<T X (mm) 



o y (mm) 



<j z (mm) 



0.68 

2.5 



0.60 
1.3 



0.45 
1.8 



Fig. 3.28 Reference 
calibrated artefact for 
experimental evaluation of 
the overall system accuracy 
(Galetto et al. 2011). (with 
permission) 




It is noteworthy that the human operator generally increases the variability of 
experimental data, depending on his/her capabilities in holding the probe in a fixed 
position during data acquisition. Nevertheless, as he/she actually represents a 
"component" of the measuring system, metrological performance was character- 
ized including the operator in the experimental testing procedure. 

Repeatability, defined in Chap. 1 according to (JCGM 200:2008 2008), was 
tested in 5 different points, uniformly distributed within the measurement volume. 
The tests were carried out by repeating the measurement 30 times for each point, 
repositioning the probe in the same position for each measurement. Results of 
repeatability tests are reported in Table 3.3, in terms of standard deviation of the 
reconstructed 3D positions of the probe tip V. A further source of performance 
degradation in terms of standard deviation is related to how skilful the human 
operator was at exactly replicating the probe position at each test. 

Measurement reproducibility, defined in Chap. 1 according to (JCGM 200:2008 
2008), was tested with reference to 5 points, distributed all over the measurement 
volume. For each point the measurements were repeated 30 times with different 
angular orientations of the portable probe. Table 3.3 reports the statistical results 
of these tests. As expected the standard deviation is higher for reproducibility tests 
than for repeatability tests. This behaviour can basically be ascribed to the influ- 
ence the relative position and orientation of probe and network devices has on the 
overall measurement performance. 

A preliminary evaluation of the overall system accuracy, defined in Chap. 1 
according to (JCGM 200:2008 2008), was carried out using as reference a 3D 
aluminium alloy calibrated artefact (see Fig. 3.28). 
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On the artefact, 22 points were calibrated using a coordinate-measuring 
machine in order to have a set of reference points with known nominal positions. 
The artefact calibration and the accuracy testing were carried out by keeping the 
same constant environmental conditions (temperature T — 21°C; relative humidity 
RH — 27%). The artefact was thus moved in five different positions, distributed 
within the measurement volume in order to create worst-case conditions, such as 
the working volume spatial limits. Taking into account the prototype hardware 
limitations and the severity of the experimental testing conditions, satisfactory 
accuracy performance was demonstrated by the MScMS-II. 

The results obtained by the system prototype become particularly interesting 
when cost and potentiality of the metrological system are considered. Whereas its 
distributed architecture ensures a degree of scalability and flexibility that existing 
commercial systems cannot guarantee, the prototype still has significant room for 
improvement mainly in the area of the sensing technology. Since the state-of-the- 
art of IR cameras actually provide a wide choice of resolution (from less than 
1 megapixel up to 16 megapixels), current CCD sensors (128 x 96 pixels of native 
resolution) could easily be replaced with higher performance models. Commer- 
cially available solutions generally enable intelligent features such as on-board 2D 
image analysis and processing, making the computational workload almost inde- 
pendent of the IR sensor resolution. Nonetheless, a trade-off between the target 
system performance and the economic impact of the entire system has to be found. 



3.4 Comparison with Other Metrological Systems 

The aim of this section is to compare the MScMS with well-tested and widespread 
instruments, such as classical CMMs, and with the iGPS™ (described in Chap. 2). 
For all these systems, measurements are taken by touching few points on the 
objects surface with a probe tip. Points are defined on a Cartesian coordinate 
system and then coordinates are processed by specific algorithms in order to 
determine the geometrical features of the object surface. It is recognised that, 
unlike CMMs, MScMS and iGPS™ are portable and easy to install, consisting of 
components with small dimensions distributed within the measurement volume. 
Furthermore, the three systems have important differences concerning technology, 
working principle, metrological performance and cost. Comparisons of systems 
are carried out according to a structured set of evaluation criteria. 



3.4.1 Comparison with CMMs 

CMMs are complex mechanical devices which determine the coordinates of 
points touched by an electromechanical probe. CMMs can be controlled either 
manually or by Computer Numerical Control (CNC) systems; they are available in 
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Fig. 3.29 A typical 
coordinate measuring 
machine (DEA 2010). (with 
permission) 
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a wide range of sizes and designs, offering a variety of different probe technolo- 
gies. CMMs consist of three basic components (see Fig. 3.29): 

• the machine body three carriages move the probe along the X, Y and Z Cartesian 
coordinate axes; 

• a measuring probe to touch the surface points of an object to be measured; 

• a control and computing system to calculate the Cartesian coordinates of the 
touched points and evaluate the shape/features of the object's surface. 

CMMs are widely used in many industrial sectors to perform product control. 
Their reliability and accuracy has been the reason they are so widely used 
(Curtis and Farago 1994; Franceschini et al. 2009a). CMMs software makes it 
possible to perform complex types of measurement (surface construction, inter- 
sections, projections). In spite of their widespread use, these machines cannot 
measure every kind of object. With a few exceptions {gantry or horizontal harm 
CMMs, which are expensive and not portable), CMMs cannot measure large-sized 
objects, due to their limited measuring volume. 

MScMS and CMMs will be compared according to the structured set of criteria/ 
requirements listed in Table 3.4. 



3.4.1.1 Working Volume 



Working volume size. Unlike traditional CMMs, the MScMS structure is not rig- 
idly connected. It is made of separate components that can easily be moved and 
arranged within the working volume according to measurement requirements. 
MScMS is scalable (or modular), since the number of network devices can be 
increased depending on the volume to be covered, without compromising network 



3.4 Comparison with Other Metrological Systems 



73 



Table 3.4 Comparison 
criteria 



Working volume 


Size 




Geometry 


Setup 


Portability 




Installation 




Startup 




Calibration and verification 



Metrological performance 



Dimensional measurement 
Other kinds of measurement 



Measurement system diagnostics On-line diagnostics 

Other system diagnostics 



Ease of use 
System management 
Flexibility 

Cost 



Automation 

Graphical user interface 

Setup phase 
Measuring phase 

Kind of measurement 
Geometric calculation utilities 

Concurrent measurements 

Purchasing 

Maintenance 



non-convex working volume 




Fig. 3.30 Representation scheme of the concept of non-convex working volume (plant view) 
(Franceschini et al. 2009a). (with permission) 



communication and slowing down measurement activities. On the contrary, 
CMMs are rigid and bulky systems with dimensions ranging from 1-2 to tens of 
meters. There is a great variety of CMMs, their working volume size can go up to 
hundreds of cubic meters. As discussed hereafter, performances and costs are 
strongly influenced by CMMs dimensions (Phillips et al. 2001). 

Working volume geometry. MScMS may work in a non convex working vol- 
ume, that is to say, a volume which does not contain the entire line segment joining 
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any pair of its points (e.g., points A and B in Fig. 3.30). MScMS, due to its 
distributed nature, easily fits different types of indoor working environments, even 
with inside obstacles. 

CMMs have no discontinuities in the measuring volume, since all the points 
within this area can be reached by the electromechanical probe. Although there are 
CMMs with large working volumes (i.e., horizontal-arm and gantry CMMs), the 
presence of obstacles in the proximity of the measured object can be problematic, 
since they may collide with the moving carriages. Regarding this aspect, MScMS 
is more flexible than CMMs. 

3.4.1.2 Setup 

Portability. MScMS is composed of portable lightweight devices, which can be 
easily installed in the area around the measured object. They can be fixed to 
the ceiling or mounted on standard supports and tripods (see Fig. 3.13). While the 
MScMS components can be moved to different operating environments, traditional 
CMMs are embedded in a specific working area. Once installed, CMMs have to be 
permanently used there. To be moved, they have to be disassembled, re-assembled, 
re-installed and re-started up, involving a lot of time and effort. 

Installation. MScMS makes it possible to arrange network devices in different 
ways, depending on the application requirements. Every time the system is 
installed a localization should be performed. MScMS software provides a semi- 
automatic procedure to achieve network localization, minimizing the user's effort 
(see Chap. 5). It makes it possible to calculate position and orientation of the sensing 
devices arranged around the measuring area and to establish a Cartesian coordinate 
reference system (Nagpal et al. 2003). On the contrary, CMMs installation requires a 
great effort: the system — made of different components — has to be carried and 
assembled into the working place by highly skilled technicians. 

Startup. The startup procedure of the MScMS makes it possible to activate 
communication between the DPU and the network devices and to perform probe 
qualification. Probe qualification makes it possible to know the probe geometrical 
characteristics, necessary to determine the coordinates of the points touched by the 
probe's tip (Franceschini et al. 2009b). This procedure is similar to that applied by 
CMMs at startup for activating the communication between the PC and the control 
system, and for selecting the probe type. 

Calibration. In general, this term defines a rule that converts the value output by 
the instrument's sensors to values that can be related to the appropriate standard 
units (JCGM 200:2008 2008). Importantly, these calibrated values should be 
associated with corresponding uncertainties, which reliably take into account the 
uncertainties of all the quantities that have an influence. For MScMS, calibration is 
an operation that can be performed every time the system is started up. This in 
order to test system integrity and to set those parameters on which measurements 
depend (e.g., temperature and humidity). This operation does not need sophisti- 
cated instrumentation and is carried out by measuring a standard reference artefact 
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Table 3.5 Performance of a standard CMM in controlled T and RH conditions (DEA 2010) 
Stroke x (mm) Stroke y (mm) Stroke z (mm) MPE for ISO 10360/2 (/an) 

500 700 500 From 1.5 + L/333 

L is the measured distance, expressed in mm. A conservative estimation of the standard deviation 
(a) related to the distance measurement accuracy can be given by MPE/2 (ISO 10360 Part 2 
2001). Considering the CMM in question, a is therefore around 2 /an 



with a priori known geometry. Obviously, this calibration procedure is not valid 
for CMMs because of the different technology and, in particular, the rigid struc- 
ture. CMMs calibration cannot be accomplished directly by the user, but requires a 
more complex procedure defined by international standards (ISO 10360 Part 2 
2001). In particular, CMMs calibration consists in a sequence of manual activities 
that must be carried out once or twice a year, and requires highly qualified 
operators and complex instruments like laser interferometers, gauge blocks or step 
gauges. The network calibration aims at establishing the initial position (and 
orientation if necessary) of network devices. Every time MScMS is installed, the 
positioning of network devices is crucial. In order to locate the portable probe, 
MScMS has to know the position of network devices. This step needs to be 
completed before performing measurements and it has strong effects on mea- 
surement uncertainty. MScMS software provides a semi-automatic procedure to 
achieve network calibration, minimizing the user's effort. CMMs do not need such 
a procedure, due to its different system architecture. 



3.4.1.3 Metrological Performance 

Dimensional measurement. The metrological performance of MScMS is signifi- 
cantly inferior to that of classical CMMs. However, it is important to notice that 
(1) MScMS is aimed at measuring large-sized objects and — in this context-higher 
measurement errors can be tolerated, (2) MScMS is a still not completely devel- 
oped system at the prototype stage, and (3) the technology used by MScMS 
(i.e., US or IR sensors) is probably the main reason for the low accuracy of the 
system if compared to CMMs (Franceschini et al. 2009a). Regarding CMMs, their 
performance may change depending on many factors like machine dimensions, 
climatic conditions or probe speed of contact. Nevertheless CMMs are some order 
of magnitude more accurate than MScMS. To provide an example of CMMs 
standard performance, Table 3.5 reports the Maximum Permitted Error (MPE) on 
distance measurements related to a standard CMM machine (DEA 2010). In 
general, the MPE grows up with the size of the CMM. 

Other kinds of measurements. While CMMs have been designed with the 
purpose of performing only dimensional measurement, MScMS can carry out 
other kinds of measurement. More precisely, the portable probe may be equipped 
with additional sensor boards. This makes it possible to associate single position 
measurements with other kinds of measurement, such as light intensity, 
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temperature, acceleration, magnetic field, pressure, humidity or noise pollution 
(Galetto et al. 2010b). Accuracy of these kinds of measurement depends on 
embedded sensors performance (Crossbow Technology 2010). 



3.4.1.4 Measurement System Diagnostics 

On-line measurement diagnostics. MScMS, as all measurement systems, is sensitive 
to external factors, such as environmental conditions (temperature, humidity, pres- 
ence of obstacles among distributed devices). MScMS software provides some 
diagnostic tools to control measurement activities and assist in the detection of 
abnormal functioning. Firstly, it gives the opportunity of displaying the data obtained 
by the network devices, making it possible to discover abnormal functioning of the 
system components. Secondly, it makes it possible to visualize the set of network 
devices able to see the probe positioning targets. This helps the operator to check 
whether the probe is in the optimal position to perform a specific measurement (i.e., if 
it communicates with at least the minimum number of network devices needed for 
probe localisation). Furthermore, a diagnostic tool for filtering "wrong" measure- 
ments is implemented. In the case of MScMS-I, for instance, diagnostics applies to 
the effects of ultrasound reflection, diffraction, or other measuring accidents on 
measured distances among Cricket devices (Moore et al. 2004). 

On the other hand, CMMs typically offer on-line diagnostics for shape 
measurements: if the reconstructed shape does not reasonably fit the measured 
points, then a warning signal is reported. This kind of diagnostics is only possible 
when there is a significant measurements redundancy (for example five or more 
points to construct a sphere or four or more to construct a circumference). Similar 
diagnostic tools are implemented for MScMS. 

Other measurement diagnostics. Both CMMs and MScMS can provide very 
similar off-line diagnostic tools. These diagnostics are based on the concept of 
measurement replication: if variability is higher than expected, measurements are 
considered not reliable (see Chap. 6). During a measurement cycle some reference 
distances, known a priori, are measured at regular intervals. If the variability of 
these points measurements is larger than expected, the measurement cycle stops, 
because this is a sign that system performance is deteriorating. As a consequence 
whenever a stop occurs, the operator has to investigate its reason. Although per- 
formed during the measurement cycle, these diagnostics cannot be considered on- 
line, since they require additional measurements with respect to those related to the 
measurand. 



3.4.1.5 Ease of Use 

Automation. MScMS and traditional CMMs are equipped with software packages 
that automate data processing. MScMS is designed to be operated purely manu- 
ally: the user brings the portable probe to the object in order to touch a set of points 
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on its surface. This is an important difference from CMMs, which are typically 
controlled by CNC. CMMs software makes it possible to create routines to 
automatically perform the same measurements on nominally "identical" objects. 
This implies a large reduction of time and costs when the number of (identical) 
objects to be measured is large. By means of a self-learning learning tool, the user 
can also choose to manually measure the first object allowing the system to learn 
the measurement patch to be repeated. 

At the moment, MScMS software does not provide the same facility, since 
measurements are taken manually. A robot able to handle the probe and perform 
measurements automatically is still under development. 

Graphical user interface. Both instruments (CMMs and MScMS) provide a 
software user interface. Their functions are based on a similar structure, with the 
aim of guiding the user through the various activities. Table 3.6 summarizes the 
results of a comparison between the MScMS and CMMs graphical user interfaces. 
As for CMMs, MScMS software has been developed to help operators by: 

• leading them through the startup and measuring activities; 

• providing tools and functions which simplify their work; 

• displaying the results in a clear and complete way. 



3.4.1.6 System Management 

Setup. Before performing measurements, both the systems need to be setup. 
Regarding MScMS, the operator has the possibility of placing the network devices 
freely around the workpiece, taking care of their density and setting their orien- 
tation in order to adequately cover the measuring area. After this, a semi-automatic 
localization procedure can be performed to locate the network devices. To sum- 
marize, this procedure consists in measuring an artefact with known geometry, in 
different positions within the working volume. On the other hand, the setup pro- 
cedure for CMMs is much more complex and requires highly skilled technicians 
and complex instruments (such as interferometric laser trackers). 

Measuring. For both systems, the measuring phase is quite user-friendly. 
Regarding MScMS, the system makes it possible to modify the working volume 
depending on the measurement task (e.g., when the workpiece is moved or 
replaced with a different one), simply adding or moving some of the network 
devices. Of course, every time the position of one or more network devices is 
changed, the setup phase should be performed again. On the contrary, CMMs are 
rigid systems in which the working volume size is fixed. 



3.4.1.7 Flexibility 

Kinds of measurement. Considering flexibility as the ability of performing different 
types of measurement, MScMS is more flexible than classical CMMs. As 
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described above, MScMS offers the possibility of simultaneously performing 
different measurements (light, acoustic noise, pressure, temperature, acceleration, 
magnetic field and humidity), associating them to the position measurement. These 
capabilities of sensor fusion, which cannot be achieved with a classical CMM, can 
be useful for mapping indoor environments, for example (Fischer et al. 2001; 
Lilienthal and Duckett 2004; Safigianni and Tsompanidou 2005). 

Geometric calculation utilities. The software functions offered by MScMS are 
very similar to those offered by classical CMMs: 

• single shape measurement In this case the measured workpiece's feature cor- 
responds to a precise geometric shape (e.g., circle, plane, cylinder); 

• relationships among different shapes The measured feature arises from a 
relationship between two or more different parts of the object's shape, like 
distances, intersections or angles between curves/surfaces. 

Concurrent measurements. A significant quality of MScMS is the flexibility of 
its network devices. They are light, small and cheap and have an embedded 
processor to perform easy computations. With this distributed computational 
capacity, MScMS can simultaneously support two or more probes, in order to 
execute concurrent measurements. It is therefore possible to perform simultaneous 
measurements on a single object or even on different objects, improving the 
system sample rate. As the MScMS network is scalable and can assume different 
topologies, different operators can measure different objects in different parts of 
the network. On the contrary, CMMs are not able to simultaneously perform more 
than one measurement at a time. 



3.4.1.8 Cost 

Purchasing. Cost is a point in favour of MScMS. Its components (network devices, 
supports and booms, adapters) have an individual cost of the order of some tens of 
euros. As a consequence, the overall cost of the system is in the order of some 
thousands of euros. On the other hand, the cost of classical CMMs — even the most 
economical and simple — is one or two order of magnitude higher. 

Maintenance. The MScMS system does not need very complicated mainte- 
nance. Maintenance costs are low since the system does not require the inter- 
vention of highly qualified operators. Activities of calibration and verification can 
easily be carried out by the user. CMM maintenance, in contrast, is a much more 
complicated activity, since it requires highly qualified operators and complex 
instruments like laser interferometers or step gauges, in accordance with ISO 
10360 Part 2 (2001) standard. 
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3.4.2 Performance Comparison with iGPS™ 



TM 



Similarly to MScMS, the system components of iGPS are a number of 
transmitters, a control centre, sensors and receivers (Kang and Tesar 2004). 
The distributed nature of MScMS and iGPS™ eases handling and provides 
scalability for the coverage of the measuring area. Attention should be drawn to 
the fact that MScMS is a still not completely developed system in prototype stage. 
On the other hand iGPS™ has been on the market for several years. 

A synthetic list of technical features of MScMS and iGPS™ is given in 
Table 3.7. The most significant of these items are individually described in the 
following subsections. 



3.4.2.1 Number of Network Devices 

For both MScMS and iGPS™, the number of the network devices depends on their 
communication range and the measurement volume. In the case of MScMST, 
experimental results showed that the coverage of an indoor working volume about 
4 m high is achievable using at least one network device per square meter 
depending on the workshop layout. Since the communication range of the network 
sensors of MScMS-II — and iGPS™ especially — is larger, the density of nodes 
within the measuring volume is significantly lower. 



3.4.2.2 Sample Rate 

In terms of frequency of measurement acquisition, MScMS-I is very dissimilar 
from MScMS-II and iGPS™. This difference depends on the speed of the 
exchanged signals between network devices and probe devices. The speed of US 
signals is about 340 m/s, while laser signals are considerably faster 
(~ 300,000 km/s). Consequently, the sample rate of MScMS-I , which is about 2 
points per second, is much lower than that of iGPS™ and MScMS-II (about 50 
points per second). 



3.4.2.3 Network Calibration 

MScMS and iGPS™ make it possible to arrange network devices in different 
ways, depending on needs. Every time the systems are moved, that is, when the 
position of the network devices is changed, a network calibration should be 
performed. Obviously, this step needs to be completed before performing mea- 
surements and it has strong effects on the measurements accuracy. For this pur- 
pose, MScMS-I, MScMS-II and iGPS™ provide three different semi- automated 
calibration procedures, all of them requiring few manual measurements. 
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3.4.2.4 System Calibration Check 

Another activity to make MScMS suitable for the measurement is the system 
calibration check. It is well known that the speed of sound changes with air 
conditions in terms of temperature and humidity, which can exhibit both temporal 
and spatial variations within large working volumes. As a consequence, regarding 
MScMS-I, the speed of sound should be often measured and updated in calcula- 
tions. What became clear from the tests is that the absolute uncertainty of iGPS™ 
and MScMS-II is directly related to the quality of the scale bar measurement and 
its initial calibration. The procedure can be fully automated using two fixed 
positioning targets, which are tied to the extremities of a scale bar. The imple- 
mentation of auto-calibration minimises downtime and corrects for environmental 
conditions in the measurement field, continuously and in real-time. 



3.4.2.5 Metrological Performance 

For the results of exploratory repeatability and reproducibility tests to evaluate the 
performance of MScMS and iGPS™ we refer the reader to Sects. 2.4.1, 3.2.5 and 
3.3.4 respectively. Due to its technology, iGPS™ metrological performance is 
considerably better than that of MScMS. Considering these results iGPS T is 
approximately two orders of magnitude more precise than MScMS -I and one more 
than MScMS-II. 

The technology employed, in particular the use of US transceivers to calculate 
the distances between the sensor devices, is responsible for the low accuracy of the 
MScMS-I compared to MScMS-II and iGPS™ (Franceschini et al. 2009d; Chen et 
al. 2003). The ultrasound speed may change with the environmental conditions, 
depending on time and position. Furthermore, US signals may be diffracted and 
reflected by obstacles interposed between two devices. This is a negative effect for 
the measurement accuracy; however, it can be limited by the use of software 
compensation tools (see Chap. 7). 



3.4.2.6 Working Volume Size 

MScMS and iGPS™ introduce an important difference in the typologies of 
measurement. The main difference from the traditional frame instruments (like 
CMMs) is that their structure is not rigidly connected, but consists of separate 
components that can be easily moved and arranged around the measuring area 
depending on the requirements. Therefore, these systems are scalable (or modu- 
lar), since the number of network devices can be increased depending on the 
desired measurement environment. These characteristics, however, do not com- 
promise the network communication and do not slow down activities such as 
network localisation and measurements. 
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3.4.2.7 System Diagnostics 

As emerged before, MScMS-I and MScMS-II are sensitive to external factors, 
such as the environmental conditions of the measuring area (e.g., temperature and 
humidity for MScMS-I, light for MScMS-II, and presence of obstacles among 
distributed devices for both). Wrong distance measurements, due to ultrasound 
reflection, diffraction, or other measuring accidents among Cricket devices for 
MScMS-I, can be indirectly detected by an effective diagnostic test and then 
rejected (see Chap. 6). To filter wrong measurements due to external factors like 
light, temperature or vibrations, MScMS-II and iGPS™ also provide other types 
of diagnostic controls. The reliability of measurements dramatically increases by 
using multiple fixed sensors placed at a priori known positions. With these sensors 
the system can perform an automatic initial setup to continually correct the 
measurement field and determine whether the system is conforming to the desired 
tolerance (Kang and Tesar 2004). 



Chapter 4 

Positioning and Coverage of Distributed 

Devices 



4.1 Introduction 

Within the extensive literature concerning distributed sensors, the terms 
"deployment", "placement", "positioning", and "localisation" have generally 
been used with different meanings, according to the application fields and research 
communities. For the sake of clarity, herein these terms will be used according to 
the following definitions: 

• sensor deployment: It refers to the method used to spatially distribute a set of 
sensors (e.g., random or deterministic); 

• sensor placement/positioning: It consists in designing the sensor configuration, 
characterizing each sensor by its spatial coordinates and orientation angles (i.e., 
coordinates of the centre of the "field-of-sensing" and relative orientation); 

• sensor localisation: It consists in calculating the spatial coordinates and orien- 
tation angles of a generic sensor through measured data. 

The sensor placement problem has been extensively treated as the problem of 
positioning a (limited) number of sensors, homogeneous or not, with the aim of 
visiting either known or unknown data source targets in a known or unknown 
environment (Cassandras and Li 2005). For instance, refer to a hypothetical 
industrial metrology application scenario, such as measuring the spatial coordi- 
nates of a set of points (i.e., known data source targets) within a 3D measurement 
region with a set of homogeneous sensing devices (i.e., characterized by the same, 
known size and shape of the field-of-sensing) to locate these points. The sensor 
placement problem consists in configuring the network of distributed sensors 
(network nodes) through the position coordinates of the reference sensing element 
and the angular orientations of the field-of-sensing (Fig. 4.1). 

Moreover, let's assume that the available region for positioning the sensing 
devices has been partitioned according to a 3D grid layout. Consequently, a 
discrete number of candidate points (generally higher than the number of sensors) 
is available for positioning the devices. The network configuration is thus designed 
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Fig. 4.1 Graphical representation of a 2D sensor placement problem in an indoor environment. 
The points to be measured (filled square) lie on a 2D area (measurement region). The region 
available for sensor placement is a 2D area (e.g., the ceiling of the working facility) and is 
partitioned according to a grid. A discrete number of candidate points for sensor placement is 
identified (filled circle), corresponding to the nodes of the grid. A possible configuration of three 
sensors (open circle) is designed, in such a way that each measurement point is within the field- 
of-sensing (grey region) of at least two sensors (localisation requirement). Each sensor is 
characterized by its spatial coordinates C, = (x h y h z,) in the world coordinate reference system 
F wcs , with axis lines X wcs , Y wcs and Z wcs . The angular orientation of its field-of-sensing is 
given by the set of rotations (<a„ (f> h k,) that, sequentially applied to the axes of F wcs , align it to a 
local (C,-fixed) coordinate reference system F ccs with origin in C„ Z ccs axis along the positive 
direction of the "sensing axis", axes Xccs and Yccs to form a plane perpendicular to it 



by choosing where to place sensors and how to orient them, in an attempt to satisfy 
the localisation requirement (i.e., minimum number of sensors needed to spatially 
locate a point) and possible performance metrics (e.g., measurement precision) for 
each point to be measured. 

Different network design approaches have been applied according to the 
application scenario, the problem complexity, the working environment, the 
sensing technology, and the assigned task. Network reconfiguration capabilities 
and sensor deployment schemes have been adopted as main categorization criteria 
by Younis and Akkaya (2008). 

By considering the reconfiguration features, a first classification can be made 
among networks consisting of mobile sensors (mobile networks), fixed sensors 
(stationary networks), or a combination of them (hybrid networks) (see Fig. 4.2). 

Within mobile networks, consisting of a set of sensor nodes that may change 
their location with respect to an initial configuration, sensor positioning can rep- 
resent a post-deployment phase or can be carried out when the network is oper- 
ating. Post-deployment positioning is generally applied to improve performance of 
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Fig. 4.2 A classification of 
sensor networks according to 
their reconfiguration 
capabilities. Topics in bold 
are those generally addressed 
in sensor positioning 
problems referring to 
distributed systems for indoor 
dimensional measurements 
(adapted from Younis and 
Akkaya 2008). (with 
permission) 
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randomly deployed networks (Wang et al. 2004a). On the other hand, changes of 
the sensor layout during network operation are commonly implemented when the 
environment is unknown and data sources are unknown or if they are mobile 
(Schwager et al. 2008). As a matter of fact, they allow for a continuous adjustment 
of nodes according to changes in the working environment (e.g., temperature, 
light, humidity), degradation of sensing performance (e.g., due to energy con- 
sumption, system failure), and changes of the mission goal (e.g., due to target 
mobility). In these cases, the problem consists of deploying sensors so that the 
information extracted from the working environment can be optimised ("coverage 
control" or "active sensing" problem). Different approaches to this problem have 
been proposed, based either on centralized control or distributed control. 

On the other hand, stationary networks, consisting of nodes without mobility, 
are applied when the target locations are known and fixed. Due to their reduced 
flexibility, they require a thorough knowledge of the working environment and the 
operating conditions. The positioning strategy consists of a pre-processing phase, 
determining the sensor placement once before the network is operating. The 
network design is thus carried out according to performance metrics and sensor 
characteristics that are considered unchanging over time and unaffected by 
external factors. Unlike mobile solutions, possible changes to the application task 
cannot be taken into account during network operation. 

Hybrid networks, involving mobile and static nodes, represent a half-way 
solution to take into account possible environmental changes and/or unpredictable 
data sources (Wang et al. 2004b). 

Notwithstanding the wide variety of problem interpretations, application fields 
and proposed solutions, attention is hereafter focused on positioning issues related 
to stationary networks of sensors. Static placement is considered for distributed 
systems for indoor dimensional measurements of large-sized objects, as they 
generally have to cope with unwieldy, power consuming devices, fixed objects to 
be measured and pre-defined measurement tasks, in known and controllable 
working environments. 
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4.2 Background 

The main issues of stationary network design are the complexity of the problem in 
hand (2D or 3D workspace), the topology of the reference network (heterogeneity 
of sensor roles), and the objectives of the sensor configuration design. 



4.2.1 Problem Complexity 

Problem complexity is strongly related to the geometry of the working environ- 
ment, the positioning constraints and the sensor degrees of freedom. Most of the 
existing papers refer to 2D positioning, reducing the placement problem to a search 
of candidate sensor positions within an area (Yang and Scheuing 2005; Oh et al. 
2007). On the other hand, a fully 3D formulation of the placement problem entails 
tackling with a measurement volume (instead of an area) and sensing devices 
having additional degrees of freedom (i.e., related to position and orientation). This 
challenging issue introduces further complexity to the design and could affect the 
applicability of efficient 2D-based algorithms (Poduri et al. 2006). Most works have 
addressed the 3D sensor placement problem by considering reduced-size networks 
(Petrushin et al. 2006), reducing the problem to a 2D formulation (Gonzales-Banos 
and Latombe 2001; Sinriech and Shoval 2000; Laguna et al. 2009), or referring to 
simple design goals (Navarro et al. 2004; Ray and Mahajan 2002). 



4.2.2 Network Topology 

Another issue of sensor positioning is related to the network topology. It consists in 
searching for an effective and efficient placement of nodes according to their role 
within the network. Although most of the proposed solutions aim at optimising the 
sensing task through networks of homogeneous nodes, a number of solutions also 
tackle the optimisation of heterogeneous networks. Several strategies for placing 
relay nodes and/or data collectors besides simple sensor nodes have been proposed 
(Xu et al. 2005c; Tang et al. 2006; Bogdanov et al. 2004; Pan et al. 2005). In these 
cases, the design strategy is strictly related to the role of the node to be placed, 
either it is in charge of forwarding data from one or more sensor nodes (relay node) 
or it has to gather, aggregate and manage data from the network (data collector). 



4.2.3 Design Objectives 

The main design objectives of sensor placement are related to network effectiveness 
(e.g., coverage, connectivity, and lifetime) and efficiency (e.g., data fidelity, 
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fault tolerance, load balancing) (Younis and Akkaya 2008). A typical design 
problem can be formulated as a search procedure aimed at finding the solution 
which provides the best performance measure with a given number of devices. The 
problem of finding a layout fulfilling the design objectives can be further compli- 
cated by the requirement of minimizing the network size, i.e., the number of 
sensors. 

Coverage, which is intended as a measure of sensing capabilities, has been the 
primary objective of most works on sensor placement strategies. A variety of 
interpretations are available in literature, depending on the field of application and 
the sensing technology. Coverage has been referred to continuous areas (Liu and 
Mohapatra 2005), discrete points (Chakrabarty et al. 2002; Dhillon et al. 2002) or 
crossing paths (Megerian et al. 2002; Meguerdichian et al. 2001). It can be defined 
as capability to detect a target ("detection coverage") or to localise it ("locali- 
sation coverage"). Performance measures of coverage have been proposed based 
both on coverage quantity (e.g., size of covered volumes) and coverage quality 
(e.g., number of sensors covering the same area/point/path). The main issues 
influencing coverage are the sensing model and the coverage measure. 

Connectivity, which is intended as a measure of communication capabilities, is 
generally addressed as a key objective in order to operate with efficient sensor 
networks. A relationship between coverage and connectivity has been derived in 
(Wang et al. 2003), in which it has been also demonstrated that coverage implies 
connectivity whenever the communication range is more than two times the 
sensing range. On the other hand, several works have addressed the coverage- 
connectivity optimisation (Ghosh and Das 2008). 

Whenever the lifetime objective is taken into account, the reduction of energy 
consumption, the sensor redundancy and the network topology become funda- 
mental issues of the placement problem. Strategies are thus aimed at prolonging 
the network lifespan (Dasgupta et al. 2003; Chen et al. 2005). 

Data fidelity is generally related to reduce probabilities of false alarms, entail 
low measurement distortion, and improve detection capabilities (Zhang and 
Wicker 2004; Wang et al. 2006). 

In the context of distributed systems for industrial metrology applications, given 
an homogeneous set of sensing devices and a dimensional measurement task, the 
positioning problem consists in searching for a fixed network geometry to 
accomplish some performance metrics (e.g., network size, position accuracy, 
measurement precision) while fulfilling environmental and operating constraints. 
The network geometry is the configuration of sensors (nodes) in a 2D or fully 3D 
working environment, defined according to their relative positions and orientations, 
where needed. Network size, coverage and quality of sensing are generally 
addressed as design objectives. Coverage is the working condition under which the 
sensing devices are able to provide a measure of the spatial coordinates of a ref- 
erence point (localisation coverage of grid points). The degree of coverage of k, 
i.e., the number of nodes with the same reference point within their sensing range, is 
used as performance measure ("A:-coverage"). On the other hand, quality of sensing 
is intended as the capability to provide reliable and accurate measurements. 
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The measurement precision, strongly dependent on network nodes distribution in 
the volume, is mostly used as a measure of performance (Yarlagadda et al. 2000; 
Laguna et al. 2009; Galetto et al. 2011). 



4.3 Sensor Positioning Issues 

The network design challenges entail a multidisciplinary knowledge referring to 
sensing and communication models, working environment geometry, operating 
conditions, physical constraints, measurement procedures, measurement tasks, and 
localisation techniques. Within Large-Scale Dimensional Metrology applications 
the focus is the placement of sensors at a subset of predefined fixed sites within the 
working volume, so as to provide a minimum degree of coverage and satisfactory 
measurement precision, possibly minimizing the number of sensors. Generally 
network lifetime and connectivity are not primary design issues, as it is assumed 
that power supply can be provided through indoor infrastructures and each sensor 
has sufficient transmission range to reach the base station from its site. Therefore, 
the following analysis is limited to the effects of the sensing model, the working 
environment geometry, the measurement procedures and the localisation 
techniques. 



4.3.1 Sensing Model 

Whichever kind of technology is used to measure relative positioning, based on 
either distance or angle measurements, a precise and reliable characterization of 
the sensor model is required, as it affects network efficiency and measurement 
performance. Due to the fact that both sensing and communication units are 
independent components of a device, a comprehensive sensor model should 
encounter both of them (Akyildiz et al. 2002). Whereas the model providing a 
representation of the sensor detection region is strongly related to the notion of 
coverage, the communication model influences network connectivity, i.e., the 
capability of nodes to exchange data. According to Wang et al. (2003), whenever 
the communication range is at least twice the sensing range, the sensor model 
representation can be reduced to sensing abilities (Wang et al. 2003). 

Sensing ability is generally directly related to distance and decreases as the 
target moves away from the device (Megerian et al. 2002). Notwithstanding this 
common approach, different levels of complexity characterize the available sensor 
models, according to technology, sensitivity to external factors and detection 
capabilities. The simplest approach ("binary disk model") models sensors as 
isotropic devices, i.e., whose sensing capabilities are only extended to points 
within a circular disk of radius R and not to any point beyond it (Ghosh and Das 
2008) (see Fig. 4.3a). Although it represents a simplified and computationally fast 



4.3 Sensor Positioning Issues 

(a) (b) 
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Fig. 4.3 Different models of sensor detection capabilities, a binary disk model: point detection is 
defined in a binary mode, i.e., a point is detected or not depending on whether it is within the 
sensing range R or not. b probabilistic disk model: point detection has a probabilistic distribution 
according to the relative distance between point and sensor device, including a measure of sensor 
uncertainty R'. c directional sensor model: the sensing area, in the two-dimensional space, 
reduces to a sector whose dimensions depend on detection range R and angle of sensing 6 
(adapted from Ghosh and Das 2008; Ai and Abouzeid 2006). (with permission) 

approach, it could provide unrealistic results due to the assumption of perfect and 
uniform detection. 

On the other hand, the "probabilistic sensing model" introduces the dependency 
of sensitivity on the relative target position (Dhillon et al. 2002). According to this 
model, the sensor capability to detect an object, R being its nominal sensing range, has 
a probabilistic distribution. The probability of detection p is assumed to vary expo- 
nentially with the distance between the target and the sensor (Ghosh and Das 2008): 



1 0<r<R-R' 
e~ m R~R'<r<R + R' 
r>R + R' 



(4.1J 



where r is the distance between sensor and target, R' is a measure of detection 
uncertainty, and the parameter a can be used to model the quality of the sensor and 
the rate at which its detection probability decreases with distance (see Fig. 4.3b). 
As a matter of fact, perfect detection is assumed for all points that lie within a 
distance (R — R') from the device whereas no detection is considered beyond a 
distance (R + R'). 

More realistic models have been developed by taking into account detection 
directionality. Since a directional sensor has a finite angle of sensing 0, the sensing 
area reduces from the circular disk of radius R to a sector in the two-dimensional 
plane (see Fig. 4.3c) (Ai and Abouzeid 2006). 



4.3.2 Working Environment Geometry 



Within the operating environment, whose characteristics are strongly relevant for 
the network design, three regions can be generally identified (Laguna et al. 2009): 
(1) the measurement volume, (2) the sensor volume and (3) the possible 
unavailable volume (see Fig. 4.4). 
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Fig. 4.4 Schematic 2D representation of the main regions characterizing a generic working 
environment. The light grey area represents the region available for sensor placement, in this 
case restricted to the wall proximities. The dark grey area identifies the measurement region, i.e., 
the set of measurement points. This region does not necessarily coincide with the measured object 
shape and generally consists of a discrete number of points. It is noteworthy that to perform 
measurements each point needs to be within the sensing volume of at least k sensors, being k the 
minimum number of sensors to perform localisation. The unavailable region (dotted area) 
corresponds to obstacles or inaccessible areas 

The measurement volume represents the continuous area or the set of mea- 
surement points referring to which the sensor coverage has to be maximized. The 
sensor volume consists of the set of possible network device locations and could 
partially intersect the measurement volume. The unavailable volume is mainly 
represented by obstacles and physical obstructions, restraining from using this 
region for either placing sensors or performing measurements. 



4.3.3 Aim of the Measurement 

It is noteworthy that the aim of a measurement has a substantial effect on the 
positioning of network devices. If the goal is to reproduce the geometry of a given 
object, an entire volume should be adequately covered by the sensor network, 
whereas, if the goal is to control only some specific geometrical features, a limited 
number of points must be covered. 



4.3.4 Localisation Techniques 



As mentioned in Chap. 1, different localisation approaches can be implemented to 
spatially locate the sensing devices, according to the methods used for estimating 
the distance between two nodes (Received Signal Strength, Time of Arrival, 
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Fig. 4.5 Regular grid patterns for node placement: a square grid; b triangular grid; c circular 
grid; d hexagonal grid; e star-3 grid (Biagioni and Sasaki 2003). (with permission) 



Time Difference of Arrival, Angle of Arrival) (Gibson 1999). The implemented 
localisation technique influences the network design through the degree of 
coverage requirement. As a matter of fact the minimum number of devices which 
have the measured point/area within their sensing varies for trilateration, trian- 
gulation and multilateration techniques (Savvides et al. 2001). As shown in Roa et 
al. (2007), the network performance can be strongly affected by the selected 
technique, as to coverage capabilities, singularities due to sensor collinearity, and 
precision of position estimates. 



4.4 Network Design Strategies 



According to the deployment scheme, random strategies, regular grid-based 
strategies and deterministic strategies represent the main alternatives for placing 
stationary sensors within a working environment (Xu et al. 2006). A random 
strategy for sensor placement is generally applied during recovery, detection and 
reconnaissance tasks, within hardly accessible, hazardous and possibly unknown 
environments. It generally entails very dense placement of low-cost, disposable 
sensors. Related research work focuses on the effects of different functions of node 
probability of distribution on network coverage and fault tolerance capabilities 
(Ishizuka and Aida 2004; Xu et al. 2005a, b). 

Regular grid-based techniques have been widely applied as they are straight- 
forward and easily scalable to large-sized problems. Different grid patterns have 
been proposed (see Fig. 4.5), including the equilateral triangle grid, the square grid 
and the hexagonal grid (Biagioni and Sasaki 2003). 

In Pompili et al. (2006) the problem of achieving the maximum coverage of an 
underwater region with the minimum number of sensors has been faced with a 
triangular grid by adjusting the inter-sensor distance. In Franceschini et al. (2008) 
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a square grid approach has been proposed for indoor dimensional measurements of 
large-sized objects through a network of US sensors. Moreover, the research in Xu 
et al. (2006) considers the effects of inaccurate sensor placement on the coverage 
performance. The minimum number of sensors to fulfil coverage requirement is 
derived taking into account misalignment and random errors. 

On the other hand, deterministic sensor placement is usually performed in 
indoor, controllable and fully accessible environments. Several literature works 
refer to deterministic strategies applied to tasks involving acoustic, imaging and 
video sensor technology. Different approaches, implementing optimisation tech- 
niques, have been proposed for deterministic positioning (Padula and Kincaid 
1999). Whereas regular schemes generally address the design objectives gener- 
ating dense configurations, optimisation methods represent a valuable alternative 
when the performance measure to be optimised is not intuitive and the best 
trade-off among different design objectives has to be found. Moreover, they are 
able to take into account physical (e.g., sensing range), operational (e.g., power 
consumption), and geometrical (e.g., relative spatial locations between sensors) 
constraints. Search and optimisation methods are based either on enumerative 
search or heuristic search (see Fig. 4.6 for a basic taxonomy). 

(a) Enumerative Search Methods 

Enumerative schemes are the simplest search techniques but they are generally 
applied to small-sized problems, whenever all possible solutions can be charac- 
terized through a performance measure. For larger search spaces they become 
unfeasible due to the computational complexity of the problem (NP-hard formu- 
lation) (Mason 1997). 

(b) Heuristics-Based Methods 

Due to the lack of performance and the applicability limits shown by enumerative 
methods, heuristics are often applied to provide a consistent, although sub-optimal, 
solution to the sensor placement problem in "acceptable" time. Heuristic methods 
can be further classified as deterministic and stochastic, according to the strategy 
applied to limit the search space and the problem domain knowledge. 

Deterministic strategies examine a set (or subset) of possible solutions at each 
iteration with reference to a performance metric. A "node" is expanded whenever 
it is considered the most promising among all the other analyzed nodes. It is quite 
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obvious that these methods become inapplicable when they have to cope with 
high-dimensional multi-objective optimisation problems, involving discontinuities 
in the search space, multimodal objective functions, and/or NP-hard features 
(Coello Coello et al. 2007). 

On the contrary, stochastic methods, among which random search, simulated 
annealing (SA), tabu search (TS) and genetic algorithms (GAs), have been widely 
applied for sensor placement problems. Random search is the basic strategy of 
such methods. Simulated annealing and tabu search are based on a neighbourhood 
structure and apply a selection strategy according to the performance of a solution 
with respect to those of its neighbors. GAs implement evolutionary principles and 
natural selection laws for searching among a set of possible solutions the one that 
best fulfils one or more performance metric(s). 

(c) Random Search 

Random search, which is the simplest stochastic heuristics, consists of randomly 
generating a number of possible solutions, evaluating their performance measures 
and selecting the solution which shows the best performance. This method, 
although characterized by a straightforward implementation and low computa- 
tional complexity, is not a guarantee against multiple generations (and analysis) of 
the same solution. Furthermore, since one generation is independent from the 
other, the history of previous search steps is not taken into account. 

(d) Simulated Annealing 

Simulated annealing applies a search strategy based on the physical concept of 
"annealing" (Rirkpatrick et al. 1983; Laarhoven and Aarts 1987). Annealing 
consists of a heating process during which the molecules of a solid are free to 
randomly change their positions and a subsequent cooling process, forcing the 
molecules to settle to positions corresponding to lower internal stresses (i.e., lower 
energy state). The fitness function to be optimised is thus related to the free energy 
of the solid, which the search strategy aims at minimizing. Figure 4.7 shows the 
basic scheme of a SA implementation. The input of the search algorithm is: 

• a starting point so, i.e., the current state of the system and initial solution of the 
iterative strategy; 

• a starting temperature t ; 

• the cooling schedule CS, i.e., the rate at which temperature changes during the 
cooling process; 

• the stopping criterion, which consists in defining the lowest temperature allowed. 

Each possible solution of the optimisation algorithm corresponds to a system 
state s, to which a slight random perturbation is applied in order to change it to 
another state in its neighbourhood. Each state s is characterized by a fitness value 
FF(s), which is related to one or more performance metrics. 

If the new state (solution) s' shows better performance than the current one (i.e., 
if FFis 1 ) < FF(s)), the move is accepted and it becomes the new reference state. 
Otherwise, a parameter U is randomly generated and compared to a probability 
p < 1, exponentially decreasing according to the time and the performance 
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Fig. 4.7 Flow chart of a simulated annealing implementation. The starting state s Q , the initial 
temperature t , the cooling schedule CS and the number of training cycles /,„„,- are the input data of 
the iterative procedure. FF(s) represents the fitness value characterizing the state s. U is a 
randomly generated parameter. The dashed box identifies the operations of the Mi training cycle 
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degradation compared to the previous state. If this probability is higher than the 
random parameter U, the undesirable move is accepted and the new solution s' 
becomes the new reference state anyway. Otherwise the move is ignored and the 
process starts again from searching in the neighbourhoods of the previous solution. 
Two main iterative processes are applied by this method. Firstly, for each tem- 
perature, the algorithm performs different training cycles, randomly exploring 
different neighbourhoods at the same time. 

Secondly, once the specified number of cycles (I max ) have been completed, the 
temperature is lowered according to the cooling schedule. The simulated annealing 
algorithms terminates when the temperature is lower than the lowest temperature 
allowed (stopping criterion). It is noteworthy that the cooling schedule has a key 
role in the optimisation process. If the temperature changes too quickly, the 
algorithm could reach local minima instead of global optima. On the contrary, 
setting the temperature change too low involves a longer iterative procedure, 
making the algorithm computationally inefficient. 

Different versions of the SA algorithm have been proposed to deal with 
multi-objective problems, focusing on the evaluation of the probability of 
accepting an individual according to a trade-off of its performance (Coello 
Coello et al. 2007). 

(e) Tabu Search 

Whereas simulated annealing search is partially probabilistic, tabu search is fully 
deterministic and allows moving to a neighbour only if it is characterized by 
better performance (Glover and Laguna 1997). It takes into account the search 
history by recording visited solutions and relative paths, optimal and near-opti- 
mal points and explored regions of the search space. This approach avoids 
revisiting and cycling, provides seeds for intensifying the search and supports 
diversification of the search space, respectively. It is noteworthy that both SA 
and TS are effective whenever a discretisation of the search space can be per- 
formed and best solutions tend to be neighbours, restricting the search to a subset 
of the design space. Hybrid approaches, e.g., combining SA and GAs or TS and 
GAs, have been proposed to overcome these limitations (Adler 1993; Balicki and 
Kitowski 2001). Generally they demonstrated an increase of computational 
complexity. 

(f) Genetic Algorithms 

Genetic algorithms are widely used whenever best solutions are expected to be 
scattered throughout the design space. They are computationally simple and 
powerful in managing large search spaces and multi-objective optimisation, 
without assumptions such as continuity, unimodality, existence of derivatives and 
convexity (Goldberg 1989; Coello Coello et al. 2007). 

GAs apply mechanisms of natural selection and natural genetics to a set of 
possible solutions of the problem, iteratively searching for the one best fulfilling a 
function of one or more optimisation objective(s) (i.e., the fitness function) 
(Holland 1992; Goldberg 1989). Each solution (also referred to as "individual") is 
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Fig. 4.8 Solution encodings for an optimisation problem. Rows correspond to chromosomes, 
which represent the individuals of the population (in this example the population consists of four 
individuals). Columns represent the genes of each chromosome. Each gene is related to a decision 
variable of the problem (in this example six decision variables are considered). Some possible 
types of representation are reported: a binary encoding: the genes can only assume binary values 
(0/1); b value encoding based on scalar real numbers: each gene is a scalar entity and can assume 
real values; c permutation encoding: every chromosome is a string of entities (numbers or letters) 
representing a sequence 



represented by "chromosomes", whose basic units ("genes") are the smallest 
entities the genetic algorithm is able to manage. These entities can be related to the 
decision variables, i.e., the parameters of the problem whose changes determine 
different values of the fitness function. A chromosome contains all the information 
needed to reconstruct the solution that it represents, as well as the related value of 
the fitness function ("fitness value"). This representation is also called "encoding" 
of the solution. Different types of representation can be implemented according to 
the nature of the problem, such as binary encoding (i.e., using string of bits), value 
encoding (e.g., using real/integer numbers, string of characters, or other complex 
objects), permutation encoding (i.e., string of entities representing a sequence), or 
tree encoding (e.g., functions or commands of a programming language). A few 
examples are illustrated in Fig. 4.8. 

Figure 4.9 shows the basic scheme of a GA implementation. 

Individuals are grouped into a population on which the genetic algorithm operates at 
each step of an iterative procedure ("generation"). The population size, i.e., the 
number of individuals per population, represents an important parameter of GA 
implementation as it affects its effectiveness and efficiency. As a matter of fact, whereas 
a too-small population provides few opportunities to search the domain for possible 
solutions, a too-large population dramatically increases the computational load. 

The history of the search plays a key role in generating the population, as, at 
each iteration, a set of individuals ("parents") is selected and then combined to 
produce new individuals ("offspring"). 
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Fig. 4.9 Flow chart of a simple genetic algorithm scheme, implementing a steady state strategy, 
i.e., generating the new population according to a set of possible solutions including parents 
(individuals of past generations) and offspring (newly generated individuals). The dashed box 
identifies the genetic evolution loop, performing selection (for both reproduction and 
replacement), recombination and fitness function evaluation at each generation. A recombination 
approach based on crossover and mutation operations is considered (highlighted in the grey box). 
A starting population s , the population size p,„ a ,, a crossover probability p c , and a mutation 
probability p,„ are given as input of the optimisation problem. A stopping criterion based on a 
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Several selection methods have been proposed to choose the parents, according 
to either deterministic or probabilistic criteria. For instance, the "roulette wheel 
method" relates the probability of selecting an individual to its fitness value, 
whereas the "rank-based method" refers to its position in a fitness rank. On the 
contrary, the "tournament selection method" randomly chooses two individuals 
and selects as parent the one with the highest fitness value. The new population can 
thus be formed according to three different strategies: 

• steady state: the offspring are added to the parents and then individuals for the 
new population are selected according to their fitness values; 

• generational: the offspring replace the previous population and then individuals 
for the new population are selected according to their fitness values; 

• elitism: a few individuals from the previous population are selected according to 
their fitness values and copied in the new population, which is completed with 
the newly generated offspring. 

It is noteworthy that steady state strategy and elitism prevent the loss of the best 
individual of a generation, whereas the generational approach does not guarantee 
its survival across the iterations. 

Existing individuals are combined by applying a crossover operator to generate 
new individuals. This operation, acting at encoding level, generally, produces two 
offspring from two parents by exchanging substrings. Therefore, the new solutions 
created through the crossover operator are somehow similar to their parents, 
inheriting some of their properties. A crossover probability p c is given to define 
how often the crossover operator is applied. If p c — 0, crossover is not applied and 
the offspring are exact copies of the parents. If p c — 1, all the offspring are 
obtained by performing crossover. For a generic value < p c < 1, a percentage of 
the population (p c ) is generated through crossover and the remaining (l-p c ) is 
simply a copy of the parents. This makes it possible to insert new features in the 
solutions and some individuals survive through generations. 

Different crossover methods can be defined, according to the number of cross 
points, i.e., the number of exchanged substrings. Some examples of crossover 
methods are reported in Fig. 4.10. Generally referring to an m-point crossover, 
n being the number of genes characterizing an individual, m cross points are 
chosen at random along the encoded string, corresponding to the kth gene (with 
k — l,...,n). They are then sorted into ascending order avoiding duplicates. 

Offspring are produced by exchanging substrings between successive crossover 
points. The most common crossover operator types are one-point crossover and 
uniform crossover (Holland 1992; Syswerda 1989). Whereas using one-point 
crossover two substrings from each parent are simply swapped to create two 
children, the uniform crossover can be interpreted as a (n — l)-point crossover. 
As a matter of fact, for each gene of the offspring the parent from which it has to be 
inherited is randomly chosen with equal probability. It is noteworthy that cross- 
over can considerably influence the performance of the optimisation algorithm and 
affects its computational complexity. 
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Fig. 4.10 Examples of multi-point crossover methods applied to a binary encoded solution. In a 
generic m-point crossover, m cross points, represented by the dashed lines, are randomly selected 
at each operation. All the substrings between two cross points are exchanged between parents to 
form new offspring, except the one between the first gene and the first crossover point, a one- 
point crossover (m = 1); b multi-point crossover (with m = 3) 



Furthermore, a mutation operator can be applied to the newly generated indi- 
viduals, by making small random changes to their encoding. A mutation proba- 
bility p,„ is given to define how often the mutation operator is applied. If p m — 0, 
no mutation is applied and the offspring are not changed after crossover. If p m — 1, 
all the genes are changed. For a generic value < p m < 1, only a percentage p m of 
the genes of the chromosome is mutated. 

Different methods of mutating the genes of an individual are available 
according to the encoding used (see Fig. 4.11 for some examples). Whereas in 
binary encoding the mutation operator flips a randomly chosen bit from to 1 or 
vice versa and in permutation encoding it exchanges two randomly chosen ele- 
ments of the sequence, with real value encoding small quantities are randomly 
added to or subtracted from one or more genes. The mutation step, i.e., the 
numerical change to be applied to the genes, can be either constant or adapted 
according to the evolution history. Since it is responsible for a random perturbation 
of the genetic evolution, mutation plays an important role in the preservation of 
population diversity. It prevents convergence on local optima and is useful for an 
efficient exploration of the search space. 

Generally, a check on generated individuals is applied at each iteration as the 
genetic operators could provide encoding corresponding to unfeasible solutions. 

The search and optimisation problem is formulated through a fitness function, 
whose values are computed at each generation for each individual of the popu- 
lation. The fitness values are representative of the capability to address one or 
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Fig. 4.11 Examples of mutation methods applied to different encoding, a binary encoding: the 
mutation operator inverts a randomly chosen bit (in this case the second bit is flipped from to 1). 
b permutation encoding: two elements of the sequence are randomly selected and exchanged. 
c real value encoding: a gene is randomly selected and a small numerical quantity (mutation step) 
is added/subtracted 



more objective function(s) and they are used as a measure of an individual's 
performance. 

Whenever a set of objective functions, possibly in conflict with each other and/ 
or measured in different units, has to be optimised (multi-objective optimisation 
problem — MOP), the optimum is generally defined as the solution giving all 
acceptable values for the objective functions and providing a good trade-off among 
them (Osyczka 2002). As a matter of fact the MOP solution search is articulated in 
two steps: 

1. optimisation of the objective functions; 

2. definition of the decision maker's criteria for selecting the solution to the 
problem. 

Several techniques are available for managing the MOP process, according to 
the articulation of "decision" and "search" steps (Van Veldhuizen and Lamont 
2000). Basically, three techniques are applied for solving MOP problems: opti- 
misation of the highest priority objective, optimisation of an aggregated weighted 
sum of the objectives, and Pareto optimum search (Coello Coello et al. 2007). 

By keeping track of the fitness value of the worst and the best individual at each 
iteration, the GA can implement stopping criteria based on fitness function values. 
For instance, the iterative procedure can be stopped if the fitness value of the best 
solution remains unchanged for a defined number of subsequent iterations, or if it 
reaches a defined optimum bound. Alternatively, the GA can stop when a maxi- 
mum number of iterations is reached. 

The following data have to be provided as input of the optimisation algorithm: 

• GA parameters, which basically consist in crossover probability, mutation 
probability and population size; 
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• search domain limits, which are used to check actual feasibility of generated 
solutions; 

• starting population, which can be either randomly generated or deterministically 
defined within a domain of acceptable solutions, according to the user's 
knowledge of the search space. 

Several heuristic approaches have been proposed to find an optimal solution to 
the sensor placement problem. In Oh et al. (2007) a GA implementation is used 
with a multi-objective optimisation involving number, type and placement of 
sensors. The design objectives are related to coverage capabilities, network size, a 
weighted function referring to sensor types and proximity of target to sensors. A 
straightforward application of GAs provides a solution to a 2D unconstrained 
positioning problem. On the other hand, Ray and Mahajan (2002) apply GAs to the 
problem of placing receiving sensors, using a TDoA-based technique, within a 
ultrasound-based 3D positioning system. The design variables are the geometric 
locations of receivers whereas the objective is to avoid singularities and maximize 
measurement precision. A fixed number of sensors is considered. Both 2D and 3D 
configurations are analyzed. Realistic applications for navigating Autonomous 
Guided Vehicles (AGVs) within industrial environments have been approached 
through combinatorial optimisation methods. In Sinriech and Shoval (2000) the 
problem of cost minimization is addressed with a nonlinear optimisation model, 
where each sensor is characterized through its x-y coordinates in the planar space 
of the working environment (Sinriech and Shoval 2000). The aim is to adequately 
cover a set of critical points. Localisation precision is not taken into account. On 
the other hand, in Laguna et al. (2009) a combination of local search and tabu 
search is used to deal with a multi-objective optimisation problem. The proposed 
algorithm aims at maximizing coverage of a navigation area and measurement 
precision, minimizing the number of sensors employed. By assuming fixed vertical 
sensor positioning on the ceiling and fixed height of the receiving unit, the opti- 
misation problem is actually restricted to a two-dimensional search. No blocking 
obstacles are assumed to exist in the communication range between transmitting 
and receiving devices. 

A comparison between the performance of two heuristics (SA and GA), applied 
to the problem of deploying heterogeneous sensing devices under time-varying 
task requirements, is presented in Ramadan et al. (2007). Sensors differ as to 
lifetime, mobility capabilities, number of allowed moves (for the mobile ones), 
and reliability. The design objective consists in maximizing the area coverage. 
Although both methods provide satisfactory results, GA fares better than SA with 
the coverage objective. 

Olague and Mohr (2002) apply a multi-cellular GA (Koza 1992) to the pho- 
togrammetric network design, i.e., the process of placing cameras for 3D mea- 
surements. The optimisation problem aims at finding camera positions and 
orientations which minimise the 3D point measurement error. GAs demonstrate 
that they are able to cope with high dimensional combinatorial optimisation 
problems related to discontinuities due to the presence of interposing obstacles. 
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4.5 The MScMS-I Framework: A Practical Case Study 

The sensor positioning problem was solved within the MScMS-I framework 
through a software-assisted procedure, aimed at designing a flexible, efficient and 
modular sensor network by "pre-processing" technological, environmental and 
functional network-related issues. The "pre-processing" phase was structured into 
the following steps: 

1. problem statement: definition of sensing model, working volume geometry, 
physical constraints, environmental operating conditions, localisation techniques; 

2. task definition: setting of the measurement aim (e.g., single point coordinate 
measurement, distance measurement, shape reconstruction) and the measure- 
ment stations; 

3. positioning strategy implementation: designing of the network of sensor nodes, 
according to either a regular or an optimal placement technique. 

4.5.1 Problem Statement 

4.5.1.1 Sensing Model 

As reported in Chap. 3, the MScMS-I exploits a network of Cricket US trans- 
ceivers, operating as transmitters, to spatially locate a portable hand-held probe, 
equipped with two identical US devices, operating as receivers. The radiation 
pattern characterizing Cricket transceivers is discussed in Sect. 7.2.1 and reported 
in Fig. 7.5. According to this pattern, reciprocal alignment and distance between 
transmitting and receiving devices represent key parameters of the communication 
and sensing model, affecting connectivity and coverage capabilities (Franceschini 
et al. 2010b). Hereafter, no distinction will be made between communication and 
sensing capabilities of US devices. The terms "field-of-sensing" and "commu- 
nication volume" will be thus used as equivalent terms. 

The sensing hardware was experimentally tested to obtain a mathematical 
model of the communication volume (see Fig. 4.12). 

The model, which was implemented in the pre-processing software, was defined 
as a function of the following features: 

• the "communication range" h, intended as the distance between the transmitting 
device (T) and the receiving devices (R', R"), assuming that they are positioned 
in two parallel planes, facing each other; 

• the "misalignment angle" (1), defined by the maximum angle (in relation to the 
direction in which the transmitter faces) under which the communication 
between transmitter and receiver is maintained when the receiver is moved in 
any direction over the plane where it lies without changing its initial orientation. 
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Fig. 4.12 Graphical interpretation of the "communication volume" (bold lines). For each 
communication range (h*), intended as the distance between transmitter (T) and receiver (R', R") 
planes, the related misalignment angle (a) allows the identification of the extreme receiver 
positions (R") and, hence, a circular surface on the receiver plane. The actual communication 
volume, i.e., the region within which connectivity of US devices is guaranteed, is the envelope of 
the set of circular surfaces positioned between the transmitter plane and the reference plane n 
(Galetto and Pralio 2010). (with permission) 



Experimental results showed a mutual dependence of these parameters (Fran- 
ceschini et al. 2010). As a matter of fact, the misalignment angle monotonically 
decreases as the communication range increases, i.e., the receiver moves away 
from the transmitting node (see Fig. 4.13). This can be ascribed to the attenuation 
of the US signal (see Chap. 7 for further details). Therefore, the "field-of-sensing", 
intended as the real communication volume of US devices, has been defined as the 
envelope of a set of circular surfaces positioned between the transmitter plane and 
a reference plane (it in Fig. 4.12). Each surface may be identified as the inter- 
section of a plane distant h* from the transmitter and a cone which has the vertex 
in the transmitter centre and opening angle equal to 21(h*). 
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Fig. 4.13 Experimentally 
derived relationship between 
the misalignment angle X and 
the communication range 
h (adapted from Galetto et al. 
2011). (with permission) 
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4.5.1.2 Working Volume Geometry 

Several working volume sizes and geometries were used to test the effectiveness of 
the pre-processing software and the effects of different sensor positioning strate- 
gies. As shown in Fig. 4.4 for a generic indoor facility and a dimensional mea- 
surement task, three main regions were defined as input for the design algorithm. 
The sensor region corresponded to the set of points which were available for 
placing the network devices. The measurement region was identified according to 
the set of points to be measured and taking into account the probe geometry as well 
as the MScMS-I measurement procedure. The unavailable region identified inac- 
cessible areas within the working environment and/or possible obstacles. 
The information about position, size and shape of physical obstacles was used as 
input for the network design algorithm, in order to take into account shadowing 
effects. 



4.5.1.3 Physical Constraints 



Within the MScMS-I framework, there are no constraints related to the working 
volume geometry, as due to its network structure, MScMS-1 works also correctly 
in environments with non-convex planimetry. Sensor devices, which are usually 
placed on the ceiling, can be positioned, if necessary, on the walls and the floor of 
the building. In specific cases, in order to "floodlight" shady areas, special trestles 
can be used to position sensors inside the working volume. Minimum distance 
between transmitters could be introduced as a design constraint in order to avoid 
mutual obstructions. 

A constraint related to probe geometry was considered within this implemen- 
tation. In fact, the distance between the two devices mounted on the measuring 
probe and the tip length are two basic elements for determining the extension of 
the connectivity areas for a given measured object (see Fig. 4.14). The network 
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Fig. 4.14 Representation scheme of overlapping "communication volumes" of two US devices 
(in this case, C 2 and C 3 ) positioned on the ceiling. According to this simplified scheme, the actual 
communication volume of sensing devices (reported in Fig. 4.12) is represented as a cone. Each 
cone, identified by dashed lines, is a function of the relative distance h between the transmitting 
device C, (i = 1,...4) and a measuring plane, including the receiver devices A and B equipping 
the portable probe. Two reference distances, h M!N and h MAX , are also indicated, corresponding to 
the minimum and maximum distances, respectively, at which measurement is carried out 
(adapted from Galetto and Pralio 2010). (with permission) 



has to ensure full coverage of the areas where the probe devices are positioned 
during measuring operations. This condition is not required for the tip. This results 
in an evident advantage when measuring complex surfaces, characterized by 
hollows or shady areas. In these cases special tips with particular geometries can 
be used in order to touch hidden points (Bosch 1995). 



4.5.1.4 Localisation Techniques 



A multilateration algorithm, based on measured TDoA of US signals, was 
implemented to spatially localise each probe device. According to this localisation 
technique, a minimum number of four transmitting devices was needed to guar- 
antee point coverage capabilities (see Chap. 1). 
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Fig. 4.15 Virtual reconstruction of the working setup. The measurement task is defined 
according to two coordinate reference frames. The world coordinate reference frame Fwcs has 
axes X wcs , Y wcs , and Z wcs . The local (probe-fixed) coordinate reference frame F PCS has the 
origin in the probe tip V, axes Xpcs and Y PCS to form a plane containing the receiving devices A 
and B, and axis Z PCS defined accordingly. The black circle represents a generic measurement 
point P^ located at coordinates (x P j, y P j, zpj) in the world coordinate reference frame. The probe 
orientation is defined through the set of rotations (oj P; , </> Pj , k Pj ) that, sequentially applied to 
Fwcs, align it to Fpcs- A measurement task where the probe is oriented upwards (<j>pj = 0°), 
perpendicular to the ceiling (copj = 0°), and rotated of Kpj = 90° with respect to the world 
coordinate reference system is represented 

4.5.2 Task Definition 



According to the MScMS-I application field, the measurement task aimed to 
characterize some geometrical features of differently shaped measurands, by 
providing distance measurements with a probe which had a fixed geometry. The 
measurement region was defined referring to the set of measurement points located 
on the surface of the reference object. A schematic representation of the working 
layout is provided in Fig. 4.15. The generic yth measurement point P ; was char- 
acterized by its spatial coordinates (xp,-, ypj, Zpd in the world coordinate reference 
frame F wcs and a set of angles (oj P j, <fipp K Pj) mat > sequentially applied to F wcs , 
align it to the local (probe-fixed) coordinate reference frame F PCS . These angles 
are thus related to the probe orientation with respect to F wcs . 
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By defining the measurement task (i.e., the position of the probe tip and the 
probe orientation) and knowing the probe geometry, the position of receiving 
devices A and B in the 3D space can be calculated. It should be noted that, 
according to the system working principles, the region where sensor coverage has 
to be guaranteed is defined by the positions of the receiving devices on the probe, 
rather than by the measurement points located on the object. Although the coor- 
dinates (jca/, yAj, Zaj) and (x B j, y B j, z B; ) are used to generically define the position 
of devices A and B in the world coordinate frame F wcs , it is worthy to observe that 
they refer to the centre of the receiving US transceivers equipping the probe 
Crickets (see Fig. 4.15). 



4.5.3 Positioning Strategy Implementation 

Two different sensor positioning strategies were investigated and experimentally 
tested within the MScMS framework. Both strategies carried out the network 
design according to the experimentally derived communication model of the US 
devices. Degree of coverage, measurement precision, and costs were addressed as 
objectives of the optimisation task and they were used as measures for the com- 
parison between the proposed strategies. 

The generic network device C, was characterized through its spatial coordinates 
(x c „ yct> Zed in the world coordinate reference frame F WC s, referring to the centre 
of the transmitting US transceiver (see Fig. 4.16). 

The angular orientation of its field-of-sensing (communication volume) with 
respect to Fwcs was given through a set of rotations (coq-, 4>cu Key) that, 
sequentially applied to the world coordinate reference system, align it to a local 
(C,-fixed) coordinate reference system F CC s- 

A regular grid-based placement algorithm was implemented drawing a square 
configuration, characterized by a reference distance between sensor nodes. By 
constraining the devices to be placed on the ceiling, this strategy reduced the 3D 
positioning to a 2D problem, working on a fixed-altitude plane instead of the 
whole volume. 

In order to improve the metrological performance of the distributed system, an 
optimal placement technique based on genetic algorithms was implemented. 
Although it cannot guarantee the global optimal solution, the heuristics-based 
approach was preferred to conventional search methods (enumerative as well as 
deterministic) due to the complexity of the problem. By dealing with a fully 
3 -dimensional working environment and measurement task definition, this 
approach was able to provide a more realistic and reliable network configuration. 

4.5.3.1 Regular Grid-Based Strategy 

Due to the sensor positioning constraints, a practical solution for solving the 
connectivity problem consisted in mounting the network devices on the ceiling of 
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Fig. 4.16 Basic elements of the network device characterization. The generic device C, is 
located at coordinates (x c „ y Ci , z Cl ) in the world coordinate reference frame F wcs with axis lines 
Xwcs, Ywcs, and Zwcs- The local (C,-fixed) coordinate reference frame Fees has the origin the 
centre of the transmitting US transceiver, axes X ccs and Y ccs parallel to the US device surface, 
and axis Zees perpendicular to the plane XccsYccs and positive in the sensing direction. The 
black circle represents a generic measurement point P,- located at coordinates (xp,-, yp,-, Zpj) in the 
world coordinate reference frame. The device orientation is defined through the set of rotations 
(oj c „ (j>ci, Kcd that, sequentially applied to F wcs , align it to F ccs . A layout where the device C, is 
oriented downwards (0 C , = 180°) and parallel to the ceiling (oj Ci - = 0) is represented 



the working environment, as shown in Fig. 4.14. Measurements were assumed to 
be performed by orienting the probe Crickets upwards. In this condition, the 
distance between the ceiling and the reference plane, at the maximum distance 
from the ceiling at which it was planned to work, was assumed to be "maximum 
communication range" (h M Ax)- The corresponding "misalignment angle" was 
called "minimum misalignment angle" (a min ). Furthermore, it was assumed to 
"floodlight" only the zones where probe Crickets are positioned during the 
measurement (according to the object shape, the probe geometry and the mea- 
surement procedure). Under these conditions, the concept of beacon "density" was 
defined as the number of network devices that should be placed per unit of surface 
on the ceiling, in order to correctly "floodlight" a given region of an horizontal 
plane positioned at a generic distance h from the ceiling (see Fig. 4.14). According 
to the schematic representation of Fig. 4.14, the covered area is determined by the 
circular surfaces representing the intersection of the horizontal measuring plane 
and the cones generated by the network devices (see Fig. 4.17). 
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Fig. 4.17 Covered areas 
versus beacon "density" at a 
given distance h from the 
ceiling (Franceschini et al. 
2008). (with permission) 
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A square mesh grid arrangement was selected. Referring to Fig. 4.17, it can be 
observed that a circle, having radius r/, on the plane at a distance h from the ceiling 
and centred on a corner of the square mesh having diagonal d, overlaps the 
opposite corner if d < r h . Defining as pitch (p) the distance between two nodes of 
the grid, the diagonal of the mesh is given by: 



d = V2-, 



(4.2) 



Assuming that all the circles generated on a plane have the same extension 
(r h — r x — r 2 — r 3 — r 4 — ...) and using the experimentally derived relationship 
in Fig. 4.13 to relate the misalignment angle X and the distance h, the pitch can be 
rewritten as: 



p<—j=-h-ian(X{h)) 

v2 



(4.3) 



Considering that a minimum number of four devices/distances are needed to 
localise a device using a multilateration technique, the maximum pitch can be 
defined as: 



Pmax 



1 

71 



h ■ tan(/t(/i)) 



(4.4) 



According to the l-h relationship shown in Fig. 4.13, its variation with the 
communication range h is a non-monotonic function (see Fig. 4.18). 

Provided that the measuring volume ranged from a minimum distance h MIN to a 
maximum distance h MAX , a conservative pitch value Pcrid was estimated as: 



Pgrid 



min f — = ■ h MIN ■ tan(X(h MIN )) , — = ■ h MAX 



ta.n(X(h MAX )) 



(4.5) 



Due to the behaviour of X-h relationship, this pitch size guaranteed the com- 
plete coverage of the measuring planes at h MIN and h MAX , as well as of the enclosed 
volume. 
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Fig. 4.18 Maximum pitch 
Pmax as a function of the 
communication range h 
(adapted from Galetto and 
Pralio 2010). (with 
permission) 
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4.5.3.2 GA-Based Strategy 



Evolutionary algorithms, and specifically genetic algorithms, were selected 
according to the results of an explorative analysis of widely used search techniques 
(such as simulated annealing, tabu search, scatter search). The evolutionary tech- 
nique, applied to the present multi-objective optimisation problem, was able to 
provide a comprehensive representation of the 3D search space and to limit the 
computational burden of the searching phase. Each individual, as a possible solu- 
tion of the optimisation problem, was represented by a configuration of distributed 
sensor nodes C = (C\, C2, ■ ■ ., C„ mm ). The external parameters (x a , y ch z ci , ca ch 
<f> a ) were selected as decision variables of the optimisation problem (see Fig. 4. 16). 
Since, due to its axial symmetry property, variations of the k c , orientation angle do 
not cause changes to the communication volume, a number of decision variables 
n dv — 5 was defined. A binary encoding representation was used. 

Selection of parents for reproduction was made according to a tournament 
selection method, by randomly choosing two individuals and selecting the can- 
didate parent with the best fitness value. A steady state strategy was implemented, 
i.e., at each iteration the new population was formed referring to the parents and 
the newly generated offspring. One-point crossover and bit mutation were applied. 

The parameter n max , i.e., the maximum number of available sensors, was 
introduced by the user through the initial configuration and represented an upper 
limit for the network sizing. The population thus consisted of a n p x n mctc x n^ 
multi-dimensional array, where n p is the number of individuals per population. The 
sensor region, i.e., the set of candidate positions for sensor placement, was 
bounded according to the working environment dimensions and physical con- 
straints. Network configurations characterized by different sensor numbers (<n max ) 
were evaluated by enabling/disabling nodes. 

A criterion based on the maximum number of iterations was implemented to 
stop the iterative procedure. 

Three objective functions were considered in the optimisation procedure, taking 
into account, at each iteration, overall cost, coverage capabilities, and measure- 
ment precision. 
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As reducing the number of sensor nodes represents an important issue in order 
to build a flexible system, the cost function (CO was defined in terms of number 
of enabled sensors (n act < n max ) as follows: 

0i = l-—; Oie[0,l] (4.6) 

flmax 

This function represents the cost reduction obtained by the current layout (using 
n act sensors) compared to the initial reference configuration (using n max sensors). 
The lower limit of the definition range corresponds to a configuration using all the 
available sensors (n act — n max ) whereas the upper limit characterizes an empty 
sensor set. 

It is noteworthy that taking into account cost reduction as a key objective of the 
optimisation process has a twofold motivation. Firstly, reducing the network size 
entails a reduction in direct costs (price per sensor unit), labour costs, and setup 
times. Since sensor positioning and calibration are time-consuming activities, 
labour costs per placed unit represent an additional factor that should be taken into 
account whenever economic impact is evaluated. Furthermore, as the proposed 
optimisation strategy could be applied to sensing devices other than ultrasound- 
based (e.g., optical sensors), by simply changing the communication model, the 
cost of a single sensor unit could become a serious constraint. 

The coverage capabilities of different sensor configurations were stated, for 
each measurement point P,, as the number of sensors n cov j including the receiving 
devices within their communication volumes, under the assumption that trans- 
mitting and receiving devices were positioned in parallel planes. The effects of 
object shadowing on communication cones were taken into account in the cov- 
erage test. Since US transducer performance is affected by obstacles interposing 
between receiving and transmitting devices, the actual geometry of the measured 
object was modified according to its shadow. As a matter of fact, the shadow of the 
measured object was subtracted from the "ideal" communication volume, 
reducing the covered area. The coverage function (O2), intended as a "measure" 
of network coverage capabilities, was related to the number of transmitting devices 
having each measurement point P 7 (j = l,...,m) within their sensing range. 
Therefore, it was algorithmically defined as: 

V" O 

2 = ^ i=1 2 ' ;O 2 e[0,l] (4.7) 

m 

where 

if min(n COVjA ,M COV|B ) >n min 

Oy = { min(n cov n cm ) (4.8) 

otherwise 

and n min is the minimum number of transmitting sensors needed to locate the 
measuring probe (degree of coverage). 
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The lower limit of the definition range describes a layout in which no com- 
munication is established between transmitting and receiving devices for any 
measurement point. On the other hand, the upper limit characterizes an operating 
condition in which all the measurement points can be adequately localised as they 
are all covered by the minimum number of sensors. 

The network efficiency was evaluated through the measurement precision. 
A Dilution of Precision (DOP)-based method was used to give a measure of the 
quality of the network geometry. The concept of dilution of precision is applied to 
GPS as well as to other distributed systems using distance measurements from 
reference points to solve a localization problem (Bar-Shalom et al. 2001; Hof- 
mann-Wellenhof et al. 2001). It specifies the additional multiplicative effect of the 
network geometry on the measurement precision. For determining the precision in 
positioning the receiving devices, the precision in distance measurement combines 
with the relative position of the network nodes. A strong geometry, corresponding 
to an efficient network, is characterized by low DOP values. On the contrary, when 
the nodes are close to each other the geometry is weak and the DOP value is high. 
Various expressions for the DOP are given depending on the specific components 
of interest, such as the three-dimensional receiver position coordinates (PDOP — 
Position DOP), the horizontal coordinates (HDOP — Horizontal DOP), or the 
vertical coordinate (VDOP — Vertical DOP). According to the present application, 
the PDOP was used as a measure of the network efficiency. As reported in Eq. 4.9, 
the PDOP associated with the measurement of a point P^., adequately covered by 
the sensor network (02k — 1> k < m), was mathematically derived from the spatial 
coordinates (x Ci , y Ci , zed of the generic network node Q used in the localisation 
problem, the spatial coordinates (x Pk j, ypkj, Zpkj) of the j'th receiving device 
(j — A,B) corresponding to Mi measurement point P k , and their relative distances 

PDOP k j =f(xc 1 ,ya,ZCi,- ■ ;Xc N ,yc N ,zc N ;xp k j,yp kj ,zp tJ ;d hk j, . . .,d NtkJ ) (4.9) 

We refer the reader to Sect. 8.6 for a detailed discussion about the mathematical 
formulation of the PDOP term. 

The precision function (O3), intended as a "measure" of the quality of network 
geometry, was thus defined by comparing the PDOP k j to a user-defined upper 
bound value (PDOPi im ) as follows: 

3 = ^ k=l 3t ;O 3 g[0,l] (4.10) 



where 



max(PDOP kA , PDOP kfi ) 

Urn 



n - ) 1 " — — if max(PDOP kA ,PDOP kB ) <PDOP, im 

Q % _ < PDOPnm V ' ~ 

otherwise 

(4.11) 
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and m cov is the number of measurement points characterized by unit coverage 
function 2 - The lower/upper limit of the definition range refers to a network 
layout characterized by unacceptable/acceptable PDOP values for all the mea- 
surement points. 

The fitness function (FF), expressing the need for minimizing the network cost 
and maximizing sensor coverage as well as measurement precision, was defined as 
a linearly aggregated weighted sum of the objectives, according to a Conventional 
Weight Aggregation (CWA) approach (Jin et al. 2001): 

FF = K l O l +K 2 2 + K 3 3 (4.12) 

where the weighting coefficients (0 < K t < 1; Y,K t — 1) represent the relative 
importance given by the user to the problem objectives. It should be noted that the 
results of the multi-objective optimisation problem are strongly related to the 
definition of the fitness function, which entails modelling the relationships among 
the objectives, and the selection of weights, which implies to quantify the relative 
importance of the objectives. 

Several tests were carried out to evaluate the performance of the two posi- 
tioning strategies (Galetto and Pralio 2010). Differently sized and shaped 
measurands as well as a variety of measurement procedures (i.e., positions and 
orientations of the receiving devices) were implemented in the pre-preprocessing 
software. 

The GA-based strategy demonstrated to outperform the regular grid-based 
technique as to cost reduction capabilities, besides competitive performance as to 
sensor coverage and measurement precision. Moreover, the regular positioning 
approach, being unable to take into account the presence of a physical object 
between the measuring planes (at h MIN and Ii M ax), showed an expected perfor- 
mance degradation when shadowing effects were considered. 

Interesting considerations regarding potentialities of the GA-based strategy 
resulted from evaluating its performance with fully 5-DoF sensor characterization. 
The GA-based approach effectively demonstrated capabilities to further improve its 
performance according to spatial and rotational constraints of sensor positioning. 



Chapter 5 

System Calibration 



5.1 Concepts 

As specified in the International Vocabulary of Metrology, the calibration is the 
"operation establishing the relation between quantity values provided by mea- 
surement standards and the corresponding indications of a measuring system, 
carried out under specified conditions and including evaluation of measurement 
uncertainty" (JCGM 100:2008 2008). 

Historically, the term "calibration" probably was first associated with the precise 
division of linear distance and angles using a dividing engine 1 and the measurement 
of gravitational mass using a weighing scale. 2 These two forms of measurement 
alone and their direct derivatives supported nearly all commercial and technological 
development from the earliest civilizations until the Industrial Revolution. At that 
time, the presence of different standards of reference (the units of measurement 
could have been different from kingdom to kingdom or from region to region) had 
already highlighted the importance of calibration of measuring instruments. 

Later on, with the Industrial Revolution the concept of calibration assumed an 
even greater importance. The Industrial Revolution, in fact, introduced wide scale 
use of indirect measurement. Indirect measuring instruments are instruments that 
do not directly measure the quantity of interest, but basic quantities from which 
one of interest is derived. As an example, consider the spring balance presented in 
Fig. 5.1. This tool does not directly measure the mass of the object placed on its 
pan. It measures rather the travel of the piston on which the object to be measured 
is placed over. The travel of the piston is proportional to the force exerted by the 
object and is therefore proportional to its mass. But how to determine the relation 
between the piston excursion and the mass of the object to be measured? This is 



1 A dividing engine is a device specifically employed to mark graduations on measuring 
instruments (Daumas 1989). 

" A weighing scale, in general, is a measuring instrument for determining the weight or mass of 
an object (Daumas 1989). 
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(a) 



Standard Mass 



Measurement Scale 



20 kg 



Pointer 



— 21 kg 




Calibrated instrument 



Instrument out of calibration 



Fig. 5.1 An example of a spring balance. In the figure on the right (b), due to a poor calibration, 
the scale associated with the calibration is incorrect. This causes a misreading of the measurement 
results of the instrument. In the figure on the left (a), the scale associated with the calibration and 
thus the indication provided by the instrument are correct 

precisely the purpose of a calibration that, through the use of some reference 
standards, defines a correspondence between the indication of the instrument and 
the nominal value of the measured quantity. In the example, this means defining an 
appropriate measurement scale. 

Figure 5.1 compares the behaviour of the same instrument operating under 
different conditions. If, for some reason (such as drift, environment conditions, 
electrical supply, wear of components, process changes, etc.), the instrument runs 
out of calibration then it provide erroneous results. 

For this reason, and because of its importance, the calibration is typically 
performed before the use of any metrology system. 

For distributed systems, which are composed by several distributed metrolog- 
ical devices, this stage becomes crucial. The measurement indications provided by 
each metrological device need to be aligned on the same reference. It is clear how 
errors made at this stage may strongly affect the subsequent phase of measurement. 

This chapter is organized as follows. Sections 5.2 and 5.3 are dedicated to a 
general description of the calibration procedure. Common traits of the calibration 
procedures of different distributed metrology systems are highlighted and dis- 
cussed. As an example the calibration procedures implemented for MScMS-I are 
gone in more depth in Sect. 5.5. Finally Sects. 5.6 and 5.7 provide some hints 
about the calibration procedure for MScMS-II and iGPS™ respectively. 



5.2 The Goal of Calibration 



Based on different technologies, metrology instruments have different calibration 
procedures aimed at estimating different unknown parameters. Generally, the param- 
eters considered during the calibration phase can be classified into two categories: 
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Fig. 5.2 From base 
quantities to dimensional 
measurement. By knowing 
both the internal and external 
parameters it is possible to 
translate the measured base 
quantities into geometrical 
information 
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• Internal (intrinsic) parameters These parameters are directly related to each 
metrological device. Internal parameters are specifically related to the tech- 
nology. Examples of internal parameters can be the focal length or the skew/ 
distortion coefficients of CCD sensors. 

• External (extrinsic) parameters These parameters are not related to the tech- 
nology of the metrological devices, they rather depend on external/environ- 
mental factors that can affect the indications of the metrological devices. 
Examples of external parameters are the temperature, pressure, humidity of the 
working environment or the position and orientation of the metrological devices. 

The estimation of the values of these parameters is crucial because the 
dimensional measurement is derived by each distributed metrology system through 
a nonlinear function of these parameters. In fact, the metrological devices of a 
distributed system do not directly provide geometrical or dimensional measure- 
ments, they rather evaluate base quantities 3 such as differences in timing between 
pulses of different origins, current densities, or potential differences. The knowl- 
edge of the internal parameters related to the each metrological device allows to 
translate the measured base quantities into geometrical information. Only by 
knowing the external parameters, the geometrical information can be translated 
into dimensional measurements (see Fig. 5.2). 

In order to better clarify the concept of internal/external parameters let us 
consider the example of the iGPS™. In this case the base quantities are the time 



" The term "base quantity" is defined by JCGM as the "quantity, chosen by convention, used to 
define other quantities" (JCGM 100:2008 2008). 
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differences between the electrical pulses produced by the photodiodes embedded 
into the mobile probe when lighted by the laser beams emitted by each metro- 
logical device. By knowing the geometry of each metrological device (specified by 
the internal parameters described in Sect. 5.7) the system is able to turn the 
measured time pulses into an azimuth and elevation angle (see Chap. 2, Sect. 2.2). 
Then, the dimensional measurements are derived knowing the positions and 
bearings of the metrological devices (external parameters) through triangulation 
algorithms. 

It must be said that the operation of external parameters calibration is peculiar 
to distributed metrology systems. In particular, among all parameters, the position 
of metrological devices is certainly one of the most important. Regarding this 
point, there is a extensive literature about localisation algorithms specifically 
developed for distributed wireless sensor networks. Section 5.4 contains a brief 
classification of them as proposed by Franceschini et al. (2009), Mastrogiacomo 
and Maisano (2010). 



5.3 Common Approach to System Calibration 

Calibration procedures implemented by distributed systems are similar to some 
extent. They are typically organized into two phases: 

• Calibration Data Collection During this phase, some reference artefacts 
(or standards) are introduced. At this stage the measurement system — although 
not calibrated — is typically used to gather a collection of measurements of the 
geometrical features of the reference artefacts. 

• Calibration Data Computing The a priori knowledge of the geometrical features 
of the reference artefacts allows the estimation of the unknown internal and 
external parameters. This takes place during the second phase, which is usually 
performed off-line. In this phase the system searches for those parameters values 
that minimize the deviations of the measurement data gathered during the first 
phase, from their a priori known reference values. 



5.3.1 Data Collection 

As stated above, during this phase some reference artefacts have to be introduced. 
The reference artefacts are objects with known dimension made of special mate- 
rials (such as composite materials) that are almost insensitive to variation of 
environmental parameters (temperature, pressure, humidity, light conditions and 
so on). Typically their geometrical features are univocally evaluated using high 
accuracy metrology instruments such as CMMs or interferometers and thus they 
can be used as reference to calibrate the metrological devices. 
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Fig. 5.3 Examples of reference artefacts, a Typical reference used for the calibration of optical 
distributed dimensional metrology systems, b One of the reference artefacts used for the 
calibration of MScMS. c The vector bar used for the calibration of the iGPS™ (with permission 
of Bath University Mechanical Engineering Laboratories) 



Figure 5.3 presents some dimensional reference artefacts. In detail, Fig. 5.3a 
shows a typical reference artifact used for the calibration of optical distributed 
metrology systems. Figure 5.3b shows one of the reference artefacts used for 
calibration of MScMS. In Fig. 5.3c is shown the vector bar used for the calibration 
of the iGPS™. 

During the collection phase these objects are moved within the working volume 
in different positions and orientations and repeatedly measured. Since, at this 
stage, the distributed system is not yet calibrated, the measurements collected and 
stored during this phase are not actually dimensional measurements, but just the 
base quantities provided by each metrological device. This information is then 
processed during the data computing phase. 

Depending on the distributed system, the reference artefacts may have also the 
role of defining a global coordinate reference system. 



5.3.2 Data Computing 



This is the core part of the calibration procedure. The goal of this phase is to find 
that estimation of the parameters which better aligns the measurements recorded 
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during the collection phase with the a priori known dimension of the reference 
artefacts (Fig. 5.4). 

To this purpose a Fitness Function FF{~£) is typically defined. The fitness 
function (sometimes referred to as "objective function" or "cost function") 
describes the fitting of a mathematical model for measurement procedure to the 
experimental measurement data. It is a function of the set of unknown internal and 
external parameters (/) that are believed to significatively affect the measurement 
phase. Typically it has the following properties: 

• FF(x) > for any set of parameters; 

• FF(x) is nonlinear in %; 

• FF(x) has a global minimum in Xo> which is that particular set of parameters 
values able to align measurements provided by the instrument with "the 
quantity values provided by reference artefacts". 

Thus the calibration problem can be seen as a nonlinear optimisation problem 
aimed at finding the values of parameters % minimizing the fitness function: 



min(FF( Z )) (5.1) 



i 



The solution of this problem can be iteratively found from a first approxi- 
mation of the parameters values. Most often, but not necessarily, this results in 
minimising the sum of the squares of the deviations of the measurement data 
from their values predicted with a non-linear function of the unknown param- 
eters (Triggs et al. 2000; Lourakis and Argyros 2009). A range of general 
purpose optimisation algorithms, such as for instance Gauss-Netwon and 
Levenberg-Marquardt rather than simulated annealing or can be used to 
minimize the non-linear objective function. Alternatively, increased efficiency 
can be gained if these algorithms are adjusted to account for the sparsity of the 
matrices arising in the mathematical description of 3D reconstruction problems 
(Lourakis and Argyros 2009). In any case it is remarkable that, whatever it is, 
the choice of optimisation algorithm is strongly related to the problem definition 
and thus may vary according to it. 



5.4 Localisation Algorithms 123 

5.4 Localisation Algorithms 

A great abundance of localisation algorithms are described in literature. 
Generally, they are designed to be applied to a typical sensor network, con- 
sisting of a large number of nodes with a dense distribution. As a conse- 
quence, many of them do not fit to small networks, with few distributed 
nodes. According to their features, localisation algorithms can be classified 
within many categories. 

The first categorisation is based on the presence (or absence) of nodes with pre- 
configured coordinates: 

• Anchor-based algorithms The localisation is implemented by selecting a set of 
reference nodes ("landmarks", "anchor-nodes") with known coordinates (see 
Fig. 5.5). A localisation system, with "anchor-nodes", has the limitation that it 
needs another localisation system (e.g., GPS) to determine the anchor-nodes 
positions. Furthermore, a large number of anchor-nodes are required, for the 
resulting position errors to be acceptable (Priyantha et al. 2003). 

• Anchor-free algorithms They use local distance measurements among nodes to 
determine their respective coordinates. They do not assume the availability of 
nodes with pre-configured coordinates (see Fig. 5.6). 

The second categorization is based on the way node localisations "propagate" 
in the network: 

• Incremental algorithms These algorithms usually start with a set of three or 
more reference nodes with known coordinates. Other nodes in the network can 
contact the reference nodes and determine their own coordinates. As an 
unknown position node obtains a acceptable position estimate, it may serve as a 
new reference point. This process can be incrementally applied until all nodes in 
the network have obtained their coordinates. 

• Concurrent algorithms In this approach, many pairs of sensors communicate 
and share measurements, in order to achieve localisation for all sensors. Rather 
than solving each sensor position one at time, all sensor positions are simulta- 
neously estimated. Such localisation systems not only allow unknown-location 
devices to make measurements with known-location references, but they addi- 
tionally allow unknown-location devices to make measurements with other 
unknown-location devices. The additional information gained from these mea- 
surements between pairs of unknown-location devices enhances the accuracy 
and robustness of the localisation system. Such systems have been also referred 
as "cooperative" (Patwari et al. 2005). 

The third categorization is based on computational distribution: 

• Centralized algorithms Computing is performed by a single centralized node or 
network device. All nodes broadcast information to a single computer to solve 
the localisation problem. 
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Fig. 5.5 An example of 
anchor based incremental 
algorithm. In the example zij, 
n 2 and n 7 act as anchor nodes. 
All the other nodes localise 
themselves incrementally 
according to the positions of 
the already localised nodes 
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Fig. 5.6 An example of 
anchor free localisation 
algorithm. All nodes localise 
themselves concurrently 
basing on distance 
information 
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• Distributed algorithms Computing is equally distributed among network nodes. 
Each node receives location information from neighbouring nodes, performs 
computation, and retransmits the obtained results to them. 

It must be said that the algorithms for the calibration of the external parameters 
of distributed metrology systems are inspired by the algorithms for the localization 
of wireless sensor networks. Nevertheless, these techniques cover only partially 
the problem of calibration of these systems which, in order to function correctly, 
commonly need the knowledge of other (internal and external) parameters in 
addition to positioning metrological devices. 



5.5 Calibration Procedures for MScMS-I 
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Fig. 5.7 Dimensional 
reference artefact used for the 
calibration of MScMS-I. This 
artifact embeds five devices 
placed at a mutual distance of 
700 mm 




700 mm 



700 mm 



5.5 Calibration Procedures for MScMS-I 

This section presents some procedures implemented to face the calibration of 
MScMS-I. The three proposed procedures are aimed just at the calibration of a 
subset of the external parameters i.e., the positions of the metrological devices 
(Crickets). 

All the procedures rely on the use of a dimensional reference artefact with 
known geometry, which embeds a sufficient number of network devices and can be 
easily moved within the measuring volume (Fig. 5.7). 

The procedures are compared considering the network features they can deal 
with, the computational workload they require and their major advantages and 
weaknesses. The position of the network devices has been compared to a nominal 
position achieved using a laser tracker, whose nominal accuracy is greater than the 
MScMS-I accuracy (see Sect. 2.4.2). 

For all the procedures, the fitness function is given together with the logic 
behind its definition. 



5.5.1 First Procedure 



The key idea of this procedure is to place the reference artefact in known positions 
(see Fig. 5.8). Each time the reference artefact is moved, it is kept still for a while. 
During the time period in which it is not moving, the reference artefact is able to 
communicate with the network devices and estimate their distances from the 
embedded devices. Knowing these distances and the position of the reference 
artefact in a global reference coordinate system, the network devices can be 
localized by solving the optimisation problem described in the following. 

Let M be the number of wireless devices embedded in the reference artefact and 
N the number of network device to be localized. As said before, the reference 
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Fig. 5.8 Schematic representation of the first localisation procedure. The multiple positioning of 
the reference artefact progressively localizes the network nodes 



artefact is placed in different positions under the network devices. Let P be 
the number of reference artefact positioning. Since for each repositioning, the 
position of the reference artefact is supposed to be known, the reference artefact 
defines MP reference points (R,) with known coordinates ((xr.,)'r,,Zr / ), with 
j = 1, . . .,M ■ P). Let also Ci, ..., Qv be the points with unknown coordinates 
( x c, -i yc, ij Zc, ■) , with i — 1, ..., N corresponding to the network devices to be 
localized. 

During the phase of the reference artefact repositioning, the wireless devices are 
able to measure the distance (dc h Rj) between the points defined by the reference 
artefact (R 7 ) and the points corresponding to the network devices (C,). 

Knowing the set of measured distances, it is possible to define a distance vector 
(djj with i — 1, . .,,N andy = 1, . . .,M • P) associated to each network node (C,) as: 



dt 



dc { .R If network device Q can estimate its distance to R,- 
1 Otherwise 



(5.2) 



As a consequence let's define the connection set /,■ as the set of reference points 
to which the network device (B,) is able to estimate the distance: 



I t = {;£ {!,..., M-P}:dij^0} 



(5.3) 



The unknown position of the rth network device (B,- = (xb ; , ys, : , Zb, ■) ) can be 
found as the position that, for each j £ /,, minimizes the difference between 
Euclidean and measured distance: 



(x Cl - xr.) + (yc, - vr,) + (zq - ZRj) 



da.K 



(5.4) 



j&i 
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The necessary condition for a network node to be localized is to have a con- 
nection set (/,■) containing more than three elements. If number of elements of the 
connection set is greater than three, then the unknown position of the z'th network 
device Q = (xq , yc ; , zc, ) can be estimated performing an iterative minimization of 
the following Fitness Function (FF): 

FF(Q)=£(5 c „R;-dc,R;) 2 (5.5) 

being: 

• dc,-,R -, the Euclidean distance between the jth reference point (R,) and the 
position of the /th network device (Q): 



dc„Rj = \J{xq ~ x Rj ) 2 + (yc, - vr,) 2 + (zc, - z R; ) 2 (5.6) 

• C, = (xc n yci,zci), the position of the /th network device to be localized in the 
localisation space {CR 3 , 

• R,- = (xr., vr , zr ), the position of they'th reference point defined by the multiple 
repositioning of the reference artefact. 

From a computational viewpoint the algorithm is quite simple to be imple- 
mented and run. An intuitive drawback is the need for a significant human mod- 
eration: every time the reference artefact is moved it has to be located in a global 
reference coordinate system. To perform this operation the operator has to define a 
global reference coordinate system and manually locate the position of the ref- 
erence artefact by means of external devices (laser rules, laser levels, etc.). It is 
obvious that the accuracy of this operation influences the accuracy of the final 
localisation of the network devices. 



5.5.2 Second Procedure 

The goal of the second procedure is that of getting free from the constraint of the 
a priori localisation of the reference artefact otherwise needed in the first proce- 
dure. In this case, the reference artefact is not used for directly locating the 
network devices, but just to obtain distance information. 
This localisation procedure can be divided in two phases: 

• First Phase The method uses multiple replacements of the dimensional refer- 
ence artefact to evaluate the mutual distances between the network devices (see 
Fig. 5.8). The reference artefact is kept still in multiple positioning under the 
network devices as for the first procedure. Every repositioning of the reference 
artefact univocally defines a new local coordinate system. All network devices 
that are able to estimate the distances to three or more embedded devices, are 
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Fig. 5.9 First phase and second phase of the second localisation procedure. Each positioning of 
the reference artefact defines a set of distances 



localized in the local coordinate system by solving a non-linear problem similar 
to that defined in Eq. 5.5. If two devices are localized in the same local coor- 
dinate system then it is possible to calculate their Euclidean distance according 
to Eq. 5.6. 
• Second Phase Given the distances between network devices, it is possible to find 
their position by solving an optimisation problem. The optimisation searches for 
the global minimum of a fitness function whose goal is to identify the network 
layout that better satisfies the distance constraints (Fig. 5.9). 

Let N be the number of network devices to be localised, and C,,t = 
(^Q^yc^zc,,) and C M = (xq^ycj^zcjj) the position of two network devices 
localized in the same local coordinate system defined by the kxh reference artefact 
repositioning. Then let (deck be their Euclidean distance calculated as 



d C,.k,Cj. k 



(xqj, - x Cj ,) 2 + (yc Lt - yc, k f + (zc, t - z Cjj! ) 2 (5.7) 



Now let dc h c be the average of the Euclidean distances defined by k different 
local coordinate systems: 



3 Q,C; 



K 



(5.8) 
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where K is the total number of reference artefact repositioning in which both C, 
and C^ have been localised. 

Collecting all these distances derived from every repositioning of the reference 
artefact, it is possible to build a global distance matrix which is obviously inde- 
pendent of the different local coordinate systems. The resulting distance matrix is 
defined as: 



(i \_\ dc h Cj If C, and C, can be localized on the same local coordinate system 
1 ij) ~ \ " Otherwise 

(5.9) 

As for the first localisation procedure, for each network device it is possible to 
define its connection set /,- as: 

I i = {je{l,...,M-P}:d c „c J ^0} i (5.10) 

So far, the solution of a global optimisation problem allows the concurrent 
localisation of the network devices. The Fitness Function to be minimized is 
similar to that of Eq. 5.5: 

N 2 

FF(C U ...,C N ) =^XK 5 C'.cj-<W) (5.11) 

being: 

• N the number of network devices C,; 



• 



C, = (xq , vc, , Zc, ) the unknown position of point C, in the localisation space 

• dc h c the Euclidean distance between C, = (jcq ., yc, , Zq ) and Cj = (xc-,yc-,Zc)- 

The unknown optimisation variables are the three spatial coordinates 
(xc, , yc, , Zc, ) f° r ' '— ^ > ■■■>N. The optimisation is an iterative procedure: starting 
from a network layout of first approximation, the algorithm iteratively refines it in 
order to better satisfy distance constraints. In general the optimisation convergence 
towards the correct layout is not a priori granted, but it strongly depends on the 
first approximation solution. In order to avoid such kind of problems a solution 
proposed and tested on different WSNs has been adopted for the MScMS-I (Pri- 
yantha et al. 2005). 

While the first localisation procedure starts from the ideal condition in which 
each reference repositioning is done in a known position, this procedure is free 
from any constraint about reference artefact positioning. On the other hand, it 
may be prone to some errors due to particular network layouts with a inho- 
mogeneous node distribution. A necessary condition for the algorithm to work is 
that, for each node, the distances to at least other four nodes must be known. 
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5.5.3 Third Procedure 

In some conditions, it is possible to overcome the main drawbacks of both the first 
and the second method. While the first one can be classified as an anchor-based 
algorithm, the second method is an anchor-free algorithm. It does not need an 
a priori localisation of the reference artefact, thus resulting handier and more 
scalable. On the other hand, it may lack accuracy because it does not consider 
some of the available information about the local localisations. 

The third method is quite similar to the second one, except for a further 
assumption. In practice, it is often customary to move the reference artefact on a 
plane, for example on the floor of the working area. This method is based on the 
assumption of planarity of the surface of the reference artefact support. The local 
coordinate systems resulting from the reference artefact repositioning have the 
same z coordinate axis. 

The procedure is articulated in two phases: 

• First Phase This method uses multiple replacements of the reference artefact as 
for the second localisation procedure. Each time the reference artefact is moved, 
it defines a local coordinate system. Besides storing mutual distances, during 
this phase it also saves the z coordinates of each network device. 

• Second Phase The optimisation searches for the global minimum of a fitness 
function whose goal is to identify the network layout that better satisfies dis- 
tances constraints and z measurements. 

As for the first and the second procedure, the reference artefact is moved under 
the network devices. Every repositioning of the reference artefact univocally 
defines a new local coordinate system. Let denote with C^ = {xc ik ,yc tk ,Zc ik ) the 
local coordinates of the fth network device referred to the kth repositioning of the 
reference artefact respectively. If, for every repositioning of the reference artefact, 
the defined local coordinate system has the z-axis orthogonal to the support plane, 
then what changes between the different local coordinate systems are just x and 
y coordinates. Let zq be the average of all zc, k obtained localizing the same 
network device (C,) in different local coordinate systems. The localisation problem 
can be lead to a bi-dimensional problem. 

As for the second method, if two devices can be localized during the same 
reference artefact repositioning, it is possible to calculate their bi-dimensional 
Euclidean distance as: 



d Ci , t ,c, t = \J {x c ,, t ~ x Clk ) + (y Ci , k ~ yq, t ) (5-12) 

Let dci.c be the average of all the bi-dimensional distances between C, and C, 
defined by all the reference artefact repositioning. 
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~ dCiCj =^kp^ (513) 

where K is the total number of reference artefact repositioning in which both C, 
and C, have been localised. So far it is possible to define a distance matrix D as in 
Eq. 5.9. 

The optimisation algorithm of the second phase starts from a raw first 
approximation bi-dimensional layout (Priyantha et al. 2005) and it searches for the 
minimum of a fitness function: 



FF((xi,yi)...(x N ,y N )) = ^ 



i=i 




(5.14) 



where: 



• N is the number of devices to be localized; 

• (Xi,yi) are the x and y unknown coordinates of the ith network device in the 
localisation space t, C R 3 ; 

• dc u c is the bi-dimensional Euclidean distance between C, and C,; 

• /, ■ = e {1, . . .,M ■ P} : d LJ ^ 0}. the connection set of node C». 

Once the optimisation phase is concluded, the three-dimensional coordinates of 
each network node are then C,- = (xq , yc i , Zq ) ■ 

This method has been developed as a compromise between the two previous 
ones. Assuming one knows that the reference artefact is placed on a fiat surface, 
this method handles the local calculations of the z coordinates as additional 
measurements. The necessary condition for the algorithm to work is relaxed, 
compared to that of the second method, as, for each node, the distances to other 
three nodes must be known. 



5.5.4 Tests and Performance Comparison 

The three proposed localisation procedures were tested on different network 
topologies. The experimental trials were run in the Industrial Metrology and 
Quality laboratory of DISPEA — Politecnico di Torino. During the experimental 
measurements the temperature was kept constant at about T — 21° with relative 
humidity RH — 27%. In these conditions the speed of sound value (s) was set to 
343 m/s. 

The experimental tests were carried out with a number of network devices hor- 
izontally placed on the ceiling of the laboratory. In general, this kind of positioning 
allows a better coverage of the working area and, at the same time, avoids the 
presence of obstacles between the contact probe and the network devices. 
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Fig. 5.10 The four network topologies tested in order to evaluate the effect of network topology 
on localisation 

In order to evaluate the sensor network effect on the localisation four different 
network topologies, fitting the same working volume (about 90 nr ), were 
considered: 

• low density network: 8 devices randomly placed in a 30 m 2 area (see 
Fig. 5.10a); 

• medium density network: 16 devices randomly placed in a 30 nT area 
(see Fig. 5.10b); 

• medium/high density network: 20 devices randomly placed in a 30 m~ area (see 
Fig. 5.10c); 

• high density network: 24 devices randomly placed in a 30 m 2 area (see 
Fig. 5.10d). 

For each of the four network topologies the reference positions plotted in 
Fig. 5.10 have been measured using a laser tracker, a metrology instrument whose 
nominal accuracy is at least two orders of magnitude greater than the MScMS-I 
accuracy (Andersen 2008). 

The dimensional reference artefact presented in Fig. 5.7 was used for the tests. 
Five devices were placed on each vertex and in the middle of a 700 mm side 
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square. The relative positions of the devices embedded in the reference artefact 
were calculated using a CMM. 

Using a laser tracker it was possible to draw a grid of about 1,500 mm of side so 
as to know the position of the reference artefact for each repositioning. In order to 
completely cover the working area, the reference artefact was moved in seven 
different positions. 

During each reference artefact positioning, a PC stored the distance estimation 
between the reference artefact and the network devices, averaging the measure- 
ments for 30 s. It has to be noted that the Cricket working frequency is set to 1 Hz, 
in order to reduce the natural variability of distance measurements among Crickets 
(Priyantha et al. 2005). 

The same data collected by the reference artefact were used off-line as input of 
the three different procedures. The data collection was replicated five times. 

In order to evaluate the performances of the three proposed localisation tech- 
niques, the network layouts produced by the algorithms were compared to the 
reference network layout given by the laser tracker. To do that, the results pro- 
duced by the algorithms were roto-translated to best fit the network layout given by 
the laser tracker. This operation, which is just a rigid transformation, is necessary 
whenever there is a need to compare localisations given in different reference 
systems. In detail, a Robust Least Squares (RLS) fitting method was used to 
reduce the influence of outlier points on the fitting results (Andersen 2008). 

To compare the nominal and the computed network layouts, the nominal 
position of each node and the position obtained by the proposed procedures were 
compared. If x, is the position of the ith network node produced by the localisation 
procedure and X, its nominal position, the localisation error s can be defined as: 



\ 



t l -^i- (5.15) 



where N is the number of localized devices for each network density (Wu et al. 
2008; Savvides et al. 2001). 

Figure 5.11 summarizes the results obtained from the experimental tests 
described in the previous sections. The second localisation method showed the 
worse performance, while the first was the method that provides the best results 
according to the proposed indicator. As expected, the performance of the third 
procedure were closer to that of the first method. 

In order to complete the analysis, Table 5.1 provides a view of the times needed 
by each localisation procedure in terms of set-up, acquisition and computation. 
Although being qualitative, this analysis can be useful in order to understand the 
required user involvement and the carrying out complexity of each procedure (see 
the last column of Table 5.1). The evaluation was codified on three levels: High 
(H), Medium (M), and Low (L). 

The set-up time is the time needed for the procedure arrangement. The first 
procedure necessitates an a priori localisation of all the positions of the reference 
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Fig. 5.11 Localisation error according to the error indicator defined in Eq. 5.15 



Table 5.1 Time 


required by 


each localisation 


procedure 








Time 






Complexity 

User 
involvement 






Set-up 


Acquisition 
(min) 


Computation 

(s) 


Set-up 
Complexity 


First method 
Second method 
Third method 


2h 
1 min 
1 min 


14 

7 
7 


< 10 
<60 
<30 


H 

M 
M 


H 

L 
L 



Data are referred to a medium density network topology. The Complexity has been qualitatively 
evaluated on three levels: Low (L), Medium (M) and High (H) 

artefact and a manual data entry. This operation may take up to some hours 
depending on the size of the network. The second and the third method do not need 
any particular a priori setting apart from the software and connections start-up. 

The acquisition time is the time taken to position the reference artefact and to 
perform data acquisition. It is obviously dependent on the number of repositioning 
(7 in our experiment). For each procedure the reference was kept still for about 30 s 
in each position. A reference handling time between each acquisition of a further 
30 s has been considered for the second and the third procedures, and one and a half 
minute for the first method that requires an accurate and careful positioning. 

The computational time needed by the algorithm to run was small compared to 
the other times. The personal computer used for this evaluation was an AMD 
Athlon(tm) 64 Processor 3500+ 2.21 GHz with 1.98 GB RAM. 



5.5.5 General Considerations 



From the analysis of the results presented in the previous section, it emerges that, 
above all, the first one is the method that performs better, but it requires a sig- 
nificant user involvement as well as a further metrology instrument able to 
accurately localize the reference positions. This method may be used in particular 
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Fig. 5.12 Focal and 
principal points of a 
compound lens in air. F is the 
front focal point, P the 
principal point. The focal 
distance I c is the distance 
between F and P 




Optical Axis 



Principal Plane 



contexts in which a large-scale metrology instrument is available and can be used 
just once to define the reference artefact positions. 

The second method, on the other hand, requires modest user involvement, being 
free from any constraint. The drawback is the low performance level on sensor 
networks not uniformly distributed, as in the tested experimental case. 

Among all the examined procedures, the third method seems to be the best 
compromise, not needing any particular set-up, but providing a sufficient perfor- 
mance level. On the contrary, this procedure may be inappropriate where the 
reference support surface is not sufficiently flat. 



5.6 MScMS-II Calibration 



The multi-camera calibration problem of MScMS-II is faced by using a fully 
automatic single-point self-calibration technique (Svoboda et al. 2005). 

More particularly, the set of unknown parameters (/mscms-ii) considered by this 
calibration procedure is composed by 15 parameters for each camera: 

• Nine internal parameters which characterize each camera (Svoboda et al. 2005): 

- Principal point (P), i.e., the point where the principal plane crosses the optical 
axis (two coordinates on the camera projection plane, see Fig. 5.12); 

- Focal Length (/ c ), i.e., the distance from the lens focus (F) and the principal 
point (see Fig. 5.12); 

- Skew coefficient. It is related to the angle (<x c ) between the x and y pixel axes. 
In case of rectangular pixels a c is equal to zero (see Fig. 5.13); 

- Distortion coefficients (k c , 5 parameters). These terms are the coefficients of a 
polynomial that models the image distortion produced by each camera 
(Fig. 5.14). 

• Six external parameters: 

- Position of the camera (x c , y c , z c )', 

- Orientation of the camera (to c , (j) c , k c ). 

This calibration technique requires a minimum of three cameras and a reference 
artefact for aligning and scaling the reference system (see Fig. 5.15). 
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Fig. 5.13 The skew 
coefficient is a parameter that 
depends on the angle between 
the two axes of the pixels. 
When the angle is equal to 
zero, the skew coefficient is 
null 



Camera Image 



Camera Pixel 




Fig. 5.14 An example of 
optical radial distortion. 
Distortion is a deviation from 
rectilinear projection, a 
projection in which straight 
lines in a scene remain 
straight in an image. The 
distortion coefficients k c 
allow to model and correct 
this phenomenon 



Fig. 5.15 Dimensional 
reference artefact used for the 
calibration procedure of the 
MScMS-II. In this case the 
number of embedded devices 
is three. Device housings are 
highlighted with circles 
(Galetto et al. 2011). (with 
permission) 




According to the calibration procedure, a single reflective marker is randomly 
moved in several unknown positions within the working volume and tracked by 
the IR camera sensors. Image acquisition and processing are managed by the 
camera onboard hardware that directly provides pixel coordinates in its view 
plane. 

The camera on-board tracking capabilities save the automatic spot detection 
procedure, which is a computationally expensive operation. On the other hand, the 
camera self-calibration are affected by the reliability of the embedded tracking 
engine, i.e., by its capabilities to correctly identify the bright spot in the image and 
to calculate its position in the camera view plane. 
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Firstly, the calibration algorithm performs a two-step procedure for discarding 
outliers, either due to reflections in the working environment or measurement 
errors of the tracking engine. False points are removed from the list of visible 
points of the IR cameras according to an iterative pair-wise analysis and a 2D 
reprojection error-based strategy. As to the former step, image pairs are iteratively 
selected according to the number of visible corresponding points. Point-to-point 
correspondence is analyzed according to epipolar geometry constraints (Longuet- 
Higgins 1981; Hartley and Zisserman 2004) and applying a RANSAC-based 
technique (Fischler and Bolles 1981) for discarding outliers. Survived points are 
further evaluated by projecting them back to the camera pairs and applying a 
threshold method based on 2D reprojection errors for removing false ones. 

After the outlier filtering, the calibration algorithm implements an iterative 
procedure that compute the projective structure (i.e., the projection matrix and the 
reconstructed 3D points' cloud) until outliers are completely removed and estimate 
a nonlinear distortion model of the camera lens until a stopping condition (either 
based on a user-defined threshold or a maximum number of iterations) is reached. 

Finally, this procedure yields to the eleven internal and external camera 
parameters described above (Svoboda et al. 2005). As the external camera 
parameters are provided in an unknown reference frame, having the origin in the 
centre of the points' cloud, a further step for aligning and scaling the coordinate 
system is performed using the reference artefact presented in Fig. 5.15. 



5.7 iGPS™ Calibration 

Each iGPS™ transmitter is characterized by eleven parameters for 3D position 
measurement. More particularly, the set of unknown parameters (xigps) considered 
by the iGPS™ calibration procedure is composed by: 

• Five internal parameters: 

- the tilt angles of the two laser beams from the spin axis ((/>; and <f> 2 , see 
Fig. 5.16); 

- the cone central angles of beam 1 and beam 2, which specify the degree of 
curvature in each beam (two parameters, see Fig. 5.17); 

- the azimuth angle difference of beam 1 and beam 2 ([!, see Fig. 5.16); 



Six external parameters: 

- positions of the rotating heads (x t , y t , z t )\ 

- orientations of the rotating heads (</>,, 9 t , 



t , P,)- 

Contrary to MScMS-II, the calibration of the internal parameters is typically 
made separately from the external parameters calibration (Hedges et al. 2003). 
This is due to the fact each transmitter is univocally assigned to a system and there 
is no need for multiple calibrations unless in case of particular accidents 



138 



5 System Calibration 



Fig. 5.16 

angles of an iGPS 
transmitter 



Tilt and azimuth 

TM 






Transmitter 




Approximation cone 



Laser beam 1 

Fig. 5.17 Cone central angle of the first beam. Although it can be considered a plan as a first 
approximation, the shape of the laser beam is not perfectly planar. Its shape could be rather 
approximated to a portion of a cone (Hedges et al, 2003). In the schematisation, c<i is the cone 
central angles of the first laser beam, which specify its degree of curvature. Since, for each 
transmitter, there are two laser beams, then two degree of curvature must be in order to fully 
characterise each device 



(e.g., shocks, breakdowns etc.) or maintenance activities. Hedges et al. (2003) 
describe one possible internal parameters calibration process which is also 
reported into the patent. In particular the technique used for internal parameter 
calibration is a resection commonly used in photogrammetry and surveying. 

On the other hand, the procedure for the calibration of the external parameters 
is different. This more general engineering problem is often referred to as "three- 
dimensional reconstruction" and occurs in areas as diverse as surveying networks 



5.7 
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Fig. 5.18 The iGPS™ 
portable probe measuring a 
point on a calibrated bar in 
the Industrial Metrology 
Laboratories of Bath 
University, (with permission) 




(Wolf and Ghilani 1997), photogrammetry and computer vision (Triggs et al. 
2000; Lourakis and Argyros 2009; Ferri et al. 2010). 

From the practical point of view, the external parameters calibration is typically 
carried out by moving the iGPS™ portable probe within the measurement volume. 
Alternatively a couple of photodiodes mounted on a calibrated and customized bar 
can be used. The system collects a sufficient number of dynamic measurements to be 
subsequently processed. An earlier version of the calibration procedure used a col- 
lection of static measurements of some points between the transmitters. 

As for MScMS-Il, before the processing, the collected points are filtered in 
order to discard outliers due to possible laser beam reflections or noise. Finally the 
estimation of three-dimensional point coordinates together with transmitter posi- 
tions and orientations, are obtained through a bundle adjustment procedure (Triggs 
et al. 2000). This procedure, which is quite common in photogrammetry systems, 
is aimed at obtaining a network layout reconstruction which is optimal according 
to a pre-specified fitness function. 

The position coordinates of the transmitters with reference to a user defined 
world coordinate reference system are calculated by defining a scale, which is the 
absolute distance between two known points (for example the distance between the 
two photodiodes embedded into the portable probe bar is about 202 mm). Later on, 
the scaling factor can then be improved by using larger reference lengths later on 
in the process (Fig. 5.18). 



Chapter 6 
Self-Diagnostic Tools 



6.1 Introduction 

Several different causes may affect metrological performance of distributed systems 
over time: variations of environmental factors, deterioration of some subsystems and 
other uncontrollable effects (Bosch 1995; Cauchick-Miguel et al. 1996; Franceschini 
et al. 2002; ISO 10360-2 2001). The option for an on-line evaluation of possible 
malfunctions is particularly interesting for system users. It would allow a timely 
correction of anomalies, limiting scraps and low-quality production. Furthermore, 
keeping under control system metrological characteristics, for ISO 9000 certified 
companies, is a mandatory requirement (ISO 10012-2 1997). 

Metrology systems can be typically subject to three types of verifications (ISO 
10360-2 2001): 

• initial verification or acceptance test (the acceptance test is normally long, 
complex and expensive); 

• periodic verifications (verifications must be brief, simple to perform and low-cost); 

• irregular/occasional controls. 

Typical common elements of such verifications are the use of more or less 
complex and costly artefacts, the use of experienced and qualified personnel, and 
the need to operate off-line when the machine does not work. Furthermore, all 
these verifications allow the detection of a possible damage-state, only at the time 
in which they are carried out. They do not allow establishing the moment when 
such damage occurred, nor the causes. 

Therefore, it is evident the interest for methods that, placing side by side the 
above verification strategies, are able to automatically display the occurring of any 
decays in the machine performances. A first result of on-line approaches is the 
possibility to indicate the need for a more accurate test or even for a complete 
calibration only when this is really necessary. Second aspect concerns the 
"guarantee" that the dimensions of the measured part are really those declared by 
the instrument provider. 
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Fig. 6.1 An example of self- 
diagnostics. The tank 
presented herein is equipped 
with two fluxmeters and a 
level sensor placed on the 
roof. The two fluxmeters 
monitor respectively the 
inflow and the outflow. If the 
difference between the two 
flows does not match the 
level of the tank, this 
indicates the presence of 
some leakage 



Fluxmeter 



Level sensor 



Inflow 

► 



Fluxmeter 



/ 



y 



t ► 

Outflow 



f Metrological Performance \ 
\^^ Verification ^S 




^ 


OFF-LINE DIAGNOSTICS 




ON-LINE DIAGNOSTICS 


• Periodic Inspection 

• Acceptance Test 

• Calibration 


/ Physica 
V Redundar 


? JL _ 


• Etc... 

_ _J 


^v — ~\/^ ■ 

y Analytical V Mixed 
cy J\. Redundancy ./V Approach 



Fig. 6.2 Summary of different approaches for metrological performance verification 
(Franceschini et al. 2002). (with permission) 

The present chapter introduces first the concepts of "self diagnostics" and 
"reliability of a measurement". Second it provides an analytical description of 
three on-line diagnostic tests aimed at verifying the metrological performance of 
distributed systems during the measurement phase. It has to be said that these 
diagnostics complement the set of diagnostics that usually equip metrology 
instruments. 



6.2 Self-Diagnostics 



The problem of "self-diagnostics" in automated systems is not a recent matter, and 
traditionally many strategies have been proposed (Clarcke 1995; Henry and 
Clarcke 1992; Isermann 1984). Self-diagnostics can be defined as the capability of 
a system to identify and signal possible anomalies which can affect its proper 
functioning. As an example of this concept, let us consider the system presented in 
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Figs. 6.1. Such a system is able to autonomously identify eventual tank leakages 
by comparing the inflow and the outflow with the tank level measured by an ad hoc 
sensor. 

In many critical sectors, such as the aeronautical and nuclear ones, the most 
used techniques for self diagnostics are based on the replication of the instru- 
mentation and the control equipments. This approach is usually very expensive. 

In general, it is possible to distinguish two main types of redundancy (see 
Fig. 6.2): 

• The "physical redundancy" (Gertler 1998), which consists of replicating the 
instrumentation and the control equipments (for example, by integrating the touch 
probe with an optical device or by creating a redundancy of the probe itself). 

• The "analytical" or "model-based redundancy" (Frank 1990; Isermann 1984, 
1993), which substitutes the replication of a physical instrumentation by the use 
of appropriate mathematical models. These latter may derive from physical laws 
applied to experimental data or from self-learning method (for example, neural 
networks). 

Often the two approaches are employed together. In this case the analytical 
redundancy method is enhanced with the use of an external "witness-part" 
(Franceschini et al. 2002). The diagnostic tests proposed into this chapter are based 
on analytical redundancy. 



6.3 The Concept of Measurement Reliability 

If we refer to the field of dimensional metrology instruments and CMMs, in 
particular, the concept of "on-line metrological performance verification" is strictly 
related to the notion of "on-line self-diagnostics " (Gertler 1998; Franceschini and 
Galetto 2007). In a sense, this approach is "complementary" to that of uncertainty 
evaluation presented in Chap. 8 (ISO/TS 15530-6 2000; Phillips et al. 2001; Savio 
et al. 2002; Piratelli-Filho and Di Giacomo 2003; Feng et al. 2007). 

In general, the on-line measurement verification is a guarantee for the preser- 
vation of measurement system characteristics (including accuracy, repeatability, 
and reproducibility) (JCGM 100:2008 2008). The effect of measuring system 
degradation is the production of "non-reliable measurements". 

In general, we can define the concept of "reliability of a measurement" as 
follows. For each measurable value x, we can define an acceptance interval [LAL, 
UAL] (where LAL stands for Lower Acceptance Limit and UAL for Upper 
Acceptance Limit): LAL < x < UAL. 

The measure y of the quantity x, obtained by a given measurement system, may 
be considered as the realization of a random variable Y. It is considered "reliable" 
if LAL < y < UAL. 

Therefore, the I and II type probability errors (misclassification rates) respec- 
tively correspond to: 
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a = Pr{y g [LAL, t/AL] \LAL <x< UAL} (6.1) 

and 

(5 = Pr{LAL <y< UAL\x £ [LAL, UAL}} (6.2) 

Usually LAL and UAL are not a priori known, but are defined according to the 
metrological characteristics of the measurement system (accuracy, reproducibility, 
repeatability, etc.), as well as the required quality level of the measurement result 
(JCGM 100:2008 2008). 

The basic principle of the self-diagnostic tools described in this chapter is to 
define an acceptance interval. If the measurement value (y) is included in this 
interval, the acceptance test gives a positive response and the measured result is 
considered reliable. Otherwise, the measurement is rejected (Franceschini et al. 
2009b). 

6.4 Distance Model-Based Diagnostics 

This section presents the first self-diagnostic test. This test is based on the a priori 
knowledge of the geometry of the mobile probe of the distributed metrology 
system. The mobile probe generally consists of a rod embedding two active 
devices or passive targets (A and B) that have to be localised by the systems. 

The distance between the two probe devices (d A>B ) is an a priori known design 
parameter. On the other hand, the 3D position of the two probe devices/targets and 
can be measured by each system. Thus their Euclidean distance can be easily 
calculated as follows: 



~d A ,B = \\x B -x a \\ = \j(xa - x B f + (yA - y B ) 2 + (z A - z B f (6.3) 

By comparing the Euclidean distance with the nominal distance, it is possible to 
define a random variable (residual): 

£a,b = ~d A .B - d A . B (6.4) 

If the system is properly working, it is reasonable to associate these residuals to 
a zero-mean normal distribution with a certain standard deviation <7a,b: 

e AtB ~N(0,o AtB ) (6.5) 

Assuming a risk a as a type I error, a simple statistical test can be performed in 
order to evaluate the measurement reliability. 

Let Qmin an d Qmax be the |-quantile and (l — |)-quantile, respectively, of a 
normal distribution with mean fi AB = and standard deviation c AB . For a given 
value of a, Qmin an d Qmax can be expressed as multiples of the standard deviation 
Cab: 



6.4 Distance Model-Based Diagnostics 

Fig. 6.3 Definition of the 
acceptance interval for 
residuals. If a generic 
measurement produces a 
residual value outside the 
acceptance interval then the 
measurement is considered 
unreliable 
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Pr{Q M /«<£A.B < Qmax }='\-a 




Acceptance interval for £ a .b 



QmIN — Zf ' &A,B 

Qmax = Zi-f • &a,b 



(6.6) 



where zs and zi-i are the values of the standardised normal distribution corre- 
sponding to | and ( 1 — f ) levels of probability, respectively. Furthermore Oab is 
the standard deviation associated to the natural variability of the system, which can 
be a priori estimated, during the preliminary phase of set-up and calibration. 

Every time a measurement is performed, the experimental residual 
calculated: 



■A.B 



"A.B 



U,B 



(6.7) 



The interval [Qmin, Qmax] is assumed as the acceptance interval for the reli- 
ability test of the measurement (see Fig. 6.3). 

If the calculated residual e* A B satisfies the condition 

Qmin < £a,b — Qmax (6-8) 

the measurement cannot be considered unreliable, hence it is not rejected. 



6.4.1 Setup of Parameters 



The risk a is defined by the user according to the required level of system per- 
formance. A high value of a prevents against non-acceptable solutions of the 
optimisation problem, minimising the type II error /?. On the other hand, a low 
value of a speeds up the measurement procedure, although it might drive to collect 
wrong data due to the high level of type II error (1. 

The standard deviation <7 AB can be evaluated by applying the uncertainty 
composition law, or empirically, on the basis of experimental distance measure- 
ments. Here follows an example of procedure for its empirical estimation. 
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Table 6.1 Numerical Sample dimension: N TOT = M 147 

details of the statistical . . , % 

M (s AB )- 

characterisation of residuals Mean estimate: ft, » = V — — -0.5 mm 

* Afl pi M 



Standard deviation estimate: <Ja,b = \ Yl 



m fp, „\ 2 17.3 mm 






A set of M points, randomly distributed in the measurement space £ C R , are 
randomly measured. For the y'th measurement, the residual (£a,b), is calculated 
(where j — 1, ..., M). 

In the absence of systematic errors and time or spatial/directional effects, we 
hypothesize the same normal distribution for all the random variables {£a,b)j, i.e.: 

(z Afi ) r N(0,o 2 AB ) (6.9) 

The standard deviation may be estimated as follows: 



GA.B 



A(«A,,)j-0) 2 



\U " \t 



E^# ("«) 



The obtained value of Ga.b is considered as the reference value for the test. 
Test limits defined in Eq. 6.6 become: 

Q M1N ^z r c Afi (6u) 

Qmax = Zl-8 • Oab 



6.4.2 A Practical Case Study 

An empirical investigation was carried out for MScMS-I. In order to estimate cr a,b 
the steps here below have been followed: 

• A sample of M — 147 points, which were randomly measured by the probe, was 
considered. 

• Coordinates of each probe device were evaluated using the "mass-spring" 
localisation algorithm (see Sect. 6.5). A sample of 147 residuals was obtained. 

• Normal distribution of residuals was tested using a chi-square test (Montgomery 
2005). 

• Standard deviation of residuals was estimated using Eq. 6.10. The obtained 
result is <Ja,b — 17.3 mm (see Table 6.1 for data details). 

The resulting 95% confidence interval for s AB is [—34.0; 34.0] mm. Thus a 
generic measurement point cannot be considered unreliable if 
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< 34.0 mm (6.12) 

If, for example, a generic measurement gives a value e* a b = 38 mm than it is 
considered unreliable. 



6.5 Energy Model-Based Diagnostics 

The Energy model-based diagnostics is here specifically developed for MScMS-I 
although it could easily be extended to the other distributed metrology systems. 
Whenever MScMS-1 produces a localisation result, this test verifies its reliability 
by analyzing the residuals produced by the localisation algorithm. 

More in detail, let's consider the Energy Function (EF(x P )) defined in Eq. 6.13. 
The unknown variable x P can be estimated by performing the iterative minimi- 
zation of: 

EF(x P ) = ^= lid l~ dM ' )2 (6.13) 

N 

being: 

• x P = (x P , y P , zp) the unknown coordinates of device P in the localisation space 

• N the number of network devices whose 3D position (x,- = (x,-, y,-, z,-), 
i — 1, ..., AO is a priori known within the range of communication of device P; 

• gCm,, the measured distance between the fth reference point and P; 

• d Cj , the calculated Euclidean distance between the rth reference point and P: 



dc, = ^(x P -x,.) 2 + (3'p-y ; ) 2 + (zp-z,-) 2 (6.14) 

The problem of finding a minimum of the function EF(x P ) can be handled as the 
problem of finding the point of equilibrium for a mass-spring system (lowest 
potential energy) (Franceschini et al. 2009b). 

As an example, let consider the 2D case described in Fig. 6.4. A unitary mass is 
associated to each network node. The node (x P ) with an unknown location is 
connected to three reference nodes by three springs. Each of these springs has a 
rest length equal to the measured distance and a unitary force constant. 

Knowing the rest lengths (d M .) and the coordinates of the three reference points, 
the system potential energy U is given by: 

U M =Y,\ (\A^ " x ') 2 + S - yd 2 - d M \ (6.15) 
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Fig. 6.4 An example of 2D 
mass-spring system. Three 
reference nodes (x\, x 2 , x 3 ) 
with known location are 
linked by springs to the point 
to be localized (x P ) 



X P =(x p ;y p ) 




x 1= (0,-10) 




Fig. 6.5 a EF(xp) behaviour for the mass-spring system described in Fig. 6.4. Finding the point 
of minimum means to localize the node P with unknown location, b Iso-energetic curves for the 
mass-spring system described in Fig. 6.3. Dark grey curves refer to low energy level, light grey 
curves refer to high energy level. Let notice that x P is the global minimum point of potential 
energy. Maxima are in correspondence of the reference points (xi, x%, x 3 ) 



Figure 6.5a and b show a 3D and 2D visualization of EF (x P ) respectively. Since 
EF(x P )is proportional to U(x P ), they have the same minima. As expected, the global 
minimum is where the node to be located actually is, i.e., Xp = (—10, 0). 

From what stated above it is clear how EF(xp) — when du t = dc,, for 
i — 1, .... N, i.e., when measured distances coincide with calculated ones. 
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Fig. 6.6 An example of node localisation problem. Measured distances are not equal to actual 
distances 

Because of natural variability of the measuring instrument, two typical situations 
may occur: 

EF (xp) is strictly positive even in the point of correct localisation. This hap- 
pens because measurements differ, in general, from nominal values; 

EF(xp) shows a global minimum in a point that is not the correct one. This may 
occur, for the same reasons, when local and global minima are close to each other 
(such in the case described in Fig. 6.5). In such a situation, due to the "noise" in 
distance measurements, a local minimum may turn into a global minimum and 
vice versa. 

The energy model-based diagnostics introduces a criterion to identify the non- 
acceptable minimum solutions for EF(xp), in order to prevent system failures. 
Such criterion enables MScMS-I system to distinguish between reliable and 
unreliable measurements. 

Consider a solution xp to the problem min ve <; EF(xp), In general, if the problem 
is over determined (i.e., more than three distance constraints in the 3D case and 
more than two for the 2D case) and the single measurements are affected by noise, 
the solution satisfying all distance constraints at the same time does not exactly fit 
the actual node location (see Fig. 6.6). 

In such a case, the differences between measured and Euclidean distances may 
be defined as residuals e, = (<4f, — do). Generally, in absence of systematic error 
causes, it is reasonable to hypothesize a zero mean normal distribution for the 
random variables £,-, i.e.: 



e i = {d M ,-dc t )~N(0 ) ff}) 



(6.16) 



In absence of spatial/directional effects the residual are characterised by the 
same standard deviation for each node (of = o 2 ,Vi), Eq. 6.13 becomes: 
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EF(x P ) = y^ = -.y^ = --y 
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(6.17) 
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Fig. 6.7 Definition of the 
acceptance interval for 
experimental chi-square. If a 
generic measurement 
produces an experimental 
chi-square greater than x, a , 
then the measurement is 
considered unreliable 



Pr iXr< lla }= 1 "« 




Acceptance interval for %~ 
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Equation 6.17 can be seen as the sum of Af independent normal squared random 

2 

variables Z, with zero mean and unit variance, multiplied by the constant term C. 
It must be noted that the sum in Eq. 6.17 has only N — 1 independent terms. 
Equation 6.17 causes the loss of a degree of freedom. This implies that, once 
N — 1 terms are known, the Mh one is univocally determined. 

Defining a variable y 2 p = YmLi (f) • EF(x P ) in Eq. 6.17 has a chi-square dis- 
tribution with (N — 1) degrees of freedom: 



EF(x P ) = 



N 



xl 



(6.18) 



The residual variance er can be a priori estimated for the whole measuring 
volume, for example during the phase of set-up and calibration of the system. 

Every time a measurement is performed for each probe device, the system 
diagnostics computes the following quantity (experimental chi-square): 



x 2 ; 



EF(x P )- 2 



(6.19) 



Assuming a risk a as a type I error, a one-sided confidence interval for variable 
X 2 V a can be calculated. %\ a is a chi-square distribution with v = N — 1 degrees of 
freedom and (1 — a) confidence level. The confidence interval is assumed as the 
acceptance interval for the reliability test of the measurement (see Fig. 6.7). 

The test drives to the following two alternative conclusions: 

• Xp" ^ Z?si ~* me measurement is considered reliable, hence it is not rejected; 

• xp* > Xvx ~~* me measurement is considered unreliable, hence it is rejected and 
the operator is asked to perform another one. 



6.5.1 Setup of Parameters 



As usual, the risk level a is established by the user depending on the required level 
of performance of the system. On the other hand, the estimation of the residual 
variance can be evaluated in two ways: 
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• by applying the uncertainty composition law to the calculation of the unknown 
coordinates (see Chap. 8), starting from the measurement uncertainty of the 
distances between network devices and probe devices (JCGM 100:2008 2008); 

• empirically, on the basis of experimental distance measurements. In this case, 
the variance of residuals is estimated from a sample of residuals, obtained by 
measuring a set of points randomly distributed in the whole working volume. 
This method requires the a priori knowledge of the measured points location. It 
can be easily implemented during the initial phase of set-up and calibration of 
the system. 

In the following, we focus on this second estimation procedure. Given a set of 
M points distributed in the measurement space ^Cl 3 , randomly measured by a 
single Cricket (i.e., with a random sequence of measurement and a random 
positioning and orientation of the Cricket), for each pointy a set of N residuals can 
be calculated, j = 1, ..., M. 

It must be highlighted that the number of residuals Nj may change due to the 
different number of distances, detected during each measurement. 

In the absence of systematic errors and time or spatial/directional effects, it is 
reasonable to hypothesize the same normal distribution for all the random vari- 
ables Eij, j = 1, ..., M, i = 1, ..., Nj, i.e.: 

e i j = (d Ml -d Cl )j~N(0,a l ) (6.20) 

The residual variance a~ may be estimated as follows: 

* 2 = EE i ^ = EE^V (6.2D 

The obtained value a 1 is considered as the reference value for the test. With this 
notation, Eq. 6.19 becomes: 

$=EF{x* P )~9iEF{x* P )~ (6.22) 



6.5.2 A Practical Case Study 

An empirical exploratory investigation was carried out to verify the goodness of 
this approach. 

For a network consisting of five reference devices, placed in the measurement 
volume as schematized in Fig. 6.8, er 2 has been empirically estimated as follows: 

• M = 253 randomly distributed points in the working volume were measured by 
a single Cricket. 
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Fig. 6.8 Scheme of the reference node disposal (constellation beacons) in the measurement 
volume. The coordinates of each device are shown in brackets 



Table 6.2 Details of data 
analysis for standard 
deviation estimation of 
residuals 



Sample dimension: Njot — /_] fy 

./=1 
M Nj 



Mean estimate: fi = Yj Yj 






Variance estimate: a 2 = Yj \J 



1,123 



0.3 mm 



100.0 mm 2 



UttTS**} 



• The coordinates X;,j= 1, ..., M, of each node were evaluated using the "mass- 
spring" localisation algorithm and a sample of 1,265 residuals was obtained. 

• The normal distribution of residuals was tested using a chi-square test (Mont- 
gomery 2005). 

• Residual variance was estimated according to Eq. 6.21. The obtained value was 
a 1 = 100.0 mm 2 (see Table 6.2 for details). 

The acceptance limit for EF(x P ), assuming a type I error risk a = 0.05 and 
v = N — 1 = 5 — 1=4 degrees of freedom, is: 



EF(x* P ) <-■ ^ 4 , a= o. 05 =* EF(x P ) < 189mm 2 



N 



(6.23) 



Let us consider a typical situation that can occur using ultrasound technology to 
estimate distances: US reflection. Referring to the configuration in Fig. 6.9, sup- 
pose that a generic point x P , inside the measurement volume has to be localised 
(for example, x P = (1067.2,-122.5,925.8)). 
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Fig. 6.9 Schematization of a potential misleading situation: walls and obstacles can cause wrong 
distance estimation. In this case the measured distance between node 1 and node x P results higher 
than the actual distance (rf^, = a + b) 



A device positioned in x P is able to correctly measure distances from all the 
network nodes except for one of them. An obstacle (for example, the operator 
carrying out the measurement) is interposed between x P and that node, preventing 
direct US signal propagation. At the same time, a wall placed close to the two 
devices causes US signal reflection. The consequence is that the pair wise distance 
estimation between those two devices results 100 mm larger (see Fig. 6.9). 

The measured distances are: 



(6.24) 



cIm 5 = 2215.2 mm 

In this case, the algorithm produces the following wrong localisation solution 
(see Fig. 6.10): x* p = (1022.6; -187.3; 911.8). According to these results the 
calculated distances are: 

d Cl = 2060.7 mm 

dc-, = 1716.5 mm 

d Ci = 1865.9 mm (6.25) 

dc 4 =2381.9 mm 

d Cs = 2189.2 mm 



din, 


= 2104.8 mm 


df4 2 


= 1713.4mm 


din. 


= 1831.4mm 


diw, 


= 2355.6 mm 
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Fig. 6.10 Schematization of a wrong localisation solution (P 1 ) due to a wrong distance 
estimations between node 1 and node P (point coordinates in millimetres [mm] — see Fig. 6.8) 



Thus the energy function can be evaluated as: 



EF(x* p ) = 



(2104.8 - 2060.7) 2 



(2215.2 -2189.2) 2 



904 mm 2 (6.26) 



It can be concluded that the localisation solution is characterized by a level 
of "energy" higher than the acceptance limit (see Eq. 6.23): EF(x P ) = 904 mm 2 > 
189 mm 2 . Owing to this result, the energy model-based diagnostics suggests 
rejecting the measurement. 

Removing the obstacle, the distance between node 1 and node P becomes 
<4r, = 2004.8 mm, and the correct localisation solution can be obtained: 



x P * = (1067.2; -122.5; 925. 



(6.27) 



The new "energy" value is: EF(x P ) = 41 mm 2 < 189 mm 2 . Consequently xp 
cannot be considered unreliable and the measurement is not rejected. 



6.6 Sensor Physical Diagnostics 



This section deals with the last diagnostic test presented in this chapter. This test is 
herein specifically developed for MScMST. Cricket devices are provided with two 
ultrasound sensors: a transmitter and a receiver. This allows each device to 
compute two different distances, denoted as d T and d R , referring to transmitted and 
received US signals respectively. 
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Fig. 6.11 Schematic 
representation of the 
difference between 
"received" and "transmitted'' 
distances for two Crickets 
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Figure 6.1 1 shows how the two measured distances can assume different values 
depending on the orientation of devices. Distances estimated according to the 
received US signal are used as a further redundancy. 

In this case it is possible to study the distribution of the difference between 
these two measures of distance in order to establish a diagnostic criterion. The 
random variable £77; is defined as residual: 



£t.r 



(6.28) 



As a first approximation it can be assumed a zero mean normal distribution, i.e., 
£ TM ~N(0,<i TM ). 

Assuming a risk a as a type I error, a statistical test can be performed in order to 
evaluate measurement reliability. 

Acceptance interval limits are defined in the same way as for the distance 
model-based diagnostics (see Eq. 6.6): 



Qmin — z§ • gt.r 
Qmax = Zi-| • Vt,r 



(6.29) 



Since MScMS-I requires the simultaneous localisation of devices A and B, at 
least eight distances are evaluated at the same time. Four distances are necessary to 
locate a point in a 3D space. If the calculated residual e tr for each measured 
distance lies in the confidence interval then the measurement cannot be considered 
unreliable and it is not rejected, otherwise the software diagnostics asks to reject 
the measurement. The following condition must be verified: 



Qmin < (fir,*^ < Qmax,™ e {1. . JV} 



(6.30) 



where N is the number of network devices communicating with a given probe 
device. 



6.6.1 Setup of Parameters 



As usual, the risk level a is established by the user depending on the required level 
of performance of the system. 
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Table 6.3 Details of data 
analysis for standard 
deviation estimation of 
residuals 



Sample dimension: Njot = Yl Nj 
j=i 

Mean estimate: fi T R = EE „ M " 



254 
0.6 mm 



Standard deviation estimate: Gt.r = 



/ n2 12.9 mm 

N M [Etr ) .. 



Similarly to the two diagnostics models described in the previous sections, 
standard deviation <j tr can be evaluated by applying the uncertainty composition 
law, or empirically, on the basis of experimental distance measurement. 

Considering the second method, a set of M points randomly distributed in the 
measurement space tCM 3 are randomly measured. For each measurement (e TR )ij 
is calculated (where i — 1.. JV,- andy = 1...M). The number of residuals Nj may 
change due to the different number of distances, detected during each 
measurement. 

Hypothesizing a normal distribution for all the random variables (e-j-r)^, i.e., 

(et,r) ■■ ~ AM 0, o\ R J , The standard deviation may be estimated as follows: 



<Jt,r 



» u ((8r, S ) & -0 






(6.31) 



The obtained value 6t.r is considered as the reference value for the test. 
Acceptance limits defined in Eq. 6.29 become: 



Qmin 
Qmax 



Zi-f • g t ,r 



(6.32) 



6.6.2 A Practical Case Study 



Also for this kind of diagnostics an application example, referring to MScMS-I, is 
reported. 

In order to estimate a TR the steps here below were followed: 

• A sample of M — 30 points randomly measured by the probe was considered. 

• The coordinates of each probe device were evaluated using the "mass-spring" 
localisation algorithm. A sample of 254 residuals were obtained. 

• Normal distribution of residuals was tested using a chi-square test. 
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• Standard deviation of residuals was estimated using Eq. 6.31. The obtained 
result is Gj.r = 12.9 mm (see Table 6.3 for details). 

The resulting 95% confidence interval for Ej.r is [—25.3; 25.3] mm. Therefore 
the generic point measurement cannot be considered unreliable if 

(4. R ),- <25.3mmVJe{l..JV} (6.33) 

where (4r); is the calculated value of residual during a specific measurement. 

Now consider the situation described in Fig. 6.10, where a probe device is 
located on point x P . The distances measured according to the received signal are: 

d Rl = 2104.8 mm 

d Rl = 1713.4 mm 

d R , = 1831.4 mm (6.34) 

d Ri — 2355.6 mm 

d R . = 2215.2 mm 

On the other hand, the distances measured according to the transmitted signal 



d Ti 


= 2136.2mm 


dj-, 


= 1695.5 mm 


dr, 


= 1818.7mm 


dr A 


= 2357.7 mm 


d Ts 


= 2221.9 mm 



(6.35) 



Due to the reflection effect a significant difference between the two distances 
measured from node 1 can be detected. The following residual values are obtained: 

( £ tr)i = 31.4mm 

( £ tr)2 = —17.9mm 

(4 S ) 3 = -12.7 mm (6.36) 

(4^)4 = 2.1mm 

( £ t.r)s — 6.7 mm 

Since the value of residual referring to node 1 is not included in the accep- 
tance interval ([—25.3; 25.3] mm), the diagnostics test suggests to reject the 
measurement. 
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6.7 Further Remarks 

Some of the innovative aspects of a distributed metrology system concern their on- 
line diagnostics tools. When dealing with measurement systems, the importance of 
a good diagnostics of produced measurements is crucial for applications in which 
errors can lead to serious consequences. 

The diagnostics tools described in this chapter, all based on the concept of 
"reliability of a measurement", enable distributed systems to automatically reject 
measurements which do not satisfy a series of statistical acceptance tests with a 
given confidence coefficient. 

For each measurement, if all these tests are satisfied at once, the measured result 
is considered acceptable. Otherwise, the measurement is rejected. 

After rejection, the operator is asked to redo the measurement, changing the 
orientation/positioning of the probe or, if it is necessary, beacons arrangement in 
the system network. 



Chapter 7 

Methodologies for Performance 

Enhancing 



7.1 The Practice of Error Correction 

In accordance with the International Vocabulary of Metrology (VIM), a 
measurement error is defined as "the difference between the value obtained by the 
measurement and the actual value of the measured quantity (the so called "nominal 
value" or "true value", which is never known exactly)" (JCGM 200:2008 2008). 
Errors of measurement can be caused by many different sources, which are generally 
related to the technological features of the measuring instrument, the measurement 
procedure, the knowledge and experience of the operator, the characteristics of the 
measurand, the environment, and other effects. Consequently, a deep knowledge of 
the instrument and the context of measurement is needed in order to identify them in a 
thorough way. 

For example, by considering a high precision instrument for dimensional 
measurement, such as a classical CMM, major error sources can be divided in 
different groups (Schwenke et al. 2008): kinematic, thermo-mechanical, loads, 
dynamic forces, motion control and control software. 

Measurement errors can be divided into two main categories: random and 
systematic errors. 

• Random errors are statistical fluctuations (in either direction) in the measured 
data caused by unknown and unpredictable changes in the experiment and due 
to limitations of the measurement device. 

• Systematic errors, by contrast, are reproducible inaccuracies that are consis- 
tently in the same direction. Systematic errors are often due to a problem, 
relating to the measuring instrument or in the environmental conditions, which 
persists throughout the entire experiment. This kind of error is sometimes called 
"bias" and can be eliminated by applying a "correction" to compensate for an 
effect recognized during calibration — i.e., comparison to standards of known 
value (JCGM 200:2008 2008). Unlike random errors, systematic errors cannot 
be reduced by increasing the number of observations. 
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Fig. 7.1 Example of error correction. A ruler is used to measure the length of a bar. a the ruler's 
scale of measurement is calibrated at the temperature of 20°C, while b the bar is measured at the 
temperature of 35°C. This temperature difference will cause a thermal expansion of the scale with 
respect to the condition of calibration and, consequently, a systematic underestimation (IALI) of 
the measured bar length. Precisely, IALI = L ?5 — L 2 o, being L 35 the (underestimated) result of the 
measurement taken at 35°C, and L20 the correct measurement result, assuming that the ruler 
would not be subject to thermal expansion 



Metrological performance of every measuring instrument can be significantly 
enhanced by correcting systematic errors. Of course, a model able to convert a 
measurement value (affected by random and systematic errors) to the corre- 
sponding unbiased value of the measured quantity (affected by random errors only) 
is needed. For the purpose of clarity, a simplified example is presented. 

Example A ruler made of aluminium is used to measure the length of a bar. The 
ruler scale of measurement has been calibrated (i.e., adjusted by comparison with a 
reference standard) at the temperature of 20°C. On the other hand, the bar is 
measured in its operating environment, at the temperature of 35 °C. This temper- 
ature difference will therefore cause a thermal expansion of the ruler scale with 
respect to the condition of calibration and, therefore, a systematic underestimation 
of the measured bar length (see Fig. 7.1). For simplicity, we assume that other 
kinds of systematic and random errors can be neglected. 

To determine the correct value of the bar length (L 2 o), Eq. 7.1 can be used 



L20 = £35 • [1 + AT ■ a] = L35 ■ [1 + (35 - 20) • a] 



(7.1) 



where L 35 is the (underestimated) result of the measurement, taken at 35°C; L 2 n is 
the correct measurement result, assuming that the ruler would not be subject to 
thermal expansion; AT" is the Temperature difference between the condition of 
measurement (35°C) and the condition of calibration (20°C); a is the Coefficient of 
linear thermal expansion , describing the tendency of aluminium (and most metals) 
to get longer as they are heated and shorter when they are cooled (ISO/TR 
16015:2003 2003). 
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Thus, the model of Eq. 7.1 can be applied for correcting the systematic error 
(AL) due to thermal expansion (Eq. 7.2): 

AL = L 35 ~ L 20 = -L 35 ■ (35 - 20) ■ a (7.2) 

It can be noticed that this correction improves the instrument metrological 
performance, without any modification in the hardware. 

Analogous correction models can be constructed for every kind of measuring 
instrument. As emerged from the example, typical correction activities can be: 

• deep analysis of the instrument's technical features; 

• identification of the major (systematic) error sources; 

• construction of a theoretical/empirical correction model; 

• model implementation and validation. 

Since, correction models are strongly related to the technology and the char- 
acteristics of the measuring instruments, the more complex the instruments are, the 
more complex correction models are likely to be. In fact, in complex instruments 
many parts may interact, with many corresponding potential error sources. It is 
therefore important to identify the major ones considering not just their effects 
separately but their interaction as well, since it may play an important role in the 
total system accuracy (Schwenke et al. 2008; Montgomery 2008; Box et al. 1978). 
Section 7.2 presents an organic analysis aimed at identifying and correcting 
some of the most influential systematic errors of MScMS-I. Section 7.3 contains 
some ideas about the construction of homologous models for other large-scale 
metrology distributed systems, i.e., MScMS-II and the iGPS™. 



7.2 Performance Enhancing for MScMS-I 

At present time, the accuracy of MScMS-I in determining the spatial position of the 
measured points is not very high. The basic reasons are that (1) MScMS-I (as well as 
MScMS-II) is still not a completely developed system, only a prototype, and 
(2) ultrasound technology can be subject to many error sources. Specifically: 

• non punctiform dimension of US transceivers; 

• positioning error of the network devices; 

• speed of sound dependence on environmental conditions; 

• ultrasound reflections or diffraction, due to the presence of obstacles or external 
uncontrolled sources of ultrasounds; 

• battery charge level of US transceivers; 

• use of amplitude threshold detection at receivers; 

• errors related to the use of the optimization algorithm for trilateration; 

• errors related to the portable probe geometry. 

For a detailed description of these error sources, we refer the reader to 
(Franceschini et al. 2009c, 2010; Maisano and Mastrogiacomo 2010). 
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Some screening experiments have shown that the most important factors 
of systematic errors are those related to the sources of US signal attenuation 
(Franceschini et al. 2010). This is directly caused by the thresholding detection 
method of ultrasound, described in detail in Sect. 7.2.1 (Priyantha et al. 2005). 

The goal of this section is to construct an experimental correction model to 
improve the metrological performance of MScMS-I. Section 7.2.1 presents a close 
examination of the system US transceivers. Sections 7.2.2 and 7.2.3 provide a 
description of the experimental set-up and results. The remaining subsections 
(Sects. 7.2.4, 7.2.5) focus the attention on the construction, implementation and 
validation of a two-factor experimental model to improve the accuracy in the 
MScMS-F time-of-fiight (TOF) measurements. 

The proposed correction model can be successfully used at two different stages: 

• during the network calibration (operation that has to be necessarily performed 
before measurements; see description in Chap. 5), so as to improve the locali- 
zation of the network devices; 

• during measurement procedure, so as to improve the accuracy in the localization 
of the wireless probe (see Chap. 3). 

The experimental construction of the model is performed following an 
analytical statistical protocol, in which the TOF of the US signal is identified as 
the key factor (dependent variable) to be examined. Next, two independent 
variables affecting TOF (transceivers' distance and relative orientation) are 
analysed by means of the Design of Experiments (DoE) methodologies 
(Montgomery 2008; Box et al. 1978). Air T and RH are fixed and the pre- 
sentation order is completely randomized to minimize order-of-testing effects. 
After showing that the two independent variables have a significant effect on 
the TOF measurement error, additional experiments are performed and a model 
is constructed by performing a linear regression based on the experimental 
results. 



7.2.1 Analysis of the US Transducers 

7.2.1.1 Basic Characteristics 

US sensors are used in many fields. In general, the key features of ultrasound 
transducers change depending on the propagation medium (solid, liquid, or air). 
One of the most important applications of US transducers is distance measure- 
ment, in which the propagation medium of the acoustic signals is typically air. The 
common applications associated with distance measurement are presence detec- 
tion, identification of objects, measurement of the shape and orientation of 
workpieces, collision avoidance, room surveillance, liquid level and flow mea- 
surement (Delepaut et al. 1986). The US ranging systems are traditionally low cost 
compared with other technologies, such as laser range measurement systems. 



7.2 Performance Enhancing for MScMS-I 163 

Unfortunately, these systems exhibit low accuracy, low reliability due to reflection 
of the transmitted signals, and limited range (Manthey et al. 1991). 

US sensors provide high accuracy only in certain working contexts. Excellent 
performance can be achieved when measuring, for example, short fixed distances 
and under controlled environmental conditions (temperature and humidity). The 
most common technique for distance evaluation is by measuring the TOF of the 
US signal either from a transmitter to a receiver or using a single transceiver, 
which transmits the US signal and receives the corresponding reflected signal. 
Other factors influencing the performance of US sensors are the type of trans- 
ducers and the signal detection method used (i.e., thresholding, envelope peak and 
phase detection, as discussed in Sect. 7.2.1.2). Different types of transducers can 
be employed depending on the specific application. Most of the commercially 
available air US transducers are ceramic-based and operate at 40 kHz. Transducers 
that operate at higher frequencies, such as at 200 kHz, are more limited and more 
expensive (Toda 2002). 

In modern US distance measurement systems for industrial applications, pie- 
zoelectric transducers clearly dominate. The typical advantages are their compact 
rugged mechanical design, high efficiency, great range of operation temperature, 
and relatively low cost. Airborne ultrasound systems have been developed for 
many types of distance measurement using two possible techniques (Berners et al. 
1995): 

1 . Pulse echo. A transducer emits a burst of ultrasound that bounces off any object 
in the path of the beam. The transducer then acts as a receiver for the reflected 
signal. A measurement of the time delay from transmission to reception 
determines the distance to the target. 

2. TOF. A separate transmitter is pointed toward the receiver. Instead of relying 
on reflections, this system detects the direct transmission of the signal from 
transmitter to receiver. After measuring the TOF, the sensor's distance can be 
calculated knowing the speed of sound value, as shown in Eq. 3.8 (with regard 
to the notation in this equation, consider TOF x TDoA = At) (Gustafsson and 
Gunnarsson 2003). 

Cricket devices, being equipped with either a US transmitter and a receiver, 
implement the TOF technique. A complex problem, when using US transducers, is 
the choice of the characteristic parameters (typically, resonant frequency and 
bandwidth). For distance measurement with relatively high precision (few milli- 
metres), transducers with a wide bandwidth are needed. The bandwidth is a 
measure of how rapidly a signal reaches the steady state. A signal at the receiver — 
which is obtained from transducers with a small bandwidth — slowly climbs from 
its beginning to its peak in time domain, which causes a relatively large transient 
time at the receiver. This behaviour is shown in Fig. 7.2 (Cheng and Chang 2007; 
Tong et al. 2001). 

A second factor affecting the measurement accuracy is the transducer resonant 
frequency. With increased frequency (and, thus, reduced wavelength), a better 
resolution is achievable. Unfortunately, both the transducer bandwidth and the 
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Fig. 7.2 Graphical representation of thresholding detection. A minimum number of cycles are 
necessary to bring the receiver to steady-state conditions (transient time at the receiver) 
(Johansson et al. 2006). The error in the distance measurement is dependent upon the received US 
signal amplitude (full or half in this specific case). The time taken for the received signal to reach 
the threshold is dependent on its amplitude (Franceschini et al. 2010). (with permission) 



resonant frequency are directly correlated with ultrasound attenuation, and 
consequently they limit the detection range. In other words, considering the same 
US signal amplitude, the radiated signal amplitude at a given distance from the 
transmitter becomes smaller if its bandwidth and resonant frequency increase 
(Tong et al. 2001; Kazys et al. 2007). For this reason, the selection of US fre- 
quency and bandwidth is a compromise between accuracy and detection range. 

The piezoelectric transducer adopted by Cricket devices is a low-cost general- 
purpose model (Murata MA40S4R, see Fig. 7.3a) with a relative wide bandwidth 
(see Fig. 7.3b), in which the central frequency is about 40 kHz. This working 
frequency is a tradeoff between accuracy (considering the single distances, it is 
around 1-2 cm) and detection range (up to 6-8 m) (Balakrishnan et al. 2003; 
Magori and Walker 1987). 

The acoustic strength of the radiation from a flat transducer with "piston 
motion" (like the Crickets' US transducers) is generally angle-dependent because 
of the phase difference of waves from each point on the surface (Berners et al. 
1995). The acoustic radiation is the integral sum of the waves from all points on 
the transmitter surface, and the propagation path difference from each point to a 
reference observation point has a "phase-cancelling effect" that leads to signal 
attenuation (Lamancusa and Figueroa 1990; Figueroa and Lamancusa 1992). 

However, if the receiver is directly facing the transmitter at sufficient distance 
from it, the acoustic radiation from each point of the transducer surface does not 
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Fig. 7.3 Scheme of US device used in MScMS. a Internal construction of a Murata MA40S4R 
piezoelectric US transmitter/receiver. The dimensions of the piezomaterial cause the disk to 
resonate at a precise frequency (around 40 kHz), b Representation of the transmitter bandwidth 
by means of a frequency response plot (Priyantha et al. 2005). (with permission) 
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Fig. 7.4 US signal strength dependence on the transmitter angle (9). The simplified illustration 
represents the interaction of the waves from two points (P t and P 2 ) on the transducer's surface. 
The resulting wave is given by the sum of the single waves. If the receiver is directly facing the 
transmitter (a), then the two individual waves are in phase and the resulting wave amplitude has 
the maximum value. If the transmitter is misaligned with respect to the receiver (b), then the 
resulting wave is attenuated because of a phase-cancelling effect due to the phase difference 
between the two individual waves (Lamancusa and Figueroa 1990; Franceschini et al. 2010). 
(with permission) 



have a "phase-cancelling effect". This is because the distance from an arbitrary 
point on the transducer surface to the receiver becomes almost constant, and the 
difference is much smaller than the wavelength (Toda and Dahl 2005). On the 
other hand, if the transmitter is misaligned with respect to the receiver, then the US 
signal amplitude will be attenuated because of the disruptive interference of the 
different US signals from different surface points on the transmitter. This effect is 
represented by the simplified illustration in Fig. 7.4. The scheme considers the 
interaction of waves from two points on the transducer surface; the same principle 
can be extended to all the surface points. 
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Fig. 7.5 Radiation pattern of 
the Cricket US transducer as 
a function of the orientation 
on a plane along the 
transducer's axis. The signal 
strength drops along the 
direction that is away from 
the normal direction to the 
transducer surface (Priyantha 
et al. 2005). (with 
permission) 




An example of the resulting US transmitter radiation pattern as a function of the 
transmitter orientation with respect to the receiver ("misalignment angle") is 
shown in Fig. 7.5. As represented, the transmitter US signal strength drops along 
directions that are away from the direction facing the US transducer. 

Similarly, the received signal strength can be influenced by the receiver ori- 
entation. Particularly, assuming the same signal strength from the transmitter, the 
received signal strength is maximum when the receiver's surface is perpendicular 
to the direction of the distance from the transmitter. On the other hand, the 
received signal decreases when the receiver's surface is angled. 



7.2.1.2 US Detection Methods 



Several methods have been developed for detecting US signals. Thresholding is 
the simplest and the most widely used and applies to any type of short-duration 
signal. In this method, which is used by Crickets, the receiver electric output signal 
is compared with a threshold level (65 mV for the Crickets) such that the arrival of 
the wave is acknowledged when the signal reaches this level (see Fig. 7.2). This 
method depends on the amplitude of the pulse received: the larger the signal 
amplitude, the smaller the time taken by the signal before reaching the threshold. 
For example, in Fig. 7.2, when the signal has a full amplitude, the detection 
threshold is first exceeded by the second peak of the ultrasound waveform. When 
the waveform is attenuated by a factor of 0.50 (half amplitude signal), the 
detection threshold is first exceeded by the third peak of the ultrasound waveform. 
If the channel attenuation is quite significant, then it may cause the threshold to be 
exceeded a few periods late instead of just one period late. Considering that at 
40 kHz the period is 25 fis, the error will be approximately in integer multiples of 
25 /<s. The error in the TOF evaluation results in an error in the distance esti- 
mation. The speed of sound is about 340 m/s, so one ultrasound time period 
corresponds to a distance of about 25 x 340/1,000 = 8.5 mm. In practice, the 
threshold can be exceeded by up to four periods late, so the distance overesti- 
mation can be up to 3^1 cm! 
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A modification of thresholding is "envelope peak detection," which may be 
called "adjustable thresholding". This method acknowledges the arrival of the 
signal when a maximum amplitude is detected; therefore, it does not depend upon 
the absolute magnitude of the pulse, only upon its shape. As a consequence, it is 
more accurate and robust than simple magnitude thresholding, where the 
acknowledge time can easily jump by one period. 

Other more refined ranging methods are based on phase detection with fixed- 
frequency signals and with frequency modulated signals. These methods, however, 
require complex hardware and software. They use a digital signal processor to 
process the phase measurements to overcome the inherent range limitation of one 
wavelength (Mahajan and Figueroa 1999; Manthey et al. 1991; Hazas and Ward 
2002; Parrilla et al. 1991; Kino 1987). 

Recently, a lot of effort has been done to incorporate pulse compression 
techniques to the US sensory system to improve the accuracy in distance mea- 
surements using relatively simple hardware and software (Piontek et al. 2007). 



7.2.2 Description of the Experiments 

This section illustrates the experiments carried out for constructing the correction 
model. Experimental data were collected in the same operational conditions in 
which the correction model will be used (Box et al. 1978); more precisely, network 
devices were assumed to be parallel with respect to the devices to be localized. In 
the current practice, this condition is generally satisfied because network devices 
(Ci, ..., C„) are arranged on the ceiling, at the top of the measuring area 
and Crickets to be localized are generally mounted on the portable probe and 
oriented upwards (see Fig. 7.6). This configuration is a practical solution to obtain 
a good coverage and to maximize the measuring volume (Johansson et al. 2006). 
For a more general description of the problem of the measuring volume coverage, 
i.e., with no assumption of parallelism between the network devices and the device 
to localize, see Sect. 4.5.1. 

In this configuration, the misalignment angles related to a generic network 
device (C,) and the one related to the device(s) to be localized, with respect to their 
distance, is the same (0, in Fig. 7.6). Figure 7.7 illustrates the experimental setup: 

• transmitter (T) and receiver (R) are positioned facing each other; 

• the distance (d) between transceivers is known and represents the 1st factor of 
the factorial plan; 

• transmitter face is parallel with receiver face, but they are not perpendicular 
with respect to the direction of the distance. A misalignment angle (9) is 
introduced and represents the 2nd factor of the factorial plan. 

As shown in Fig. 7.7, the reference point for determining the transceivers' 
distance and misalignment angle corresponds to the centre of each US transceiver 
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Fig. 7.6 Typical arrangement of the network devices (Ci-C„). To obtain a good coverage, 
network devices are placed at the top of the measuring area, parallel to the ceiling. With this 
configuration, Cricket to localize (P) should be oriented upwards. The formula for calculating the 
misalignment angle (Of) is used in the iterative procedure for the TOF-Error correction, reported 
in Sect. 7.2.5.1 (Maisano and Mastrogiacomo 2010). (with permission) 



centre of the cover's face ^ Receiv er 




Fig. 7.7 Experimental set-up. Transmitter (T) and receiver (R) are positioned facing each other. 
Distance (d) between transceivers and transceivers' misalignment angle (8) can be varied 

cover's face. Distances and angles were measured using a set of calibrated ref- 
erence bars and a precision goniometer (Magori 1994). 
Experiments were organized in two steps: 

1 . Exploratory experiments. Based on a limited number of observations, this phase 
was aimed at investigating whether the two factors of interest have significant 
effects on the TOF measurements. To that purpose, an experimental factorial 
plan was built measuring TOF and changing the factors at different levels. 
Table 7.1 provides a summary of the factor level combinations. 

2. Detailed experiments. The factor working domain and the number of obser- 
vations are increased so as to build an empirical regressive model representing 
the effects of the two factors. Table 7.2 contains the list of observations 
considered in this phase. 
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Table 7.1 List of the TOF 
observations (functions of d 
and 9) considered in the 
exploratory phase 



Table 7.2 List of the TOF 
observations (functions of d 
and 9) considered in the detail 
phase 



Factors 



1st — distance between 
transceivers (d) (mm) 



2nd — Transceiver 
misalignment angle (9) (°) 



Levels 
1,000 
2,000 
3,000 





15 
30 

45 



All the possible 3 x 4 = 12 different combinations are carried 
out in random order 

For each combination, TOF measurements are repeated 50 times 
All the 12 combinations above are replicated 3 times; conse- 
quently, the total number of combinations is 36. The test 
sequence is randomized using the random number generator 
provided by Minitab® 



Factors 



1st — distance between 
transceivers (d) (mm) 



2nd — transceiver 
misalignment angle (9) (°) 



Levels 
500 
1,000 
1,500 
2,000 
2,500 
3,000 
3,500 
4,000 





15 
30 
45 
60 



All the possible 8 x 5 = 40 different combinations are carried 

out in random order 

For each combination, TOF measurements are repeated 50 times 



For each of the combinations in Tables 7.1 and 7.2, 50 repeated measurements 
of the TOF are performed. 

The response variable considered in the factorial plan is the TOF-Error, which 
is used as an indicator of the error in TOF evaluation and defined as follows: 



being: 

TOF 

Expected-TOF 



TOF-Error = TOF - Expected-TOF 



(7.3) 



TOF measured by pair of Crickets; 
Defined as d/s, where d is the known distance between 
transceivers and s is the speed of sound in the experimental 
conditions (with air temperature T — 21°C and relative humidity 
RH = 27%, s x 344 m/s) 
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Dispersion of TOF-Error 
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Fig. 7.8 TOF-Error deviation versus average TOF-Error. For each of the 36 factors combina- 
tions, variables are calculated using the corresponding 50 repeated TOF-Error measurements 
(Maisano and Mastrogiacomo 2010). (with permission) 



7.2.3 Analysis of the Experimental Results 



7.2.3.1 Results of the Exploratory Experiments and Factorial Analysis 



Analysing the output of the exploratory factorial experiments, it can be noticed 
that TOF-Error dispersion changes depending on the average of the TOF-Error 
value. This behaviour is illustrated in Fig. 7.8. For each of the 36 factorial plan 
combinations, the average TOF-Error and the respective deviations — calculated 
using the corresponding 50 repeated measurements — are plotted. In general, the 
larger the average TOF-Error value, the larger the individual measurement dis- 
persion. The non homogeneity of the TOF-Error variance is also tested through 
the Levene's statistical test, at p < 0.05. 

Since the assumption of homogeneity of TOF-Error variances is violated, the 
Analysis of Variance (ANOVA) cannot be properly applied, in order to verify 
whether factors (d, 0) have a significant effect on the response (TOF-Error) (Box 
et al. 1978). The usual approach to dealing with non-homogeneous variance is to 
apply a variance-stabilizing transformation. In this approach, the conclusions of 
the analysis of variance will apply to the transformed populations. The most 
common transformation is the exponential y* — y A , where X is the parameter of the 
transformation (Godfrey et al. 2006; Zhang et al. 2005). 

The parameter X is selected by the Box-Cox method. The experimenter can 
analyse the data using y* as the transformed response (hereafter, it will be iden- 
tified as "Transformed TOF-Error"). In our specific case, the obtained transfor- 
mation parameter is X — 0.17. Applying the Levene's test to the transformed 
response, the resulting variance no longer violates the test's null hypothesis of 
homogeneity. To construct a model in terms of the original response, the opposite 

change of variable — (y = y*)~ — is performed. 
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Fig. 7.9 Main effect plot for 
means, related to the two 
examined factors: d 
(transmitter-receiver 
distance) and 9 
(misalignment angle) 
(Maisano and Mastrogiacomo 
2010). Graph is created using 
the Minitab® statistical 
software, (with permission) 
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Fig. 7.10 Interaction plot for 
Transformed TOF-Error, 
considering the two factors (d 
and 9) (Maisano and 
Mastrogiacomo 2010). Graph 
is created using the Minitab® 
statistical software, (with 
permission) 
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The Main Effects Plot, representing the effect of the single examined factors on 
the TOF-Error, is shown in Fig. 7.9. 

The points in the plot are the means of the response variable at the various 
levels of each factor (for each level of the examined factor, the mean is calculated 
averaging all the responses obtained changing the remaining factor). A reference 
line is drawn at the grand mean of the response data. This kind of plot is useful for 
comparing magnitudes of main effects. The qualitative result is that both d and 
have an important effect on the TOF-Error. 

In order to qualitatively judging the presence of interactions among the two 
factors, an Interaction Plot is constructed in Fig. 7.10. Interaction between two 
factors is present when the response at a factor level depends upon the level(s) of 
the other factor. Parallel curves in an interactions plot indicate no interaction. The 
greater the departure of the curves from the parallel state, the higher the degree of 
interaction (Box et al. 1978). 
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General Linear Model: Transformed TOF-Error versus e/and 9 

Factor Type Levels Values 

d fixed 3 1000; 2000; 3000 mm 
B fixed 7 0°; 15°; 30°; 45° 



Analysis of Variance for Transformed TOF-Error 



Source 


:;F 


Seq SS 


Adj SS 


single factor effect-^ 


2 
3 


0.078990 
0.243035 


0.078990 
0.243035 


interactions between factors-{d*f? 


6 


0.003364 


0.003364 


Error 


24 


0.000195 


0.000195 


Total 


35 


0.325583 





Adj MS 
0.039495 
0.081012 
0.000561 
0.000008 



F 

4859.41 

9967.54 

68.97 



P 
0.000 
0.000 
0.000 



DF degrees of freedom, Seq SS sequential sum of squares, Adj SS adjusted sum of squares, Adj MS adjusted mean squares, 
F Fisher's random variable, Pp-value 

Fig. 7.11 ANOVA applied to the (transformed) response of the factorial plan. This table is the 
output of a two-way ANOVA, carried out using Minitab * statistical software 



Figure 7.10 shows that the two-way interactions are not very pronounced and 
that the main effects presented in Fig. 7.9 are consistent within each factor level. 

Results of the factorial plan are examined by Analysis of Variance (ANOVA) 
(see Fig. 7.11). 

In the ANOVA, the variance related to the response is partitioned into con- 
tributions due to the different factors and their interactions. Results of an ANOVA 
can be considered reliable as long as the following assumptions are met: 
(1) response variable is normally distributed, (2) data are independent, and (3) 
variances of populations are equal. After applying the Box-Cox response trans- 
formation, all these assumptions were satisfied. In particular, the assumption of 
normal distribution was verified by the Anderson-Darling normality test at 
p < 0.05. 

Analysing the ANOVA results, all two factors and their two-way interactions 
were found to be significant based on Fisher's test at p < 0.05. With regard to 
single factors, both d and have an important effect. This is consistent with the 
Main Effects Plot of Fig. 7.9. With regard to the factor interaction, it is statistically 
significant too (p < 0.05). Thus, it can be stated that the composition of large 
misalignment angles (0) and large distances (d) produces TOF-Errors, which are 
larger than those obtained adding the effects of the single factors, taken separately. 



7.2.3.2 Results of the Detailed Experiments 

Results of detailed experiments are graphically represented in Figs. 7.12 and 7.13. 
They represent the average TOF-Error and the corresponding standard deviation 
(calculated, for each combination of factors, using the 50 repeated measurements) 
depending on d and 0. From the two graphs in Fig. 7.12, we can notice that TOF- 
Error increases with an increase in d and 0. Again, TOF-Error is always positive, 
because of the TOF overestimation due to the signal attenuation (which is pro- 
portional to d and 0). In particular, the relationship between TOF-Error and 
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Fig. 7.12 Average value of 
the TOF-Error depending on 
the misalignment angle (9), 
for different transmitter- 
receiver distances (d). a and b 
are two different graphic 
representations of this 
relationship (Maisano and 
Mastrogiacomo 2010). (with 
permission) 



Average TOF-Error vs Distance between Transceivers 




1000 1500 2000 2500 3000 3500 4000 
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15 30 45 
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d appears approximately linear, while the relationship between TOF-Error and 
appears approximately quadratic. Also, it can be noticed that TOF-Error mea- 
surements cannot be performed when the two factors have both large values — i.e. 
when — 45° and d > 3,500 mm, and when — 60° and d > 1,500 mm (see also 
Table 7.3). In fact, in all these conditions transmitter and receiver are not able to 
communicate because of the strong signal attenuation (receiver beyond the 
transmitter's cone of communication). 

Figure 7.13 also shows that the TOF-Error standard deviation tends to increase 
while increasing the received US signal attenuation; here follows an explanation of 
this behaviour. The amplitude of US signals at the transmitter is not perfectly 
stable but rather has a certain natural variability derived by many sources, such as 
power and control supply, air temperature, air turbulence, signal bandwidth. The 
envelope of the US signal amplitude at the receiver is included within an uncer- 
tainty band (highlighted in grey in Fig. 7.14). Considering signals with different 
amplitudes and assuming the uncertainty bandwidth to be the same, the larger the 
transient slope, the lower the TOF-Error uncertainty (£/i and C/ 2 m Fig- 7.14). 

Of course, the behaviour previously described is a consequence of the use of the 
thresholding detection method at the US receivers. The Cricket's accuracy could 
be improved by implementing a more refined ultrasound detection method that is 
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Fig. 7.13 Standard deviation 
of the TOF-Error depending 
on the misalignment angle 
(9), for different transmitter- 
receiver distances (d). a and 
b are two different graphic 
representations of this 
relationship (Maisano and 
Mastrogiacomo 2010). (with 
permission) 
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For some particular combinations of the two factors, transceivers 
are not able to communicate and, consequently, the experimental 
table cannot be completely filled. To be precise, measurements 
can be performed only for 37 of 45 (9 x 5) combinations. When 
the two factors have both large values — i.e., when f3 = 45° and 
c/ > 3,500 mm, and when 9 = 60° and d > 1,500 mm — mea- 
surements are not feasible 
\/ measurement performed 
x measurement not feasible 
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Uncertainty (U;)in TOF-Error depending on US signal attenuation 
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Fig. 7.14 Considering the same uncertainty (a) in the receiver voltage signal, the more 
attenuated the signal, the larger the TOF uncertainty (U\ and Ut) (Franceschini et al. 2010). (with 
permission) 



able to calculate the precise instant in which the US signal is received (Piontek 
et al. 2007). 



7.2.4 Model Construction 



In this section we propose an experimental regressive model to link TOF-Error 
with and d. The total number of observations that were used to construct the 
model is given by 37 combinations with 50 repetition per combination, which 
corresponds to 1,850 TOF measurements (see Table 7.3). 

Analyzing the graph patterns in Fig. 7.12 and based on the knowledge of the 
physical phenomenon investigated, a second order polynomial model was chosen. 
For more information on the typical relationships between TOF-Error and d, and 
TOF-Error and 0, we refer the reader to the relevant literature (Manthey et al. 
1991; Figueroa and Lamancusa 1992; Magori 1994). 

Note that the chosen model makes it possible to evaluate the factors interaction: 



TOF-Error = K x + K 2 ■ d + K^ ■ + K 4 ■ d 2 + K 5 ■ 2 + K 6 ■ d ■ 6 



(7.4) 



With the support of the Minitab R Best-Subsets tool, we find that the terms with 
coefficients K 3 and K 4 have slightly influential contributions. In fact, considering 
several competing multiple regression models of order not larger than two (see 
Fig. 7.15), the model with the three terms (d, 2 and d-6) is the one with the 
Mallows' Cp (4.3) closest to the number of predictors plus the constant (4). In 
general, Mallows' Cp is used in statistics to assess the fit of a regression model that 
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Best Subsets Regression: 

Average TOF-Error versus d, 6, d 2 , 2 and d-8 
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Vars is the number of variables or predictors in the model. R and adjusted R are converted to 
percentages. S is the standard error of the regression. Predictors that are present in the model 
are indicated by an X. 

Fig. 7.15 Results obtained from Minitab R Best-Subsets tool. The above table suggests that the 
model with the three terms d, 9 and d ■ 8 is relatively precise and unbiased because its Mallows' 
Cp (4.3) is closest to the number of predictors plus the constant (4) (Kino 1987) 



has been estimated using ordinary least squares. It is applied in the context of 
model selection, where a number of predictor variables are available for predicting 
some outcome, and the goal is to find the best model involving a subset of these 
predictors. As anticipated, the best model is the one with the Mallows' Cp closest 
to the number of predictors plus the constant (Mallows 1973). In this specific case, 
this fact was also confirmed by an initial regression, based on the model in Eq. 7.4, 
in which the contribution of the terms d, 2 and d-0 appeared to be secondary. 

As a consequence, terms with coefficients K 3 and K 4 were removed from the 
model and a new second order model, representing a compromise solution 
between best-fitting and reduction of the number of predictors was constructed 
using Eq. 7.5. 

TOF-Error = K { + K 2 ■ d + K 5 ■ 2 + K 6 ■ d ■ 6 (7.5) 

The model requires the information about the distance and the misalignment 
angle related to each pair of Cricket devices. Being linear with respect to d and 
quadratic with respect to 6, the model well represents the graph patterns in 
Fig. 7.12. It is important to note the presence of the last term (K 6 -d-0), which 
accounts for the interaction between the two factors. 

Since the variance of the response variable (TOF-Error) is not homogeneous, a 
simple linear regression is not perfectly suitable. In particular, heteroscedasticity 
may have the effect of giving too much weight to subset of the data where the error 
variance is larger, when estimating coefficients. To reduce standard error associated 
with coefficient estimates, in regression in which homoscedasticity is violated, a 
common approach is to weight observations by the reciprocal of the estimated point 
variance (Box et al. 1978; Zhang et al. 2005; Jimenez and Seco 2005). For each 
observation, the variance is calculated using the 50 repetitions associated to the 
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(Weighted) Regression Analysis: TOF-Error versus d, and d- 

The regression equation is: 

TOF-Error = 84.6 + 0.0207-d + O.O314-0 2 + . 000336 • d • 

Predictor Coef SE Coef T P 

Constant 84.6410 0.6040 140.14 0.000 

d 0.0206548 0.0002960 69.78 0.000 

O 2 0.0314441 0.0004298 73.15 0.000 

d-6 0.00033568 0.00001144 29.35 0.000 

S = 1.65608 R-Sq = 93.9% R-Sq(adj) = 93.8% 



Analysis of Variance 

Source DF SS MS F P 

Regression 3 71072 23691 8637.96 0.000 

Residual Error 1696 4651 3 

Total 1699 75723 



Source DF Seq SS 

d 1 18037 

6? 1 50672 

d-0 1 2362 



DF degrees of freedom, SS sum of squares, MS mean squares, 
F Fisher's random variable, Pp-value 

Fig. 7.16 Results of the (weighted) regression analysis. Analysis is carried out using Minitab * 
Statistical software 



corresponding factor combination (numerical values of the a related to each factor 
combination are reported in Fig. 7.13). The final regression equation is: 

TOF-Error = 84.6 + 0.0207 • d + 0.0314 • 2 + 0.000336 -d-6 (7.6) 

In Eq. 7.6, TOF-Error, d and are respectively expressed in fis, mm and 
degrees (°). 

This model can be useful for correcting the systematic error in TOF mea- 
surements. Given that the variation in the response standard deviation is not very 
large, it emerged that Eq. 7.6 is not very dissimilar to the result that would be 
obtained by a simple (non weighted) linear regression. 

The regression output is quantitatively examined by an ANOVA (see Fig. 7.16). 
Based on t test at p < 0.05, it can be sentenced that all the terms in Eq. 7.6 are 
significant. Examining the residuals, they can be considered as randomly distributed 
by the Anderson-Darling normality test at p < 0.05. The model fits well with 
experimental data. 
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Fig. 7.17 Flowchart related 
to the iterative procedure for 
the on-line implementation of 
the model (Maisano and 
Mastrogiacomo 2010). (with 
permission) 



Measurement of the TOFs between the point to locate (P) 
and the network devices (Ci C n ) 



X 



Initialization of the iteration number: jM 



x 



(6.) 



X 




X 



Is the current position of P 
YES significantly changed with 
respect to the previous one? 



l 

Calculation of the misalignment angle {8) related to each 
reference device (C,), using the formula in Eq. 7.7 



TOFs are turned into distances (dj" ) through the speed of 
sound 



Localization of P by trilateration, using the distances (dr) 




Application of the experimental model in order to "correct' 

TOFs between P and the reference devices. New iteration 

of the algorithm (/=y+1 ) 



7.2.5 Model Implementation and Validation 



7.2.5.1 On-line Model Implementation 



The goal of the correction model is to enhance the accuracy in the localisation 
of positioning target(s). Similarly to the diagnostics tools discussed in Chap. 6 — 
the model is implemented on-line, both during network localisation and 
measurements. 

It has to be noticed that, in order to correct the TOF between each network 
device and the positioning target (basically using Eq. 7.6), the mutual distance 
(d) and misalignment angle (0) must be known. In turn, d and can be calculated 
only by knowing the network device position (a priori known) and the positioning 
target coordinates (not known a priori). Therefore, in order to implement the 
model, we studied an iterative procedure based on the gradual refinement of the 
positioning target position. This procedure is also based on the assumption that 
network devices are generally parallel to the device to be localized. Procedure 
consists of the following basic steps (see flowchart in Fig. 7.17): 

1 . TOFs between the device to localize (P) and the network devices with known 
position (Ci, ..., C„) are measured and then the iteration number (/') is ini- 
tialized to 1. 

2. Corresponding distances are calculated as: dp — TOF^X Superscript "(/')" 
indicates that the jth iteration is considered. Since TOFp ' is generally over- 
estimated because of the attenuation, dp will of course result to be 
overestimated. 
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3. Device P (with coordinates xp , yp and zp) is localized through a trilateration, 
using the distances from at least three reference devices with known position 
(xt, y h id- 

4. Misalignment angles (Of') between device P and each of the network 
devices, with which it communicates, are calculated. Thanks to the fact 
that devices have approximately parallel faces, we can use Eq. 7.7 (see 
Fig. 7.6): 




5. Correction of the TOFs associated to each of the network devices using the 
following formula: 

TOFf +1) = TOF, (1) - TOF-Error, W (7.8) 

where TOF-Errorp' (function of d{ and 0\' } ) is calculated using the empirical 
formula in Eq. 7.6. 

6. New estimation of the distances (d( + ') between P and the devices with 
known position, and repetition of the procedure (steps 2-5, replacing super- 
scripts j withy +1). 

The same procedure can be iterated until changes in the calculated position of P 
are not significant. Conventionally, this condition is reached when the distance 
between the current position of P and the position in the previous iteration is 
smaller than 1 mm. A qualitative example of application of the procedure is given 
by the representation scheme in Fig. 7.18. 

This algorithm is designed to guarantee the convergence to a stable solution. 
Typically, it was experienced that no more than three iterations were necessary for 
the algorithm to converge. Using a standard PC, the total time to complete the 
procedure is not larger than 0.2 s, therefore it is fully compatible with the Crickets' 
TOF measurement sampling period. 



7.2.5.2 Model Validation 

Additional measurements have been performed so as to experimentally validate 
the empirical regressive model in conditions that are representative of the typical 
working environment. At this stage, a network of devices and a set of devices to be 
localised within the measuring volume were considered. It is important to stress 
that the model was based on the assumption that all the Crickets have parallel 
faces. Unfortunately, this condition can not be perfectly satisfied in a real mea- 
surement context, for two reasons: 

1 . Network devices are not perfectly parallel to each other. This condition would 
slow down and complicate the manual arrangement of devices and compromise 
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1 iteration: 

• TOFs between the device to locate (P) and the 
network devices with known position (Ci to C 4 ) are 
measured; 

• TOFs are turned into distances (of = TOFP ] -s); 

• P is located for the first time by trilateration, using 
distances (dF); 

• Misalignment angles (6} |1) ) are calculated using the 
formula in Eq. 7.7. 



2" u iteration: 

• The experimental model in Eq. 7.6 is used to 
estimate TOF-Errors (TOF-Errorr is a function of 
rjf > and & w ); 

• TOFs are refined using the TOF-Errors; 

• New TOFs are turned into distances 
(df» = TOFP-s); 

• P is re-located by trilateration, using new distances 
(of); 

• Procedure continues, since P (21 is changed 
significantly with respect to P (1) . 

• New misalignment angles (el 2 ) are calculated using 
the formula in Eq. 7.7. 



C2^ 



?C 3 




c 4 

'u u 



<4 ,J 



3 iteration: 

• The experimental model in Eq. 7.6 is used to 
estimate TOF-Errors {TOF-Error, is a function of 
dP and 6f >); 

• TOFs are refined using the TOF-Errors; 

• New TOFs are turned into distances 
(d ,3) = TOFP-s); 

• P is re-located by trilateration, using new distances 
(d! 3 ); 

• Procedure stops, since P (3) is not changed 
significantly with respect to P (2) . 



Fig. 7.18 Representation scheme of the iterative procedure for the experimental model 
implementation. It is assumed that three iterations are sufficient for the algorithm to converge. 
It can be seen that the position of the device to localize (i.e., P (1> , P (2) and P t3) ) is gradually refined 



the MScMS' easy start-up (Franceschini et al. 2009c). We found that, in a 
typical (quick) arrangement, misalignments of network devices with respect to 
the "ideal" parallelism condition are included within 3° (Franceschini et al. 
2008). 
2. Devices to be localised, which are mounted on the mobile probe, are not 
necessarily parallel to network devices. In fact, during the measurement task it 
is very difficult to keep the mobile probe always horizontal and facing network 
devices, due to the shape of the measured object. We confirmed that mobile 
probe's misalignment with respect to the "ideal" orientation can be up to 
10-15° (Franceschini et al. 2008). 

Thus, to test the efficiency of the proposed model in realistic measurement 
conditions, small misalignments — of the same amount of the ones mentioned 
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before — were deliberately introduced both for network devices and devices to be 
measured. The test was organised as follows: 

• A limited indoor measuring volume of about 24 m 3 (4 x 3 x 2 m) was con- 
sidered. Eight network devices were distributed at the top of the volume, with 
parallel faces and a planar density of about 0.7 devices/m 2 (see Fig. 7.19). The 
rough position of each device was randomly set using a random number gen- 
erator. Then, coherently with the previous experiments (Fig. 7.7), the "refer- 
ence" position of each device — that is to say the Cartesian coordinates of the 
point coinciding with the centre of the transceiver cover' s face — was calculated 
using a laser-tracker. Because of the transceiver's relatively small dimensions, it 
was difficult to measure the cylindrical cover touching it directly with the laser- 
tracker (cat's-eye) retroreflector. Therefore, measurements were performed 
using a support "cap" — i.e., an auxiliary component consisting of a hollow 
cylinder surmounted by a hemisphere. More precisely, the internal hole of the 
cap fits the US transducer's cover, so that — when the transducer is "capped" — 
the centre of the cover's face coincides with the centre of the cap hemisphere 
(see Fig. 7.20b). The cap is made of aluminium and manufactured using a CNC 
turning lathe with typical uncertainty around few hundredths of millimetre. 
The measurement procedure consists in: 

- "capping" the transducer with the support cap; 

- measuring several points (i.e. four or more), which are uniformly distributed 
on the hemisphere surface, using the laser-tracker retroreflector (see 
Fig. 7.20a); 

- determining the coordinates (x, y, z) of the hemisphere centre through a 
standard optimization algorithm. 

A preliminary uncertainty budget is constructed considering the uncertainty 
related to (1) the dimensional features of the support cup; (2) the laser-tracker 
measurement of the points on the cap hemispheric surface; (3) the algorithm 
to determine the centre of the hemisphere, using the previous points. The 
result is that the uncertainty associated to the coordinates of the point to 
measure is reasonably smaller than one millimetre, which is 1-2 orders of 
magnitude more accurate than the Cricket distance measurements (Ronchetti 
and Staudte 1994; Cross et al. 1998; JCGM 100:2008 2008). 

• A Cricket device was placed next to twenty representative points that are 
positioned within the measuring volume, with the face parallel to the network 
devices. The rough position of each point was randomly set using a random 
number generator. Next, the "reference" position was measured by a laser- 
tracker with the same procedure seen before. For each of the twenty points, eight 
TOFs from the corresponding network devices were collected replicating the 
individual measurements five times. In practice, the device to be localized 
was moved and repositioned before each measurement, with the aim of 
reproducing the usual measurement conditions. Thus, there are 20 x 8 x 
5 = 800 total TOF measurements (number of measured points x number of 
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Fig. 7.19 Representation of the experimental set-up used for the model validation experiment, a 
XZ plane view, b XY plane view, c 3D view. The measuring volume contains eight network 
devices (filled square) and twenty measured points (cross), which are randomly positioned within 
the measuring volume (Maisano and Mastrogiacomo 2010). (with permission) 
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(a) 
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Overall View Orthogonal View 

Fig. 7.20 Representation scheme of the procedure to calculate the coordinates of the point in the 
middle of the face of the US transducer cover (Maisano and Mastrogiacomo 2010). (with 
permission) 



network devices x replications). These TOFs were turned into corresponding 
distances applying the iterative procedure seen in Sect. 7.2.5.1. Then, distance 
values were compared with the corresponding nominal values — derived using 
the laser-tracker reference positions — so as to calculate the resultant error. 
Results obtained by the application of the experimental model were compared 
(1) with the results obtained by applying a first order one-factor model, which 
was proposed by Moore et al. (2004) and implemented in a previous version of 
the Cricket firmware (see Eq. 7.9), and (2) with the results obtained with no 
correction. 



d t = 49.671 + 0.00096 ■ s ■ TOF, 



(7.9) 



In Eq. 7.9, </,, s and TOF, are respectively expressed in mm, m/s and /is. 

Using the one-factor model in Eq. 7.9, distances (d,) can be calculated from the 
corresponding TOF,j. Differently from the two-factor model, this model only 
accounts for the attenuation effect due to d, but does not consider the effect of 0. 

Summarizing, distance error is calculated in the three following situations: (1) 
application of the two-factor empirical model; (2) application of the one-factor 
model; (3) no correction. Next, the average value (fid-error) and the standard 
deviation (<r rf _ error ) related to distance error are calculated. Results are reported in 
Table 7.4. It is relevant to emphasize that these errors are not overall uncertainties 
for the system, because they are not achieved when all the error sources are 
combined in an uncertainty budget , also including traceable calibration uncer- 
tainties of the reference artefacts (Cross et al. 1998; JCGM 200:2008 2008). 

It can be noticed that the two-factor correction model, compared to the one- 
factor model, makes it possible to reduce the dispersion in the distance evaluation 
considerably. Precisely, reduction is larger than 40% — i.e., (9.8 — 5.6)/9.8. The 
price to pay is that the two-factor model is based on the assumption that network 
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Table 7.4 Results of validation experiments with regard to the Cricket distance error 
Distance error Two-factor experimental model One-factor experimental model No correction 
Pit-error (mm) —0.3 0.6 70.5 

Od-error (mm) 5.6 9.8 15.9 

Notice that the two-factor correction model, compared to the one-factor model, makes it possible 

to reduce the dispersion in the distance evaluation considerably. Moreover, results obtained with 

no correction are very poor, both in terms of centering (Hd-err„r = 70.5 mm, due to the systematic 

TOF measurement overestimation) and dispersion {cJd-error) (Maisano and Mastrogiacomo 

2010with permission). 

V-d-error an d ° : d-error are calculated considering 800 individual distance evaluations, performed in 

random order 

Reference distances are obtained using a laser-tracker (see Fig. 7.20a), with a measurement 

uncertainty one-two orders of magnitude smaller than Crickets' 



devices are parallel with respect to the device to localize (see Fig. 7.6). Also, from 
Table 7.4 we can see that results obtained with no correction are very poor, both in 
terms of centering (large /id-erron due to the systematic TOF measurement over- 
estimation) and dispersion ipd-ermr)- I n the latter case, the reduction of the dis- 
persion is larger than 60% — i.e., (15.9 — 5.6)/15.9. 

Not depending on the network device density, but only depending on the TOF 
measurements between device to localize and network devices, these results can be 
extended to networks with different density. 

It is important to remark that the two-factor model was obtained under a precise 
condition of air T and RH (T — 2 1 °C and RH — 27%). In theory, the model should 
be used in these precise conditions and, for different T and RH values, it is no 
longer valid. US signal attenuation , which is the main source of TOF estimation 
errors, and the speed of sound (s) value are both influenced by air T and RH 
(Jakevicius and Demcenko 2008). In general, the effect of RH can be left out, 
especially for moderate variations (i.e., ARH not larger than 30-40% — condition 
generally satisfied within shop-floors). Moreover, if T variations are limited (i.e., 
AT contained within 8-10°C — condition generally satisfied within shop-floors), 
the effect of T on ultrasound attenuation can be discounted as well (Bohn 1988; 
Mastrogiacomo and Maisano 2010). Thus, the only effect to be compensated is that 
of T on s. To that purpose, T is periodically evaluated by embedded thermometers 
at the Cricket receivers and s is automatically updated using an experimental 
relation s — s(T) (Franceschini et al. 2009c). 



7.3 Performance Enhancing for Other Distributed Systems 

Although the model presented in Sect. 7.2 has been "tailor made" for MScMS-I 
and the specific ultrasound-based technology, the same logic can be extended to 
other distributed systems with different technologies. Typically, for this kind of 
systems, activities in the measurement phase consist of three steps: 
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Table 7.5 Basic steps related to the measurement activities of three distributed systems (i.e., 
MScMS-I, MScMS-II and iGPS™) 



Distributed 
system 



MScMS-I 



MScMS-II 



iGPS 1 



Step 1: 

Measurement of TOF between each 

base network 

quantities by Cricket and the 

local network positioning 

devices target(s) 



Major error 
sources 



Step 2: 
Determination 
of derived 
quantities 



Step 3: 
Optimization 
technique for 
localizing 
positioning 
target(s) 



Use of thresholding 

detection 

method; 
Temperature 

gradients; 



Non punctiform 
dimensions of 
transceivers. 



2D coordinates of the 
positioning target(s) in 
the view plane of each 
network camera 



Misalignment between 
cameras and 
positioning target(s); 

Reduction in accuracy 
while increasing the 
distance between 
positioning target(s) 
and one camera. 



Distances between Angles (azimuth and 



network 
Crickets and 
positioning 
target(s) 

Trilateration 



elevation) among 
network cameras and 
positioning target(s) 



Triangulation 



Timing measurements 

between signals 

received by positioning 

target(s), referring to 

each network 

transmitter 
Non perfect planarity of 

fan-shaped rotating 

laser beams; 
Laser beam deflections 

caused by temperature 

changes 



Angles (azimuth and 
elevation) among 
network transmitters 
and positioning 
target(s) 

Triangulation 



1 . network devices perform individual local measurements of some base quanti- 
ties , related to the positioning target(s); 

2. these quantities are used to calculate other derived quantities related to local 
network devices and positioning target(s) (generally mutual distances or 
angles); 

3. derived quantities are used to solve a global optimization problem (i.e., trila- 
teration or triangulation) aimed at localizing positioning target(s). 

Base quantities measured by local network devices are subject to systematic 
errors that may affect the derived quantities and the consequent localisation of 
positioning target(s). For the purpose of example, Table 7.5 reports the basic steps 
of the measurement activities as well as the most significant systematic errors for 
the three distributed systems analysed in this book, i.e., MScMS-I, MScMS-II and 
the iGPS™. 
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corrected 
measurements 



Network devices (Ci to C4) locally measure 
some base quantities related to the positioning 
target(s) (P). Measurements are biased. 



Biased measurements are grouped together 
for a centralised elaboration, aimed at 
correcting them by suitable correction 
model(s). Correction may require some 
iterations. 



Corrected base quantities are then used to 
determine other derived quantities (basically 
distances or angles) and, finally, to solve a 
centralised optimization problem for localizing 
P. 



P (*, y, z) 
Fig. 7.21 Typical procedure of error correction for distributed measuring systems 



To limit these errors, we suggest to use suitable correction models. For applying 
such models it is generally necessary to join together data measured by local 
network devices. The scheme in Fig. 7.21 illustrates the typical error correction 
procedure for distributed measuring systems. 

For example, regarding MScMS-I it has been shown that local TOF errors can 
be corrected after a rough localization of the positioning target(s), which is pos- 
sible only by using the TOFs measured by all the available network devices. 
Therefore, local base quantities are grouped together and used to run a centralised 
elaboration, which is aimed at correcting them. An analogous correction technique 
is commonly implemented by classical receivers of the satellite-based GPS, to 
correct systematic errors in the TOF calculation due to the effects of ionosphere, 
troposphere and clock synchronisation (Hofmann-Wellenhof et al. 2001). 

In conclusion, we reassert that the construction of correction models is a fun- 
damental task for enhancing metrological performance of a generic measuring 
instrument. To this purpose, a thorough knowledge of the technical features of the 
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instrument as well as measurement conditions is essential. After their construction, 
such models should be experimentally validated in the same operational conditions 
in which the measuring systems will be used. 



Chapter 8 

Evaluation of Measurement Uncertainty 



8.1 Measurement Uncertainty in LSM Distributed Systems 

A crucial aspect when dealing with the problem of uncertainty evaluation of 
Large-Scale Dimensional Metrology distributed systems is that a well established 
set of reference standards is still lacking. The reason is that these systems are 
relatively new in comparison to other consolidated technologies, and the proposed 
approaches for measurement uncertainty assessment are still under discussion. At 
the moment, the effective reference for researchers and manufacturers is repre- 
sented by the body of general metrology standards (JCGM 200:2008 2008; JCGM 
100:2008 2008) and some specific standards for CMM or optical systems (Peggs 
et al. 2009; VDI/VDE 2634 2002). 

According to the International Vocabulary of Metrology (VIM) (JCGM 
200:2008 2008) and to the Guide to the Expression of Uncertainty in Measurement 
(GUM) (JCGM 100:2008 2008), the basic concepts related to the definition of 
measurement uncertainty are (see also Chap. 1): 

• Accuracy Closeness of agreement between a measured quantity value and a true 
quantity value of a measurand. 

• Precision Closeness of agreement between indications or measured quantity 
values obtained by replicate measurements on the same or similar objects under 
specified conditions (the term precision is also used to indicate repeatability and 
reproducibility). 

• Resolution Smallest change in a quantity being measured that causes a per- 
ceptible change in the corresponding indication. 

• Error Measured quantity value minus a reference quantity value. 

There is a distinction between the two following definitions related to the 
concept of measurement error: 

• Systematic error Component of measurement error that in replicate measure- 
ments remains constant or varies in a predictable manner. 
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• Random error Component of measurement error that in replicate measurements 
varies in an unpredictable manner. 

Systematic measurement error, and its causes, can be known or unknown. 
A correction can be applied to compensate for a known systematic measurement 
error (see Chap. 7). Random errors cannot be corrected and they give the major 
contribution to the measurement uncertainty. Random measurement errors of a set 
of replicate measurements form a distribution that can be summarized by its 
expectation, which is generally assumed to be zero, and its variance. 

Measurement uncertainty can be defined as: 

• Uncertainty Non-negative parameter characterizing the dispersion of the 
quantity values being attributed to a measurand, based on the information used. 

It is strictly related to the used measurement system and the implemented 
measuring procedure. 

Putting this statement another way, uncertainty is a parameter associated with a 
specific measurement result that expresses the range of values about that result 
within which we can confidently expect to find the true value of the measurand. 

A complete statement of a measurement result might look like this: 

127.324 ±0.002 mm (8.1) 

The range of values between which the true value of the measurand might lie is 
from 127.322 to 127.326 mm. 

In Large-Scale Dimensional Metrology, when operating with distributed sys- 
tems, measurement uncertainty may be evaluated according to two well distinct 
operating approaches. 

The most typical situation is when the measurand is directly measured several 
times under the same conditions. In this case the measurement result is given by 
the arithmetic mean of the independent repeated observations and the corre- 
sponding uncertainty is gathered from the associated variance (JCGM 100:2008 
2008). 

Nevertheless, in most cases, the measurement value is obtained as the result of a 
functional relationship from two or more other quantities. This measurement is 
referred as indirect since the measurand is not directly measured. Uncertainty 
evaluation involves developing a mathematical model of random and systematic 
errors associated with the used instruments, the measurement procedure and the 
variables at stake. Hence, the overall uncertainty associated to an indirect mea- 
surement is obtained as the composition of the uncertainty of each single quantity 
appearing in the functional relationship. Normally, the approach used in this case 
is that prescribed by the Guide to the Expression of Uncertainty in Measurement 
(GUM) (JCGM 100:2008 2008). In substance, it is based on the Multivariate Law 
of Propagation of Uncertainty (MLPU). 

It may be also highlighted that, in other situations, the result of a measurement 
is obtained by adjustment techniques. These are the cases, for example, described 
in Chap. 3 for the estimation of the coordinates of the Crickets mounted on the 
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portable probe of MScMS-I (see Sect. 3.2.2), or of the probe optical markers of 
MScMS-II (see Sect. 3.3.3). 

In this cases the task is to determine a number of unknown parameters (indirect 
measures) from a number of observed values (direct measures) which have a 
functional relationship to each other. If more observations are available than 
required for the determination of the unknowns, there is normally no unique 
solution and the unknown parameters are estimated according to functional and 
stochastic models. In this situation, in order to estimate the uncertainty of the 
unknown parameters, the Multivariate Law of Propagation of Uncertainty (MLPU) 
is implemented as well. 

In the following Sections a brief description of most employed techniques for 
uncertainty evaluation is presented. For a detailed discussion readers are invited to 
review specialist literature (Bar-Shalom et al. 2001; JCGM 100:2008 2008). 

More specifically, in Sects. 8.2-8.6 a general approach for uncertainty classifi- 
cation and evaluation is presented together with some simple application examples. 
In Sects. 8.7 and 8.8 specific applications to MScMS-I and MScMS-II are reported. 



8.2 Expression of Uncertainty in Measurement 

At its most basics, measurement uncertainty is a statement of how well someone 
thinks that they have measured something. Measurement uncertainty can, there- 
fore, be considered a guide to the quality of the measurement. There are a number 
of intimidating and highly mathematical explanations of how to estimate mea- 
surement uncertainty, the ISO Guide to the Expression of Uncertainty in Mea- 
surement (GUM) (JCGM 100:2008 2008) being the definitive article. 

A somewhat simpler explanation is presented here. There is no way to actually 
know the true value of a particular measurement because, whatever measurement 
process you use, there will always be some sort of error associated with the 
process. It follows that the result of any measurement is really only an estimate of 
the true value of the measurand, and so it needs to be accompanied by an estimate 
of the uncertainty of the correctness of the stated result. 

Even after all the systematic effects have been corrected for, there remains an 
uncertainty due to both random effects and imperfect correction of the results of 
the systematic effects. The overall uncertainty estimate gives a quantitative 
(or numerical) assessment of the reliability of the result, and allows us to compare 
results with one another in a meaningful manner. 



8.2.1 Type A and Type B Uncertainty 

The uncertainty associated with a given estimate of a measurand can be catego- 
rized according to the method by which its numerical value is obtained. 
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Those uncertainties obtained by using statistical methods are termed Type A, 
whilst those obtained by methods other than statistical are termed Type B. 

It should be noted that there is no direct correspondence between the Type A and 
B classifications and the old terms "random" and "systematic" (JCGM 100:2008 
2008). Type A and B classifications refer to the manner in which the uncertainty 
was estimated, and not to the effect of the uncertainty on the measurement result. 
For example, the uncertainty of a correction for a known systematic effect may be 
obtained in some cases by a Type A evaluation while in other cases by a Type B 
evaluation, as well as the uncertainty characterizing a random effect. 

The purpose of the Type A and Type B classification is to indicate the two 
different ways of evaluating uncertainty components and is for convenience of dis- 
cussion only; the classification is not meant to indicate that there is any difference in 
the nature of the components resulting from the two types of evaluation. Both types of 
evaluation are based on probability distributions, and the uncertainty components 
resulting from either type are quantified by variances or standard deviations. 

The estimated variance (denoted with u 2 ) characterizing an uncertainty com- 
ponent obtained from a Type A evaluation is calculated from series of repeated 
observations and is the familiar statistically estimated variance s . The estimated 
standard deviation u (i.e., the positive square root of u ) is thus u — s and for 
convenience is sometimes called a Type A standard deviation (JCGM 100:2008 
2008). 

For uncertainty components obtained from a Type B evaluation, the estimated 
variance u is evaluated using the available knowledge, and the estimated standard 
deviation u is sometimes called a Type B standard uncertainty. A type B evalu- 
ation of uncertainty component is usually based on a pool of comparatively reli- 
able information, which may include (JCGM 100:20082008): 

• previous measurement data; 

• experience with or general knowledge of the behaviour and properties of rele- 
vant materials and instruments; 

• manufacturer's specifications; 

• data provided in calibration and other certificates; 

• uncertainties assigned to reference data taken from handbooks. 

The proper use of the pool of available information for a Type B evaluation of 
standard uncertainty calls for insight based on experience and general knowledge, 
and is a skill that can be learned with practice. It should be recognized that a Type 
B evaluation of standard uncertainty can be as reliable as a Type A evaluation, 
especially in a measurement situation where a Type A evaluation is based on a 
comparatively small number of statistically independent observations (JCGM 
100:2008 2008). 

Thus a Type A standard uncertainty is obtained from a probability density 
function derived from an observed frequency distribution, while a Type B standard 
uncertainty is obtained from an assumed probability density function based on the 
degree of belief that an event will occur (often called "subjective probability") 
(JCGM 100:2008 2008). 
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8.2.2 Combined Standard Uncertainty 

The combined standard uncertainty is defined as the standard uncertainty of the 
result of a measurement when the result is obtained from the values of a number of 
other quantities, equal to the positive square root of a sum of terms, the terms 
being the variance or covariances of these other quantities weighted according to 
how the measurement results varies with changes in these quantities (JCGM 
100:2008 2008). 



8.2.3 Expanded Uncertainty 

The expanded uncertainty U, also termed as overall uncertainty, is defined as the 
quantity defining an interval about the result of a measurement that may be 
expected to encompass a large fraction of the distribution of values that could 
reasonably be attributed to the measurand. The fraction may be viewed as the 
coverage probability or level of confidence of an interval (JCGM 100:2008 2008). 
To associate a specific level of confidence with the interval defined by the 
expanded uncertainty requires explicit or implicit assumptions regarding the prob- 
ability distributions characterized by the measurement results and its combined 
standard uncertainty. The level of confidence that may be attributed to this interval 
can be known only to the extent to which such assumption may be justified. 



8.2.4 Coverage Factor 

The coverage factor A: is a numerical factor used as multiplier of the standard 
uncertainty in order to obtain an expanded uncertainty. A coverage factor is 
typically in the range from 2 to 3 (JCGM 100:2008 2008). Assuming a normal 
distribution of measurement results, k — 2 corresponds to a coverage probability 
equal to 95%, while k — 3 corresponds to 99.7% (see Fig. 8.1). 



8.3 Uncertainty Evaluation with Independent 
Repeated Observations 

When a direct measurement (i.e., the measurand is measured directly) can be 
repeated n times under unchanged measurement conditions, it can be treated as a 
random variable X. In this case, under the assumption of absence of systematic 
effects, the best estimate of its expectation or expected value, under the hypothesis 
of independent observations, is the arithmetic mean x (or average) of the 
observations x t (i — \...n): 
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Fig. 8.1 Coverage 
probability (gray), i.e., the 
fraction of the distribution of 
measured values that could 
reasonably be attributed to 
the measurand, corresponding 
to a coverage factor k = 2, 
when assuming a normal 
distribution 



Evaluation of Measurement Uncertainty 

km 




x-2s 



x + 2-s 



1 " 



(8.2) 



/-i 



The individual observations x t differ in value because of random variations in 
the influence quantities (random effects). The statistically estimated variance of the 
observations is given by: 



1 " 

(—1 



x) 2 



(8.3) 



This estimate of variance and its positive square root s (experimental standard 
deviation of the single value) characterizes the variability of the observed values 
x h or more specifically, their dispersion about their mean x. 

Furthermore, the experimental standard deviation of the mean is: 

s- x = 4= (8.4) 

The experimental standard deviation of the single value s and the experimental 
standard deviation of the mean s* may be used as a "measure" of the uncertainty 
of the measurement (Type A uncertainty). 

Hence, the standard uncertainty of the single value and of the mean are 
respectively u — s and u x = s x . 

Usually the so called "expanded uncertainty" is used in order to refer to an 
uncertainty interval expected to encompass a given fraction of values that could 
reasonably be attributed to the measurand. The expanded uncertainty is obtained 
by multiplying the standard uncertainty by the coverage factor k, which in most of 
cases is fixed at k — 2 (that means that, assuming a normal distribution of mea- 
surement results, the corresponding coverage probability is equal to 95%). 

In particular, the expanded uncertainty of a single measure is defined as: 



U x = 2 ■ u 
while the expanded uncertainty of the mean of n observations is: 



(8.5) 
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Table 8.1 Example of 40 measurements of the length of a steel bar 



Measurements (mm) 


127.81 


127.10 


127.93 


127.67 


127.27 


127.39 


127.90 


127.81 


127.70 


127.51 


127.29 


128.04 


127.45 


127.08 


127.52 


127.70 


127.13 


127.81 


127.42 


127.32 


127.97 


127.22 


127.93 


127.13 


127.90 


127.20 


127.28 


127.61 


127.54 


127.10 


127.57 


127.90 


127.51 


127.06 


127.97 


127.64 


127.83 


127.85 


127.06 


127.51 



V-x = 2 • u x (8.6) 

Hence, according to the prescriptions of the Guide to the Expression of 
Uncertainty in Measurement (GUM) (JCGM 100:2008 2008), the result of 
n independent repeated measurements (under the same measurement conditions) 
can be expressed as follows: 

x±2-u (8.7) 

if referring to a single measurement, or 

x±2-u- x (8.8) 

if referring to their mean. 

Consider, for example, a set of 40 measurements of the length of a steel bar, 
reported in Table 8.1. 

The corresponding average value is x — 127.51 mm, and the estimate of 
the standard deviation is s — 0.31 mm. Hence, assuming a coverage factor 
equal to 2, the resulting expanded uncertainty of the single value and of the 
mean are U x = bs x = 20.31 = 0.62 mm and U x = k ■ ■$■ = 2- 2-LL = 0.10 mm, 

x x x <Jn \/40 

respectively. 



8.4 Evaluation of Combined Uncertainty 

When a measurand Y is not directly measured, but is determined from N other 
quantities X-y, X 2 , ..., X N through a functional relationship/: 

Y=f(X u X 2 ,...,X N ) (8.9) 

the corresponding uncertainty may be estimated using the Multivariate Law of 
Propagation of Uncertainty (MLPU) MLPU (JCGM 100:2008 2008). 

In the most general case this entails a multidimensional response, hence the 
measurement result can be expressed as a vector Y = [Y\. . .Ym] function of a 
vector of estimates X = [X\. . X N ) : 

Y=f(X) (8.10) 
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Consider for example a set of M — 5 distances from a given Cricket 
(see Chap. 3) to 5 network devices. Suppose each distance has been obtained by 
measuring the corresponding TDoA and applying Eq. 3.8 with an additive term for 
the correction of distance error due to the relative orientations between the 
network device and the Cricket (see Chap. 7). The vector of the five distances can 
be expressed as: 



.11) 



where s is the speed of sound (about 340 m/s in air, with temperature T = 20°C 
and relative humidity RH = 50%), At t is the TDoA corresponding to the i-th 
network device (i — 1, ..., 5) and C, is the related correction term. 
Vector Y can, hence, be expressed as in Eq. 8.10 by defining: 



d\ 




' s ■ Afi + C\ 


d% 




s ■ At 2 + C 2 


d-i, 


= 


s ■ A? 3 + C 3 


da, 




S ■ A?4 + Ca, 


fl?5 




s ■ At 5 + C 5 



Y=f(X) = 



/iW 




's-Ati +d 


fi(X) 




s-At 2 + C 2 


MX) 


= 


s ■ At 3 + C 3 


MX) 




s ■ At 4 + C 4 


Mx)\ 




_s-At 5 + C 5 



(8.12) 



where 



[X\ X 2 Xt, X4 X$ X(, X-i X§ Xg X10] 
[Ah At 2 At 3 At 4 At 5 C\ C 2 C 3 C 4 C 5 ] 2 



.13) 



If each component of vector f(X) in Eq. 8.10 is expanded into a Taylor series 
around the average values x of the estimates vector X, ignoring terms after the first 
order, it can be demonstrated that an estimate of covariance matrix Zy e R M,M 
associated with Y is given by (JCGM 100:2008 2008): 



± Y = JX X J T 

where / € M. M,N is the Jacobian (or sensitivity matrix) off(X): 



JiJ 



8^ 

dX; 



l,...,Mj=l,...,N 



(8.14) 



(8.15) 



and Sjf G 



is the covariance matrix of X. 



If we consider again the previous example of a set of M — 5 distances from a 



given Cricket to 5 network devices, the resulting Jacobian (/ £ 



l>5,10 



)is: 
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8/iW 
8Afi 


8/iW 
8Af 2 


8/iW 


8/2 m 

8A/i 


_ 8Ar 2 


e/ 2 W 
x " ' 8Cs 


TO 

8Af, 


8/ 5 m 

6Afc 

X 


8/5 (X) 
_ ' ' ■ 8C 5 







000010000 
s 00001000 



OOsOOOOlOO 







10 



000*00001 
and the corresponding estimate of Ey <E R 10 ' 10 matrix is: 

u 2 {X x ) u(X u X 2 ) ••• u(X u X l0 ) 



u(X 2 ,X 1 ) u 2 (X 2 ) 

u{X m X x ) u(X m ,X 2 ) 

M 2 (Afi) u(Ati,At 2 ) 

u(At 2 ,Ah) u 2 {At 2 ) 

u(C 5 ,Ati) u(C 5 ,At 2 ) 



u(X 2 ,Xio) 

u 2 (X 10 ) 
u(Ati, C5) 
u(At 2 , Cs) 

u 2 (C 5 ) 



(8.16) 



(8.17) 



Hence the components of Ey € K ' 5 matrix may be obtained by Eq. 8.14. For 
the sake of example, the first component (Ey.11) is reported hereafter: 



^7,1,1 



^^ dX> 



=1 /=! 



9/l (*) 



10 

E 



9/i (X) 



9X; 



, 9Z, 

2 



u(Xi,Xl) 



10 



M 2 (x,) + 2^^ 



9/i(l0 



i=l l=i+l 



dXi 



9/l w 



8X, 



.18) 



u(x h xi) 



The same holds for other components of Ey. 

This method can be applied only if the covariance matrix Ejr is a priori known. 
That means that it should be estimated by a preliminary experimental session, or 
hypothesized on the basis of the previous knowledge of the phenomenon under 
study. In the case of independent observations, the covariance terms become zero 
and the covariance matrix Y,x is reduced to a diagonal matrix. This happens in 
many uncertainty propagation problems where either independent observations are 
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given, or no significant knowledge about correlations between observations is 
available. 

The obtained £y matrix contains the estimates of both the variance (matrix 
diagonal elements) and covariance (matrix elements out of the diagonal) terms of 
the elements of vector Y. 

Specifically, the extended uncertainty (with coverage factor k — 2) of each 
element of Y can be obtained from the diagonal elements of matrix Sy as follows: 



Uy.i = 2 • 



-Y,i,i 



.19) 



Referring to the above example, the resulting covariance matrix Zy <G Mr, in 
absence of covariance is: 



£y,l,i 

















£y,2,2 

















£y,3,3 

















£y,4,4 

















Sy.j 



.20) 



where: 



10 

£y,i,i = Y^ 

/-l 

10 

£y,2,2 = 2-^i 
1=1 

10 

E 

i=\ 

10 

Sy,4,4 = 2_^i 
i=\ 



9/iW 



-y,3.3 



£y,5.5 — 



10 

E 

/-i 



ax,- 

8/2 (X) 



ax,- 

a/ 3 (x) 



ax,- 

8A(X) 
ax,- 

a/ 5 (x) 



3X; 



M 2 (X,) 



U (Xi) 



U 2 (Xi) 



U 2 (Xi) 



u (xi) 



.21) 



The great potentiality of the Multivariate Law of Propagation of Uncertainty 
(MLPU) is that, in absence of systematic errors, it can be applied before the 
measurement is performed, as well as after it. This is very helpful during 
the phases of design of the measurement procedure. If Sjf is a priori known, the 
measurement set-up configuration and procedure may be adequately arranged 
(that corresponds to modify the terms of J matrix) in order to minimize the terms 
of the output matrix Sy. 
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8.5 Least-Squares Adjustment 

The approach for uncertainty evaluation is different when referring to a set of 
unknown parameters determined starting from an overabundant set of different 
measurements (i.e., the number of measurement is greater than the number of 
parameters) of an observable variable associated to the parameters by a functional 
relationship. In this case the values of the unknown parameters are estimated by 
applying specific procedures, known as "adjustment techniques". Consider, for 
example, a set of distances from a given Cricket (see Chap. 3), fixed in an 
unknown position, to the devices of a network. The distances are directly measured 
by TDoA (Time Difference of Arrival) technique. The coordinates of each network 
device are a priori known. The goal is to determine the 3D coordinates of the given 
Cricket. The functional relationship between the measured distances and the 
unknown parameters (3D coordinates of the Cricket) is given by the Pythagorean 
theorem. In this case, the three unknown parameters may be estimated using a 
particular adjustment technique called "least-squares method" if at least four 
distance measurements have been performed. 

More in general, if we consider M observations (measured values), acquired in 
different measurement conditions, they can be rewritten in a vector Y ("observa- 
tion vector") as follows: 

Y=[Y X ...Y M ] T (8-22) 

Since the elements of the observation vector are measured data, they are 
affected by measurement uncertainty which produces small random variation 
between one observation and the other. It is assumed that these small variations 
follow a normal distribution with zero mean and a fixed standard deviation. Fur- 
thermore each measurement is free of systematic errors. 

The N unknown parameters form the vector of unknowns X, also called 
"parameter vector": 

X=[X l ...X N ] T (8.23) 

The number of observations is assumed to be greater than the number of 
unknowns (M > N). 

The functional model describes the relationship between the "true" observation 
values Y and the "true" values of the unknowns X. This relationship is expressed 
by a vector of functions <p of the unknowns: 

Y=cp{X)=[ 9l {X)..xp M {X)] T (8.24) 

Since the true values are normally not known, the observation vector Y is 
replaced by the estimated observation vector Y, i.e., by the vector Y of the mea- 
sured observations and the associated vector of small residuals v. Similarly, the 
vector of unknowns is replaced by the estimated (adjusted) unknowns X. As a 
result, the following non-linear correction equations are obtained: 
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Y=Y + v = cp(X) 



(8.25) 



If approximate values X of the unknowns are available, the vector of 



unknowns can be expressed as the following sum: 



X = X" + AX 



(8.26) 



where only the AX values must be determined (consider that in most cases Ar is 
fixed equal to 0). 

According to the approximate values of X°, approximate values of the obser- 
vations can be calculated using the functional model: 

Y° = cp(X°) (8.27) 

In this way, reduced observations (observed minus calculated) are obtained: 

AY = Y - Y° (8.28) 

For sufficiently small values of AX, the correction equations (Eq. 8.25) can be 
expanded into a Taylor series around the approximate values X°, ignoring terms 
after the first order: 

Y + v = „(*>) + (^f) Q (X - *>) = F° + (^) o At (8.29) 

fd<p(X)\ ,, 

where — — is the Jacobian matrix calculated in X (also called "design 

matrix" A e R MJV ): 



V M Jo 



v »! ; 

ex, ; 

V 3 *> y 



ex 2 ; 



sx 2 



V sx » Jo 

V 8 *« Jo. 



(8.30) 



Hence, according to Eq. 8.29, the linearized correction equations are: 

AY=AY + v=AAX (8.31) 

The stochastic properties of the observations Y are defined by the covariance 
matrix Sy e R M ' M : 



Zi = 



O'l Pl2 ff l ff 2 



P\M a \ a M 
PlM a 2 a M 



'M 



.32) 
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where er ; is the standard deviation of observation F, (i — 1, ..., M), and p tj is the 
correlation coefficient between Y t and Yj (i # j). 

Introducing the multiplication factor Oq, the cofactor matrix Q Y <E K MM of 
observations is obtained: 



Qy = \^ 



.33) 



The inverse matrix of Q Y is the weight matrix: 



2T-1 



P Y = Q Y l = ap: 



o-^y 



.34) 



The covariance matrix Ey is the only component containing information about 
the efficiency of the functional model in the adjustment process. In the case of 
independent observations, such as for the propagation law, the correlation coef- 
ficients ptj, with i # j, become zero and the covariance matrix is reduced to a 
diagonal matrix. This is the standard case for many adjustment problems where 
either independent observations are given, or no significant knowledge about 
correlations between observations is available. 

In this case the weight matrix assumes the following form: 



°§ 







Pi o 

P 2 



■•• p M 



.35) 



If the following equality holds: 



<T, = (Tq 



(8.36) 



for i = 1, ..., M, P Y becomes the identity matrix /. er is the true value of the 
standard deviation of unit weight (standard deviation of an observation with 
weight 1). It can be regarded as a multiplication constant. 

Usually the true standard deviation (To is not known in practical applications and 
the empirical standard deviation s is used instead. Here s denotes the standard 
deviation a priori , while Jo represents the standard deviation a posteriori 
("adjusted standard deviation"), obtained using the residuals of the adjustment. 
The empirical standard deviation is only meaningful in cases of significant 
redundancy of measurements. 

Even if in literature many different adjustment techniques are proposed, the 
most used in localization approaches is the least-squares method, which is based 
on the idea that the unknown parameters are estimated with maximum probability. 
This method ensures that the unknowns are estimated unbiased and with minimum 
variance. The working principle consists in identifying those parameters which 
guarantee the minimum value of the sum of the squared residuals (elements of 
vector v). 
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Starting from Eq. 8.31 the following expression may be obtained ("normal 
equations"): 

NAX-T = (8.37) 

where TV G W. M ' M is the matrix of normal equations 

N=A T P Y A (8.38) 

and T S M M ' 1 is the absolute term vector: 

T=A T P Y AY (8.39) 

The solution of Eq. 8.37 produces the vector of estimates (Bar-Shalom et al. 
2001): 

AX = (A t P y A)~ 1 (A t PyAY) (8.40) 

According to Eq. 8.26, the vector of the estimates of the unknowns is given by: 

X = X° + AX (8.41) 

and the corresponding cofactor matrix of unknowns may be defined as: 

Q x =N- 1 = (A T P Y Ay l (8.42) 

Considering that, according to Eq. 8.31, the residuals may be calculated as: 

v=AAX-AY (8.43) 

the standard deviation a posteriori results: 



* = V^9 (8 - 44) 

and the estimated covariance matrix of unknowns: 

*x = f Qx (8.45) 

The Eq. 8.40 must be solved iteratively if only coarse approximate values are 
given for non-linear problems. In this case the corrected approximate values in the 
/-th iteration are used as starting values for the linearized functional model of the 
(/ + l)-th iteration, until the sum of added corrections for the unknowns is less 
than a given threshold. 

In order to better understand the least-squares adjustment procedure, consider 
the M — 6 distances reported in Table 8.2. They have been measured from a 
Cricket (see Sect. 3.2.2) positioned inside a measurement space and 6 network 
devices positioned all around it. The 3D coordinates of each network device are 
known (see Table 8.2). The objective is to determine the 3D coordinates of the 
Cricket. 
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Table 8.2 Example of 6 
distances measured from a 
Cricket (see Sect. 3.2.2) 
positioned inside a measure- 
ment space and 6 network 
devices positioned all 
around it 



Measured distance d i (m) x,- (m) v,- (m) z,- (m) 



Device 1 


2.454 


Device 2 


3.010 


Device 3 


3.005 


Device 4 


3.474 


Device 5 


3.749 


Device 6 


4.127 



1.500 


1.500 


2.500 


1.500 


2.500 


2.500 


2.500 


1.500 


2.500 


2.500 


2.500 


2.500 


3.500 


1.500 


2.500 


3.500 


2.500 


2.500 



The functional relationship between distances (measured observations), coor- 
dinates of network devices and Cricket coordinates (unknowns) is given by the 
Pythagorean theorem: 



dt = \J(xi - x P ) 2 +(y,- - y P ) 2 +(yi - ypf 



(8.46) 



where d t (with i— 1, ..., 6) are the measured distances, (x h y h z,) (with 
i = 1, ..., 6) are the known 3D coordinates of the 6 network devices, and 
(xp, y P , zp) are the unknown 3D coordinates of the Cricket. 

In order to give approximate values of the unknowns (expressed in meters), we 
suppose that the Cricket is positioned in the origin of the axes, hence 



[4 y% z P ] T =[0 0] 3 



0' 



(8.47) 



The resulting vector of reduced observations Ad (expressed in meters) is 
(Eq. 8.28): 



Ad 



d\ 
&i 

c h 
dn 
d$ 

d b 



yJ( Xl - 0) 2 +(y, - 0) 2 +(zi - 0) 2 
^{x 2 - 0) 2 +(y 2 - 0) 2 +(z 2 - 0) 2 
^(x 3 -0) 2 +(y 3 -0) 2 +(z3-0) 2 

^{x A - 0) 2 +(y 4 - 0) 2 +(z 4 - 0) 2 
^(x 5 - 0) 2 +(y 5 - 0) 2 +(z 5 - 0) 2 
^(xfi - of+(y6 - 0) 2 +(z 6 - 0) 2 



"2.454- 




"3.279" 




" -0.825" 


3.010 




3.841 




-0.831 


3.005 




3.841 




-0.836 


3.474 




4.330 




-0.856 


3.749 




4.555 




-0.806 


.4.127. 




.4.975. 




.-0.848. 



(8.48) 
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The related design matrix is (Eq. 8.30): 



Vu-i 


-■»1 

2 +(}-l) 2 +fe) 2 

-■12 


Vte 


2 + (}-2) 2 + (Z2) 2 
-*3 


V(*3 


2 +(w) 2 +fe) 2 

~*4 


\Z(*4 


2 + (3>4) 2 + (Z4) 2 
-*5 


Vfe 


2 + fe) 2 + fe) 2 
-■16 





-yi 


\A*I 


) 2 +(yi) 2 +fo) 2 
—yi 


\A*2 


-y 2 


V(*3 


) 2 +(w) 2 +fe) 2 
-y* 


V(*4 


) 2 +M 2 +(z*) 2 

-1'5 


Vfe 


) 2 +to) 2 +fe) 2 

-}'6 



Vw, 


2 +M 2 +(zi) 2 

-zi 


\A*2 


2 +(yi) 2 +{zi) 2 


Vte 


2 +(B) 2 +fe) 2 

-u 


\/(x4 


2 +(y 4 ) 2 +(z 4 ) 2 
-Zs 


Vfe 


2 +fe) 2 +fe) 2 

-26 



v / K) 2 +b'6) 2 + 


(Z6) 2 VK) 2 


fb>6) 2 +(a) 2 


-0.45750 


-0.45750 


-0.76249 


-0.39057 


-0.65094 


-0.65094 


-0.65094 


-0.39057 


-0.65094 


-0.57735 


-0.57735 


-0.57735 


-0.76835 


-0.32929 


-0.54882 


-0.70353 


-0.50252 


-0.50252 



v^ 



(8.49) 



Assuming no covariance between the measured distances and the same variance 
for each of them (i.e., the weight matrix is given by the identity matrix I), the 
normal equation (Eq. 8.37) becomes: 



A T 1A 



x P - 


-41 


yp- 


-y P 


. z p ' 


-z P \ 



A J IAd = 



(8.50) 



hence: 



2.20422 1.65766 2.13536 
1.65766 1.47987 1.79338 
2.13536 1.79338 2.31592 





Xp 




"2.95590" 




"0" 




yp 


— 


2.43018 


= 







. Z P _ 




3.07627 








.51) 



Its solution produces the estimated values (expressed in meters) of the 
unknowns (3D coordinates of the Cricket) (Eqs. 8.40 and 8.41): 



[x P yp Ip] =[0.4989 0.5044 0.4778]' 
Considering that the residuals (expressed in meters) are (Eq. 8.43): 



(8.52) 



-0.45750 
-0.39057 
-0.65094 
-0.57735 
-0.76835 
-0.70353 



-0.45750 
-0.65094 
-0.39057 
-0.57735 
-0.32929 
-0.50252 



0.76249" 






"-0.825" 




" 0.0014 " 


0.65094 




-0.831 




-0.0036 


0.65094 
0.57735 


0.5044 
0.4778 


- 


-0.836 
-0.856 


= 


0.0028 
0.0011 


0.54882 




-0.806 




-0.0054 


0.50252 




-0.848 




0.0034 



(8.53) 
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the associated standard deviation a posteriori (expressed in meters) is (Eq. 8.44): 



so 



\ 



6-3 



" 0.0014 " 


" 0.0014 " 


-0.0036 


-0.0036 


0.0028 


0.0028 


0.0011 


0.0011 


-0.0054 


-0.0054 


0.0034 


0.0034 



0.0047 



(8.54) 



and the estimated covariance matrix of unknowns (expressed in square meters) is 
(Eqs. 8.42 and 8.45): 



0.0047 



2.20422 
1.65766 
2.13536 



1.65766 
1.47987 
1.79338 



0.000092 
-0.000004 
-0.000081 



-0.000004 

0.000238 

-0.000180 



2.13536 

1.79338 

2.31592 

-0.000082 

-0.000180 

0.000224 



.55) 



8.6 Uncertainty Evaluation When Using Adjustment 
Techniques 



The measurement uncertainty to be associated with the unknowns estimates in 
Eq. 8.40 derives from the covariance matrix in Eq. 8.45. 

In particular, the uncertainty of each element of X can be obtained from the 
diagonal elements of matrix Ex <G M. N ' N as follows: 



U x4 



(8.56) 



A useful test for evaluating the quality of the adjustment procedure consists in 
comparing the a priori standard deviation (s ) (if known) with the a posteriori one 
(So) (see Chap. 6 for an application example of such a diagnostic tool). 

If the a posteriori standard deviation diverges from the a priori standard devi- 
ation, two possible sources of error are pointed out. Firstly, the stochastic model 
may be set up incorrectly, although it should be noted that s does not affect the 
numerical values of the adjusted unknowns. Secondly, the functional model may 
be insufficient. For example, unmodelled systematic errors, or observations with 
gross errors, will affect the values of the unknowns. 

Similarly to the case of covariance propagation, the final estimate of unknown 
parameter uncertainty in Eq. 8.56 is strictly related to matrix A (see Eqs. 8.42 and 
8.45). This means that, if the method is applied to point localization with distributed 
systems, the localization uncertainty is heavily influenced by distribution within the 
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measuring space of the network devices. In this case, the Dilution of Precision 
(DOP) factor is used to give a measure of the quality of the network geometry. In 
general, the DOP is utilized whenever approaching a localization problem based on 
distance measurements along lines of sight from the unknown location to reference 
points (Bar-Shalom et al. 2001). The DOP (or position DOP— PDOP) is defined as a 
function of the cofactor matrix Q x of the unknown coordinates (see Eq. 8.42): 



DOP = y/Tr(Q x ) = y/Q xxl + Q XX1 + &,3,3 (8.57) 

Furthermore, in addition to variances (diagonal elements of matrix E^), 
dependencies between adjusted parameters can also be investigated in order to 
assess the quality of an adjustment result. They govern the correlation coefficients 
in matrix ~L X : 

Pij = J°^- (8-58) 

and hence the adequacy of the functional model and geometric configuration of the 
observations. Higher correlation coefficients indicate linear dependencies between 
parameters and they should be avoided in order to obtain robust adjustment 
solutions (Bar-Shalom et al. 2001). 



8.7 Uncertainty Evaluation in MScMS-I Measurements 

Uncertainty evaluation of 3D point coordinates measured by MScMS-I and 
MScMS-II can been performed using the MLPU (see Sect. 8.4). Various 
approaches are suggested in scientific literature according to the different problem 
at hand (Peggs et al. 2009). An alternative approach to MLPU, often implemented, 
is based on Montecarlo Sampling technique which has the potential advantage of 
being independent of linearization (Peggs et al. 2009). 

In the present approach the MLUP has been preferred for two reasons. For LSM 
applications, the sensor data are typically accurate to one part in 10 4 or better, so 
that, despite the linearization introduced by MLUP, non-linearity in the models 
does not have a significant effect on the uncertainty estimates. On the other hand, 
uncertainty assessment in the triangulation and trilateration approaches is based on 
the uncertainty propagation within the least-square adjustment process of vari- 
ances and covariances of input estimated parameters (see Sects. 8.5 and 8.6). 

Referring to MScMS-I, the overall uncertainty of measured 3D point coordi- 
nates (i.e., the point corresponding to the probe tip) may be affected by the fol- 
lowing contributions (see Chap. 3): 

1. uncertainty of measured distances (d h with i — 1, . .., n) from each of the two 
probe Crickets (A and B) to each of the n network devices, 

2. uncertainty of the localization parameters of the network devices, which is 
associated to the coordinates of each Cricket of the constellation, 
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3. uncertainty of probe geometric parameters (d(A — V) and d(A — B)), 

4. Crickets synchronization error, which is considered negligible in static condi- 
tions (consideration would be necessary for a dynamic approach, i.e., in case of 
point tracking), 

5. uncertainty of bias corrections to Cricket measurements (see Chap. 7), 

6. uncertainty of 3D coordinates of probe reference points A and B ((x A , y A , za) 
and (x B , y B , zb)), which can be traced back to the trilateration algorithm for 3D 
point localization. 

In the following Sections the way all this contributions combine with each other 
is described and discussed. 



8.7.1 Uncertainty of Measured Distances 



The uncertainty of each measured distance of a point from the network devices 
may be obtained by considering the technical characteristics of Crickets (Bala- 
krishnan et al. 2003). According to the operating manual and preliminary char- 
acterization tests, a rough estimation of standard uncertainty (i.e., standard 
deviation) in normal environmental conditions produces values lower than 5 mm 
in the whole range of measurement (see Chap. 3). 

Assuming no correlation between the measured distances from a single point 
Xp = (xp,yp,zp) to the n network devices, the corresponding covariance matrix 
2,/ G K"'" can be expressed as the product between a scalar Oq (variance a priori of 
the measured distances of the network devices) and the identity matrix /: 



<# 



(8.59) 



8.7.2 Uncertainty of 3D Point Coordinates 



The uncertainty of 3D point coordinates can be derived from the trilateration 
procedure, which consists in solving the following overdetermined system (see 
Sect. 3.2.2): 



(x\ - x P ) + (vi - y P ) + (zi - zp) - Ci 
y (xi - x P ) 2 + (y 2 - ypf + (22 - zp) 2 - C 2 

\J(x„ - x P ) 2 + (y„ - y P ) 2 + (z„ - zp) 2 - C n 



d 2 
d„ 



(8.60) 
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where (x P , y P , z p ) are the unknown coordinates of point x P = (xp,yp,zp) to be 
localized, n > 3 is the total number of network devices in connection with the 
Cricket positioned in x P = (x p ,y p ,Zp), (*i> yu Zi), (x 2 , y%, z 2 ), ■■-, (x,„ y„, z„) are 
the n set of coordinates of the network devices, known by system calibration (see 
Chap. 5), d\, d%, ..., d„ are the measured distances from point Xp = (x p ,yp,zp) to 
the network devices, C\, Ci, ..., C„ are the bias corrections of distance mea- 
surements, obtained by implementing a performance enhancing procedure (see 
Chap. 7). 

The first step of the described approach consist in the linearization of the 
Eq. 8.60. Afterwards the system is solved by least-squares adjustment (in this way, 
known variable may be weighted in least-squares adjustment according to the 
related covariance matrix), and then the calculation of the uncertainty of coordi- 
nates is automatically performed. 

For each point to be localized, the linearized expression of the trilateration 
equations is (see Eq. 8.31): 



AAxp = Ad + v 



(8.61) 



where Ad is the vector of reduced observations (see Eq. 8.28), obtained by cal- 
culating the left term of Eq. 8.60 for the approximations (x P , yp, zp) for 3D 
coordinates of the point to be localized (as well as for the known values of the 
3 x n coordinates of the network devices and the bias corrections of distance 
measurements), and subtracting it to the observations (i.e., the measured distances 
du d 2 , ..., d n ): 



* - \f(x\ - 4? + (vi - y° P ) 2 + (z, - z£) 2 + 
d 2 - y/(x 2 - x P f + (y 2 - y P f + (z 2 - z P f + C 



J)\ 2 



(x,,-4y + (y n -yj,y + (zn-4r + 



cn2. 



J)\2 



c, 




Ad\ 


c 2 


= 


Ad 2 


c„_ 




Ad n _ 



(8.62) 



v is the vector of the residuals of distances between the point to be localized and 
the network devices, Axp is the vector of the estimates of the reduced unknowns, 
corresponding to the difference between the estimated values of the 3D coordinates 



of the point to be localized and their approximations x p = \x' 



f P 



Axi 



Xp — X p 

y% 

,0 



yp 

Zp 



(8.63) 



A £ W' is the matrix of partial derivatives (Jacobian) of the functions in the 
left side of Eq. 8.60 with respect to each of the 3D point coordinates (calculated in 



[4 



yl 
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-(yi-y° P ) 


-(zi-4) 

G? 




-fe-4) 

G» 


-fe-4) 
eg 


-W-4) 


-Cfc'-rf) 


-(6,-4) 



where: 



(xi _ x ) 2 +(yi _ }; ) 2 + (zi _ z ) 2 




^-x^ + fe-y^ + fe-zO) 2 
The resulting normal equation (see Eq. 8.37) is: 

NAx P = T 
where: 






and 



A^=A J P d A 



T = A T P d AD 



(8.64) 



(8.65) 



.66) 



(8.67) 



(8.68) 



Pd G R" '" is the weight matrix, obtained as the inverse of the covariance matrix 
Erf £ R"' ! associated with the measured distances. If the elements of this matrix 
are unknowns it is assumed equal to the identity matrix /. That means that all the 
measured distances are assumed to have the same weight. This assumption is 
legitimate when there is no explicit reason to assign different weights. 

The general solution of Eq. 8.66 in order to estimate the unknown vector Axp 
is: 

Ax P = N- 1 T (8.69) 

If the covariance matrices for distance measurements (£,/ e R" '"), coordinates 
of network devices (Eg £ R 3 ' 1,3 ") and bias corrections (Ep G R K,K ) are known, 
the overall covariance S A G R 3 3 of the 3D point coordinates can be estimated by 
applying the MLPU to the following linearized expression of Eq. 8.60: 



J B Ax B + J C AC + AMp = Ad + v 



.70) 
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where Jb € R"' 3 " is the matrix of partial derivatives (Jacobian) of the n functions 
in the left side of Eq. 8.60 with respect to each of the 3 coordinates of the 
n network devices (calculated for the approximated values of the coordinates of 
the point to be localized and for the known values of the coordinates of the 
network devices and the bias corrections), 



Jb 



fo-4) (y-y°p) fe-4) 

C? C? G? 



































(*n-4) (yn-fp) fe-4) 



c? 



52 



G? 



.71) 



Jc £ R"'" is the matrix of partial derivatives (Jacobian) of the n functions in the 
left side of Eq. 8.60 with respect to each bias correction of the n distance mea- 
surements (calculated for the approximated values of the coordinates of the point 
to be localized and for the known values of the coordinates of the network devices 
and the bias corrections), 



Jc = 



■1 
















-1 



(8.72) 



Axb and AC are respectively the vectors of the variations of the 3D coordinates 
of the n network devices and the n bias corrections from their actual values (in this 
approximation both vectors have all the elements equal to 0). 

In general, an estimate of matrix Eg is obtained by the calibration procedure 
(see Chap. 5). It is a block 3x3 diagonal matrix, with all the elements out of the 
block diagonal equal to 0. That means that the coordinates of a given network 
device are correlated to each others, but they are not correlated to the coordinates 
of the other network devices. This assertion holds if the positions of each network 
device have been calibrated separately from that of other network devices. If 
global calibration algorithms (i.e., algorithms optimizing the positions of the 
network devices of the whole system) have been implemented, the statement does 
not hold any more and there is no guarantee of no correlation between coordinates 
of different network devices. 

However, in practical applications, it is usually assumed that Eg is a 
3n x 3n diagonal matrix, with all the elements out of the diagonal equal to 0. 

In the same way Z^ and Ec are n x n diagonal matrices, with all the ele- 
ments out of the diagonal equal to 0. The elements of E,/ are obtained from 
Crickets manual or applying specific calibration procedure (see Sect. 8.7.1). 
Matrix Ec is derived from the procedure for the calculation of bias corrections 
(see Chap. 7). 
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Table 8.3 Example of 6 
distances measured from a 
Cricket (see Chap. 3) posi- 
tioned inside a measurement 
space and 6 network devices 
positioned all around it 





Meas. distance 


Correction 


x t (m) 


yi (m) 


Zi (m) 




d t (m) 


C, (m) 








Device 1 


2.454 


0.004 


1.500 


1.500 


2.500 


Device 2 


3.010 


0.004 


1.500 


2.500 


2.500 


Device 3 


3.005 


0.005 


2.500 


1.500 


2.500 


Device 4 


3.474 


0.006 


2.500 


2.500 


2.500 


Device 5 


3.749 


0.005 


3.500 


1.500 


2.500 


Device 6 


4.127 


0.004 


3.500 


2.500 


2.500 



The least-squares adjustment applied to Eq. 8.70 gives the following solution: 
te P = N- 1 (T - A T P d J B Ax B - A T P d J c AC) (8.73) 

Hence, the combined point estimated covariance (calculated by applying the 
MLPU to Eq. 8.73) is: 



AT 1 + /NT 1 (A T P d J B ) ± B (A T P d J B ) N- 
+ N- [ (A T P d Jc)tc(A T P d J c ) T N- 1 



(8.74) 



In order to better understand the procedure, consider again the example reported 
at the end of Sect. 8.5. n — 6 distances (reported in Table 8.3) have been measured 
from a Cricket positioned within a measuring volume and 6 network devices 
positioned all around it. The 3D coordinates of each network device are known, as 
well as the bias corrections to the measured distances (Table 8.3). 

The estimated covariance matrices of the measured distances, the bias correc- 
tions of distance measurements, and the coordinates of the network devices are, 
respectively (values expressed in m ): 



lfr 7 - 



Ic = 10- 



16 




















13 




















24 




















20 




















18 




















25 


16 




















18 




















13 




















15 




















18 




















11 



(8.75) 



(8.76) 
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£ B = 10- 



5 
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5 
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2 


























































7 


























































7 


























































7 




































(8.77) 



The objective is to determine the 3D coordinates of the Cricket (x P , y P , zp) and 
the corresponding covariance matrix S/>. 

Fixing at the approximations of 3D coordinates of the point to be localized, 
we obtain the following vector of unknowns: 



Ax P = [Ax P Ay P Azp] = [xp yp zp] 



.78) 



The corresponding design matrix A is: 



A = 



0.45750 


-0.45750 


-0.76249 


0.39057 


-0.65094 


-0.65094 


0.65094 


-0.39057 


-0.65094 


0.57735 


-0.57735 


-0.57735 


0.76835 


-0.32929 


-0.54882 


0.70353 


-0.50252 


-0.50252 



.79) 



The matrix of normal equations N and the absolute term vector T are 
respectively: 



N 



111733.29583 
88095.63587 
113249.52959 



88095.63587 
84823.62483 
101797.90745 



113249.52959 
101797.90745 
130088.37849 



.80) 



154188.3339 
135275.7790 
169894.6794 



(8.81) 
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The Jacobians Jb and Jc are respectively: 



Jb 



0.45750 





















0.45750 





















0.76249 
























0.39057 


















0.65094 


















0.65094 





















0.65094 





















0.39057 





















0.65094 
























0.57735 



















0.57735 



















0.57735 
























0.76834 



















0.32929 



















0.54882 
























0.70352 





















0.50252 





















0.50252 






"-1 











o ■ 








-1 


















Jc = 






-1 






-1 

























-1 











. o 











-1. 





Hence, by applying Eqs. 8.48 and 8.53, we obtain the final results: 
ip = Ax P = [0.4983 0.5016 0.4797 f 



Sp = 



0.00001478 
-0.00000037 
-0.00001303 



-0.00000037 

0.00003844 

-0.00002950 



-0.00001303 

-0.00002950 

0.00003615 



(8.82) 



.83) 



(8.84) 
(8.85) 



8.7.3 Uncertainty of Probe Tip Coordinates 

Under the hypothesis that the measurements of the coordinates of the two probe 
Crickets and the two geometrical parameters of the probe (d(A — V) and d(A — 
B)) are independent, the covariance of the probe tip coordinates Ey € K 3,3 in each 
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measurement is estimated by applying the MLPU to the equation for estimating 
the coordinates of the probe tip (see Chap. 3): 



J^ E J T 



(8.86) 



where J € M 3 ' 8 is the Jacobian of the functional for estimating the coordinates of 
the probe tip (see Eq. 3.6), i.e., the matrix of its partial derivatives with respect to 
the 3 coordinates of the centres of the two probe Crickets, and the parameters 
d(A - V) and d(A - B): 



1 



d(A-V) 
d[A-B) 





d(A-V) 
d[A-B) 





(x B -x A ) 

d(A-B) 

(x B -x A )d(A-V) 

(d(A-B)f 





1 d(A-V) 
1 d{A-B) 





d(A-V) 

d{A-B) 



(yB-yA) 

d{A-B) 

(y B -yA)d(A-v) 

(d(A-B)f 






, d(A-V) 
1 d(A-B) 





d(A-V) 
d(A-B) 
(zb-Za) 
d(A-B) 
(zB-z A )d(A-V) 
(d(A-B)f 



(8.87) 



?8,8 



S£ G K 8 ' 5 is the covariance matrix of parameters in the equation for estimating 
the coordinates of the probe tip, obtained by composing in a unique covariance 
matrix the covariance matrices of the coordinates of point A (Z A ) and point B (Zb) 
(obtained by applying the procedure explained in Sect. 8.7.2), and adding the 
variances G d{A _ v \ and <J 2 d{A _ B \ corresponding to d(A —V) and d(A —B) respectively 



J d{A-V) 



'd(A-B) 



(estimated during the probe calibration): 



2r = 












2 B 









'd(A-V) 









T 2 
^d(A-B) 



(8.88) 



The diagonal elements of Zy are the estimates of the variances of the 3D 
coordinates of the point measured by the probe. They can be used to evaluate the 
expanded uncertainty of point coordinates by extracting the corresponding stan- 
dard deviations and multiplying them by an opportune coverage factor (usually 
equal to 2) (JCGM 100:2008 2008): 



Uyjc = 2 • \/S v ,i, 



u v,y = 2 ' V Sv - 2 ' 2 
Uy, z = 2 • a/Z v ,3,3 



(8.89) 
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Uy = 2 ■ \ Evi.l + £ v ,2,2 + ^ 



V,3,3 



(8.90) 



The uncertainty contribution due to the correction of the non-punctiform shape 
of the tip is usually neglected. Therefore, it can be considered by adding minor 
modifications to Eq. 8.88. 

Consider for example the MScMS-I prototype, characterized by d(A — 
V) — 540 mm and d(A —B) — 450 mm, and the corresponding estimates of 
standard uncertainties, respectively <t</(a-v) = 0.01 mm and Gd{A-B) — 0-01 mm. 

Measuring a given point in the space, the following two covariance matrices of 
Cricket A (x A = (1.500, 1.300,2.000)) and B (x B = (1.700,0.896,2.000)) are 
estimated (values expressed in m ): 



£a 



Xb = 



0.000015 
-0.000001 
-0.000012 

0.000020 
-0.000005 
-0.000020 



-0.000001 

0.000035 

-0.000030 

-0.000005 

0.000020 

-0.000015 



-0.000012 

-0.000030 

0.000035 

-0.000020 

-0.000015 

0.000025 



(8.91) 



(8.92) 



The Jacobian of the functional for estimating the coordinates of the probe tip 
(see Eq. 8.87) results to be: 

0.5315 



(8.93) 



0.1979 








1.1979 








0.4437 





-0.1979 








1.1979 





-0.8962 








-0.1979 








1.1979 






The estimate of the parameters covariance matrix becomes: 



10" 



(8.94) 

Hence, after applying Eq. 8.86, the estimated covariance matrix of the probe tip 
coordinates is: 



15 


-1 


-12 

















-1 


35 


-30 

















-12 


-30 


35 


























20 


-5 


-20 

















-5 


20 


-15 

















-20 


-15 


25 


























0.0001 


























0.0001 



U 



0.0000292859 
-0.0000072138 
-0.0000291684 



-0.0000072138 

0.0000300693 

-0.0000226986 



-0.0000291684 

-0.0000226986 

0.0000372437 



(8.95) 
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This produces the following expanded uncertainty of point coordinates and 3D 
radial uncertainty (values expressed in m): 

C/ V ,v = 0.011 

U V j = 0.011 (8.96) 

Uy, z = 0.012 

Ify = 0.020 (8.97) 

In this example, the achieved result shows that the expected values of the 
overall uncertainty are in the range of 1 cm. This high value is mainly caused by 
the distance measurements obtained by US transducers. They give the major 
contribution to the combined uncertainty by the MLPU approach (see Eq. 8.94). 
On the other hand, the contributions coming from the uncertainties of probe 
geometrical parameters are minor in comparison to the others (see Eq. 8.94). 

Even if this overall uncertainty value may be acceptable for many applications 
in LSM, for practical applications a substantial reduction is required, for example, 
by improving the performance of the network devices, or replacing the US sensors 
with a more accurate technology. 



8.8 Uncertainty Evaluation in MScMS-II Measurements 

As mentioned in Sect. 8.7, the uncertainty evaluation of measured 3D point 
coordinates by MScMS-II is performed using the MLPU (JCGM 100:2008 2008). 
According to the system architecture (see Chap. 3), the main contributions to 
overall uncertainty of 3D point coordinates (i.e., probe tip coordinates) may be 
traced in the following sources: 

1 . uncertainty of 2D point coordinates, which refers to the 2D pixel coordinates of 
point projection in the camera view plane, 

2. uncertainty of camera calibration parameters, which is associated to the internal 
and external camera parameters obtained in the calibration phase, 

3. camera synchronization error, which is considered negligible in static condi- 
tions (consideration would be necessary for a dynamic approach, i.e., in case of 
point tracking), 

4. uncertainty of 3D point coordinates, which can be traced back to the triangu- 
lation algorithm for 3D point reconstruction. 



8.8.1 Uncertainty of 2D Point Coordinates 

Assuming that the uncertainty in each 2D point coordinates is uncorrelated with 
that of any other point coordinates (this is true in absence of systematic errors), 
both other points imaged on the same camera image and other camera images of 
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the same point, only uncertainty in the coordinates of any single image point may 
be correlated (Mikhail et al. 2001). Hence, each couple of coordinates [Uij, Vy) in 
the 2D image plane of a given camera i (see Sect. 3.3.3), corresponding to a 
specific point / in the 3D space, can be associated to a covariance matrix 
E y € R 2 ' 2 . 

According to the MScMS-II working principles, the centres of two spherical 
markers must be localized (see Chap. 3). In this case, the main factors that may 
contribute to form E, ; - matrix are: camera technical characteristics (resolution, 
focal length, FOV, sensitivity, lens distortion), system layout geometry (size of 
markers, distance between camera and markers, position of markers with respect to 
the normal of the camera plane of view, fraction of marker surface visible by each 
camera), computational procedures (2D point correspondence analysis, image 
processing algorithms), and noise or false-measurements (e.g., camera vibrations, 
external IR sources, reflections). 

All these factors give their direct or indirect contribution to the uncertainty in 
the measurement of 2D point coordinates. A rough estimate of 2D point uncer- 
tainty may be obtained through the pixel accuracy of CCD cameras. In general, 
considering the image plane of a camera, the average measurement accuracy of 
non-signalized points is around 0.2-0.5 pixel (Luhmann et al. 2006). If the feature 
to be measured consists of a symmetrical distribution of pixel values, many 
mathematical methods can be implemented to determine the centre. Among these 
worth mentioning: the Local Centroid method, the Correlation method, the Least- 
Squares Matching method, and the Structural methods (Luhmann et al. 2006). All 
of them may be efficiently implemented in order to obtain centre point coordinates 
and the corresponding uncertainty. The Least-Squares Matching method, however, 
is the most convenient since it automatically provides the covariance matrix of the 
two calculated coordinates. 

A significant factor in determining 2D point uncertainty is the size (diameter) of 
imaged points. It is directly correlated to marker position and distance, and camera 
characteristics (resolution, focal length, Field Of View, sensitivity and lens dis- 
tortion). The optimum marker size ranges between about 5 and 15 pixels in 
diameter (Luhmann et al. 2006). Smaller points do not provide enough informa- 
tion, while larger points diameters may result in too large numbers of observations 
to be processed. 

An empirical relationship between marker size and achievable point accuracy, 
reported by Luhman et al. (see Fig. 8.2), shows that as the marker size increases 
over 25 pixels, the function rapidly converges to an accuracy of about 0.005 pixel 
(Luhmann et al. 2006). On the other hand, with a marker size under 5 pixels, the 
accuracy reaches values over 0.01 pixel. 

For a preliminary assessment of point coordinate uncertainty in MScMS-II 
measurements, considering the low-level resolution of the cameras used for the 
prototype assembling, the pixel uncertainty (intended as standard deviation of each 
of the two pixel coordinates) has been assumed equal to 0.5 pixel with no 
covariance between the two coordinates. 
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Fig. 8.2 Practical use and accuracy potential of different point measurement operators as a 
function of marker diameter (y axis not to scale) (adapted from Luhmann et al. 2006). (with 
permission) 



In standard operational condition of the system, a Matlab R routine for image 
processing, based on Least-Squares Matching method, provides the covariance 
matrices for the centres of each of the two probe markers, as well as the 2D 
coordinates. 



8.8.2 Uncertainty of 3D Point Coordinates 



The uncertainty of 3D point coordinates can be derived by applying the MLPU 
(JCGM 100:2008 2008) to the Collinearity Equations, which are the basis of 
photogrammetry theory and originate from the perspective projection of a point in 
the 3D space onto a given camera viewing plane (see Sect. 3.3.3). 

This approach produces the covariance matrix for each point localized by the 
system. 

For a complete description of this technique, which is similar to that presented 
in Sect. 8.7, readers are invited to review specialist literature (Mikhail et al. 2001; 
Luhmann et al. 2006). 
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8.8.3 Uncertainty of Probe Tip Coordinates 

Similarly to the case of MScMS-I, the covariance of the probe tip coordinates 
T.v € K 3 ' 3 in each measurement is estimated by applying the MLPU to the line- 
arized form of the equation for estimating the coordinates of the probe tip (see Eq. 
3.6). The procedure is totally equivalent to that exposed in Sect. 8.7.3 referring to 
MScMS-I. 
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